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PREFACE 
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contract  No.  F40600-76-C-0008  for  the  USAF,  Arnold  Engineering  Development  Center. 
This  report  presents  results  obtained  from  investigation  of  radiographic  requirements, 
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Turbine  Engine  Loads  Simulator  (TELS)  facility. 
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monitors  for  this  work  were  Capt.  Gerald  M.  Mulenburg  and  Mr.  Forrest  B.  Smith, 
Directorate  of  Technology,  Arnold  Engineering  Development  Center. 

This  report  submitted  on  1 March  1977  is  in  compliance  with  the  requirements  of 
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No.  PWA  FR-8496.  The  Program  Elements  were  65807F  and  63723F. 

The  reproducibles  used  in  the  reproduction  of  this  report  were  supplied  by  the  authors. 
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INTRODUCTION 

Current  technological  advances  in  turbine  engine  design  and  materials  have  provided  the 
capability  for  designing  and  building  lightweight,  more  powerful  aircraft  engines.  One 
characteristic  of  these  engines  is  that  their  structures  tend  to  be  more  flexible  and  therefore, 
more  vulnerable  to  maneuver  loads.  At  larger  operating  and  flight  loads,  the  engine  case 
and  internal  components  are  subjected  to  increased  distortion. 

To  date,  there  have  been  few  engine  problems  traceable  to  maneuver  loads.  However,  the 
effects  of  such  loads  on  rotor  bowing  and  case  ovalization  are  not  currently  well  under- 
stood, and  there  is  evidence  that  case  ovalization  in  some  high  bypass  ratio  commercial 
engines  has  resulted  in  short  term  performance  deterioration.  The  case  deflections  and 
the  quantity  of  turbine  blades  being  repaired  for  tip  damage  as  well  as  the  clearances 
observed  in  high  pressure  compressors  suggest  that  these  deflections  may  be  already 
adversely  affecting  life  cycle  costs. 

To  evaluate  distortion  effects  on  engine  structure  and  operation,  the  Air  Force  is  sponsoring 
development  of  a Turbine  Engine  Loads  Simulator  (TELS)  centrifuge  facility  that  would 
impose  simulated  flight  loads  in  an  operating  engine,  and  provide  the  capability  to  obtain 
high  quality  radiographs  showing  internal  clearances  and  changes  in  clearances  in  the  engine 
under  load.  A part  of  this  program  addressed  the  requirements,  systems,  and  technical 
problems  associated  with  implementing  a radiographic  system  in  a TELS  facility.  The  areas 
of  investigation  consisted  of:  1 ) identification  of  the  radiographic  requirements  for 
obtaining  the  quality  of  radiographs  needed  for  the  measurement  of  internal  engine 
clearances  during  the  testing  of  gas  turbine  engines  on  the  proposed  TELS,  2)  identification 
of  radiographic  systems  that  offer  the  potential  of  meeting  the  TELS  requirements,  3)  iden- 
tification of  significant  technical  problems  that  require  resolution  before  a practical  radio- 
graphic  system  that  meets  AEDC’s  requirements  can  be  built,  and  4)  radiation  shielding 
to  ensure  personnel  safety. 
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SUMMARY 

A radiographic  system  is  an  attractive  approach  toward  understanding  the  effects  of  different 
loadings  on  internal  clearances  and  component  distortion  of  a gas  turbine  engine.  A major 
problem  is  obtaining  high  quality  radiographs  showing  these  clearances  and  changes  in 
clearances. 

Under  Air  Force  Contract  F40600-76-C-0008,  an  analytical  program  was  conducted  to 
investigate  radiographic  requirements  for  a Turbine  Engine  Loads  Simulator  (TELS) 
centrifuge  facility  which  will  have  the  capability  of  simulating  flight  loads  on  an  operating 
engine.  The  program  addressed:  1)  radiographic  requirements  for  obtaining  the  quality 
of  radiographs  needed  for  the  measurements  of  internal  engine  clearances  during  testing 
of  gas  turbine  engines  on  the  proposed  TELS,  2)  radiographic  systems  that  offer  the 
potential  of  meeting  the  TELS  requirements,  and  for  the  more  promising  systems,  identify 
the  preliminary  facility  requirements,  3)  significant  technical  problems  that  require  resolu- 
tion  before  a practical  radiographic  system  meeting  AEDC’s  requirements  could  be  built,  and 
4)  shielding  requirements  to  ensure  personnel  safety. 

Two  different  radiographic  concepts  were  evaluated  for  integration  into  the  TELS  facility. 
One  system  mounted  the  radiographic  equipment  on  the  centrifuge  arm,  while  the  other 
mounted  the  equipment  off  the  centrifuge  arm.  In  the  off-centrifuge  concept,  the  large  size 
and  weight  of  the  machines  presented  enormous  problems  for  positioning  flexibility  required 
by  the  hinge-gimbal  engine  positioner.  The  most  practical  off-centrifuge  mounted  scheme  ap- 
pears to  be  multiple  “off-the-shelf”  X-ray  sources  uniformly  distributed  around  the  circum- 
ference of  the  centrifuge.  In  this  case,  timing  and  centrifuge  motion  limit  the  usefulness  of 
such  a design. 

The  on-centrifuge  was  therefore  selected  as  the  most  viable  concept  to  meet  the  TELS 
requirements.  This  concept  locates  as  many  components  as  possible  near  the  center  of 
rotation  of  the  centrifuge  and  utilizes  a linear  accelerator  as  an  X-radiation  source.  To 
implement  this  type  of  apparatus,  several  concepts  were  studied  of  which  the  following 
appear  most  feasible: 

1)  The  R-F  power  is  generated  at  the  center  of  rotation  of  the  centrifuge  and 
transmitted  via  a system  of  rigid  and  flexible  waveguides  and  couplings  to  an 

■ accelerator  structure  mounted  at  the  gas  turbine  location. 

2)  The  most  attractive  concept  from  an  operational  viewpoint  is  to  have  the 
modulator  and  pulse  transformers  located  at  the  center  of  rotation  of 

the  centrifuge  and  the  accelerator  structure,  R-F  oscillator,  and  other  necessary 
components  at  the  gas  turbine  location.  The  high  voltage  pulses  to  the  electron 
gun,  control  grid,  and  R-F  power  supply  would  be  supplied  with  flexible 
conductors.  » 

. I 

Selection  of  the  X-ray  source  was  made  by  first  establishing  the  relationship  between  the 
various  radiographic  parameters  important  in  engine  radiography  and  the  X-ray  spectrum. 
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The  specific  items  addressed  were  engine  materials  and  material  thickness,  thickness  sensi- 
tivity, spatial  resolution  and  time  resolution.  These  relationships  were  utilized  to  describe 
the  required  spectrum  for  engine  radiographs.  The  relationship  between  X-ray  spectrum 
and  electron  energy  was  then  developed.  An  electron  energy  of  approximately  10  MeV 
appeared  to  be  suitably  rich  in  the  X-ray  spectral  components  required  for  engine  radio- 
graphy. 

Data  from  the  TELS  studies  were  used  to  calculate  the  flight  loads  that  would  be  imposed 
on  the  engine  operating  in  actual  flight  conditions.  Important  parameters  necessary  to 
calculate  engine  rotor  deflections  due  to  the  action  of  gyroscopic  moments  and  linear 
accelerations  were  identified.  The  most  important  of  these  were  the  rotor  polar  moments 
of  inertia,  the  rotor  speed,  and  the  components  of  the  centrifuge  angular  rate  and  centri- 
petal acceleration  perpendicular  to  the  rotor  centerline.  The  rotor  case  pinch  points 
and  the  clearances  of  interest  were  identified  once  the  horizontal  and  vertical  components  of 
the  rotor  displacement  were  determined. 

Preliminary  design  requirements  were  identified  to  accommodate  the  on-centrifuge  concept 
utilizing  R.F.  transport,  These  requirements  were  associated  with  the  accelerator  supports, 
detector,  film  processing,  data  analysis,  and  personnel  safety.  The  areas  that  require 
further  investigation  involve:  1 ) the  X-radiation  source,  which  consists  of  the  linear 
accelerator  and  its  associated  components,  2)  the  image  processing  system,  3)  interface 
devices  to  accommodate  the  required  interaction  between  the  engine,  detectors,  positioner, 
and  X-ray  source,  and  4)  alternative  techniques  to  measure  internal  clearances  in  the 
engine. 
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RECOMMENDATIONS  FOR  RESEARCH  AND  DEVELOPMENT 
TO  PROVIDE  AN  OPERATIONAL  SYSTEM 

1.  No  commercially  available  linear  accelerator  has  been  qualified  in  excess  of  1-g. 
Conversations  with  manufacturers  indicate  that  existing  R-F  oscillators  capable 
of  the  power  outputs  required  for  the  TELS  application,  as  well  as  the  electron 
gun,  will  definitely  not  accept  1 5-g  loads.  In  order  to  provide  a system  for 
utilization  above  1-g  normal,  a three  phase  approach  is  recommended. 

a)  Design  and  construct  the  1 5-g  compatible  electron  gun  and  accelerator  struc- 
ture, and  mount  the  available  R-F  power  supply  at  the  center  of  rotation. 

Utilize  waveguide  to  transport  power  to  the  accelerator  at  the  engine  location. 

b)  Concurrently  with  (a)  above  initiate  the  design,  fabrication,  and  certification 
of  an  R-F  power  source  to  take  1 5-g. 

c)  Eliminate  the  waveguide  transmission  and  generate  the  R-F  at  the  accelerator 
utilizing  the  R-F  source  developed  in  (b)  above. 

Utilizing  a flexible  waveguide  or  joint  to  maintain  a particular  orientation  of  the 
R-F  source  relative  to  the  centrifuge  may  simplify  the  certification  to  1 5-g. 

2.  In  order  to  make  the  required  measurements  from  the  thousands  of  images  gener- 
ated at  the  facility,  means  must  be  developed  for  digital  image  processing.  The  im- 
age processing  must  be  capable  of  image  enhancement  and  operation  in  near  real 
time  to  complement  the  real  time  imaging  system  as  well  as  image  processing  for 
post-test  extraction  of  clearance  measurements  from  film  radiographs  and  video 
images.  Some  general  purpose  image  enhancement  software  is  currently  available. 

The  algorithms  required  for  image  manipulation  for  the  extraction  of  clearance 
measurements  must  be  developed.  Preliminary  efforts  along  these  lines  have  been 
initiated  and  have  demonstrated  feasibility. 

3.  A film  transport  system,  video  fluoroscope,  and  solid  state  detectors  must  be  de- 
veloped for  the  TELS  due  to  the  remote  operation  requirement.  No  current  sys- 
tems that  provide  remote  capabilities  are  suitable  for  1 5-g  operation. 

4.  Appropriate  interface  devices  must  be  designed  and  constructed  to  accommodate  the 
required  interaction  between  the  engine,  detectors,  positioner,  and  X-ray  source. 
These  include: 

a)  Electronic  interface  to  allow  strobing  of  the  X-ray  pulses  with  the  engine 
rotation  to  provide  optimum  geometry  for  unshrouded  blade  tip  clearance 
measurements  and  isolation  of  particular  areas  of  shafts  and  rotors. 

b)  Electronic  interface  that  allows  initiation  of  radiographic  exposures  at  specific 
engine  RPM  or  times  after  initiation  of  transients. 
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c)  Electronic  interface  that  provide  automatic  advance  of  cameras  and  control 
of  the  X-ray  source  output. 

5.  Of  importance  during  engine  testing  on  TELS  is  the  measurement  of  temperatures, 
pressures,  etc.,  as  well  as  internal  clearances  by  alternate  techniques.  An  evaluation  of 
the  special  instrumentation  requirements  for  this  high-g  testing  should  be  performed. 
Items  that  would  have  to  be  qualified  to  1 5-g’s  could  include  slip  rings,  proximity 
probes,  optical  pyrometers  and  thermocouples,  pressure  transducers,  etc.  Develop- 
ment of  specific  instrumentation  to  meet  the  TELS  1 5-g  requirements  should 
follow  this  initial  study. 
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RADIOGRAPHIC  REQUIREMENTS 


GENERAL 

The  radiographic  measurements  of  turbine  engine  internal  clearances  can  be  accomplished 
by  the  utilization  of  various  types  of  electromagnetic  radiation.  As  radiation  passes  through 
matter,  it  is  modulated  by  both  thickness  and  absorption  coefficient  variation.  This  modu- 
lation is  detected,  recorded,  and  subsequently  used  to  make  a clearance  measurement. 

X-ray  and  neutron  sources  are  of  special  interest  in  this  respect  because  both  have  been  em- 
ployed for  radiography  in  the  past.  X-ray  sources  are  currently  employed  for  turbine  engine 
internal  clearance  measurements.  Neutron  sources  have  been  utilized  in  air  frame  inspection 
but  its  utilization  in  turbine  engine  internal  clearance  measurements  has  not  been  implemented 
to  the  best  of  our  knowledge.  However,  X-ray  sources  of  sufficient  photon  energy  can 
generate  a thermal  neutron  flux  that  might  be  usefully  employed  in  engine  radiography  as 
an  independent  radiation  source  or  in  conjunction  with  X-radiation. 

In  general,  neutron  radiography  offers  little  or  no  advantage  as  replacement  for  successful 
X-radiography.  In  particular,  neutron  radiography  would  offer  no  advantage  over  X-radio- 
graphy  as  applied  to  the  measurement  of  internal  turbine  clearances.  The  primary  reason 
for  this  is  the  relatively  long  exposures  required  for  the  neutron  flux  available  from 
reasonable  sized  sources.  Figure  1 shows  typical  exposure  curves  for  several  materials. 

For  a neutron  intensity  of  107  neutrons/cm2 -sec.,  the  exposure  time  for  a film  density  of  1.5 
through  7.62  cm  of  iron  is  about  8 hours.  A six  minute  exposure  is  required  for  2.54  cm  of 
iron.  These  long  exposures  are  not  compatible  with  the  TELS  radiographic  requirements. 
Those  devices  and  techniques  utilized  to  reduce  the  exposure  time  generally  result  in  poor 
resolution. 


Of  the  various  radio-isotope  sources  available,  Cobalt-60  with  its  1.17  and  1.33  MeV  gamma- 
photons  is  the  most  suitable  for  engine  radiography.  The  density  of  Cobalt  is  about  8.9 
gm/cm3 . Its  activity  is  roughly  1 20  curies/gm  and  the  number  of  roentgens  per  hour 
per  curies  at  one  meter  from  the  source  is  1 .35 . Several  calculations  of  the'  source  size 
required  to  provide  the  radiation  output  for  engine  radiography,  resulted  in  sources  abnormally 
large  when  compared  to  any  commercially  available.  For  a 10  mm  diameter  source  a length 
of  50.8  cm  would  be  required  to  produce  a radiograph  in  one  minute.  This  implies  a source 
of  approximately  44,000  curie  which  is  a tremendous  quantity  of  radioactive  material.  The 
calculation  did  not  account  for  self  absorption  of  the  Cobalt  source  or  the  higher  absorption 
coefficient  at  1 .33  MeV.  These  items  would  further  increase  the  required  source  size.  A factor 
of  6 increase  in  output  would  be  required  to  obtain  an  effective  source  diameter  of  1 mm. 

A reasonably  sized  source  of  about  3000  curie  would  require  exposure  times  of  30  minutes 
or  greater  for  typical  engine  radiography.  The  abnormal  size  and/or  the  relative  long  exposure 
times  make  application  of  radio-isotppe  sources  for  TELS  unacceptable. 
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Figure  1 Typical  Exposure  Curves  for  Tungsten  (W),  Cold  Rolled  Steel  (Fe),  Natural 
Uranium  (U),  and  Lead  (Pb).  Neutron  Intensity  10^  N I err? -sec,  and  Pyspro- 
sium  Transfer  Method  With  Kodak  Type  AA  X-ray  Film  ( Ref  1) 

The  only  suitable  source  of  radiation  for  the  TELS  application  is  a source  generated  by  the 
collision  of  high  energy  electrons  with  a suitable  target  material.  This  type  of  source  is 
addressed  in  the  following  sections  where  the  basic  criteria  is  established  by  which  to  choose 
a source  for  the  particular  task  of  engine  X-radiography. 

The  selection  of  X-radiation  source  for  engine  internal  clearance  measurements  depends  upon 
a wide  range  of  parameters.  Among  these  are: 

1 . Engine  material  thickness 

2.  Types  of  engine  material 

3.  Engine  operating  parameters  (time  resolution) 

4.  Size  of  the  clearances  to  be  measured  (spatial  resolution) 

5.  Engine  geometry. 

The  above  parameters  define  in  a general  way  the  source  requirements. 
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The  task  is  to  find  the  optimum  X-ray  source  required  to  produce  accurate  measurements 
of  internal  clearances  of  gas  turbine  engines.  The  engine  size,  material  thickness,  material 
type,  size  of  the  clearances  to  be  measured,  engine  operating  parameters,  radiation  detectors 
and  the  relative  distances  between  the  X-ray  source,  engine  and  detector  determine  the 
X-radiation  spectrum/intensity  distribution,  target  size,  X-radiation  pulse  length  and 
X-radiation  flux.  These  parameters  in  turn  specify  the  electron  beam  energy,  electron 
beam  current,  the  charge  delivered  to  the  target  and  the  target  characteristics.  The  flow 
chart  in  Figure  2 illustrates  the  approach  used  to  specify  the  X-ray  source  for  the  TELS 
application. 


RADIATION  FLUX 

RADIATION  SPECTRUM 

RADIATION  INTENSITY 
ANGLE  DISTRIBUTION 

TARGET  SIZE 

RADIATION  PULSE  LENGTH 


.TARGET  THICKNESS 

CHARGE  DELIVERED 
'TO  TARGET 


.ELECTRON  BEAM 
ENERGY 


.ELECTRON  BEAM 
CURRENT 


-TARGET  MATERIAL 


Figure  2 X-Ray  Source  Selection  Procedure 


MATERIAL  TYPES  AND  THICKNESS 

In  investigating  the  types  of  materials  that  might  be  encountered  during  radiographic  testing, 
future  structural  materials  should  be  considered  as  well  as  currently  used  materials.  Some 
of  the  materials  currently  employed  and  likely  to  be  employed  in  future  engine  structures 
and  which  may  be  involved  in  radiographic  measurements  arc  given  in  Table  I. 


18 


AEDCTR-77-55 


TABLE  I - X-RAY  ABSORPTION  COEFFICIENT,  cm'1 


Photon  Energy,  MeV 

4 

8 

12 

16 

20 

Material 

Aluminum 

0.048 

0.065 

0.060 

0.058 

0.057 

Magnesium 

0.065 

0.042 

0.038 

0.037 

0.036 

Alumina 

0.121 

0.091 

0.081 

0.077 

0.075 

Beryllium  Oxide 

0.088 

0.063 

0.053 

0.032 

0.033 

Boron  Carbide 

0.071 

0.049 

0.041 

0.036 

0.033 

Boron  Nitride 

0.066 

0.046 

0.039 

0.035 

0.033 

Magnesia 

0.100 

0.075 

0.067 

0.063 

0.061 

Silicon  Carbide 

0.100 

0.076 

0.069 

0.066 

0.065 

Thorium  Dioxide 

0.404 

0.471 

0.520 

0.562 

0.590 

Titanium  Diboride 

0.137 

0.112 

0.106 

0.105 

0.106 

Silicon 

0.075 

0.059 

0.055 

0.054 

0.054 

Graphite 

0.059 

0.043 

0.039 

0.031 

0.031 

Steel 

0.305 

0.281 

0.289 

0.301 

0.313 

Titanium 

0.143 

0.125 

0.124 

0.125 

0.129 

The  total  useful  flux  transmitted  through  an  object  is  paramount  when  radiographing  an  en- 
gine. By  considering  the  linear  absorption  coefficients  at  various  photon  energies,  the  energy 
at  which  minimum  attenuation  occurs  and  hence  maximum  transmitted  flux  can  be  determined. 
The  linear  absorption  coefficients  of  some  of  the  materials  currently  utilized  in  turbine  engines 
arc  given  in  the  data  of  Table  I. 

As  can  be  seen,  the  linear  absorption  coefficients  of  these  materials  vary  considerably.  Based 
strictly  on  absorption  coefficients  of  the  various  materials  likely  to  be  present  within  the 
same  engine  structure,  it  would  be  difficult  if  not  impossible  to  arrive  at  a single  source  of 
radiation  capable  of  imaging  all  parts  of  the  structure. 

For  all  the  data  shown,  the  absorption  coefficients  continue  to  decrease  past  5 McV.  For 
many,  they  begin  to  increase  slightly  after  reaching  10  MeV.  Due  to  this,  energies  higher 
than  10  MeV  would  offer  no  obvious  advantage  based  on  useful  flux  transmission.  Real 
gain  in  engine  radiography  would  be  obtained  by  increasing  the  electron  beam  current  (i.e., 
the  radiation  flux),  rather  than  increasing  the  electron  beam  energy.  There  is  a limitiation  due 
to  target  material  properties,  target  geometry.  X-ray  conversion  efficiency  and  power  supply 
on  the  amount  of  flux  deliverable  at  a particular  electron  energy.  The  specific  energy  chosen 
will  depend  upon  these  parameters  and  the  total  flux  requirement. 

X-ray  absorption  coefficients  were  calculated  for  the  compounds  shown  in  Table  I by  utilizing 
the  equation- 
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Where  the  formula  for  the  compound  is  Aa  B^,  and 

Z = atomic  number 

M = molecular  weight  of  the  compound 

H (7)  = X-ray  absorption  coefficient 

p = Density  of  material 

If  the  absorption  coefficients  are  too  low,  there  is  insufficient  modulation  of  the  transmitted 
radiation  and  detection  is  difficult.  Materials  such  as  fiberglass/epoxy  and  silicon  rubber 
with  low  absorption  coefficient  are  commonly  employed  in  the  low  temperature  sections 
of  the  engines  as  seal  lands.  Their  shape  within  the  engine  is  generally  cylindrical  and 
concentric  with  the  engine  shaft.  Since  radiographic  measurements  are  generally  obtained 
by  aligning  the  X-ray  source  normal  to  the  shaft  of  the  engine  and  radially  at  the  inside 
of  a seal  land,  the  seal  land  presents  a rather  long  path  length  along  the  X-ray  beam. 


A simple  relationship  can  be  derived  to  illustrate  the  dependence  of  path  length,  t,  through 
a cylindrical  section  of  engine  as  a function  of  the  radius  assuming  a relatively  large  target- 
to-object  distance  or  a relatively  thin  wall  thickness.  This  relationship  is: 


2 (R,2  - r2)  1/2  , Rj  < r<R, 

2 [ (Rt2  - r2  )A  - (Rj2  -r2  )A  ] , r < R2 

Where  R,  = Outside  Radius  of  Cylindrical  shell 
R2  = Inside  Radius  of  Cylindrical  shell 
r = Radius  at  which  t is  determined. 


X-RAY 

BEAM 


Figure  3 shows  a thickness  profile  calculated  for  a typical  engine  geometry  case.  In  this  instance, 
the  large  thickness  compensates  for  materials  with  relatively  low  attenuation  coefficient. 

For  engines  used  for  aircraft  propulsion  that  might  be  tested  on  TELS,  the  radius  of  the 
engine  dictates  that  the  choice  of  X-ray  energy  be  high  for  some  of  the  materials  used  and 
insures  that  no  significant  problems  arise  due  to  the  variability  of  material  attenuation 
coefficients. 

Problems  of  imaging  the  low  attenuation  materials  within  an  engine  occur  primarily  when 
clearance  measurements  are  required  between  blade  tips  and  air  seals  of  unshrouded  blades. 
These  free  standing  unshrouded  blades  represent  the  majority  of  the  blades  in  a gas  turbine 
engine  and  in  some  cases  present  a metal  thickness  in  the  direction  of  the  X-ray  beam  that 
is  below  the  minimum  detectable  thickness  for  the  specific  radiographic  technique  available. 
The  parameter  that  specifies  the  detectability  of  these  blade  tips  is  termed  “thickness  sensiti- 
vity” and  is  a function  of  the  material  thickness,  absorption  coefficient,  X-ray  spectrum,  and 
the  detector  employed. 

The  dependence  of  the  thickness  sensitivity  on  the  X-ray  spectrum  is  formalized  in  the 
following  discussion. 
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Figure  3 Path  Length  and  Radiation  Intensity  Through  a Cylindrical  Section  of  an 
Engine 


THICKNESS  SENSITIVITY 

The  general  expression  for  the  absorption  of  radiation  as  it  passes  through  matter  is 
developed  by  considering  the  fraction  of  the  radiation  absorbed  in  passing  through  a thin 
layer  of  matter. 


I0 -I 

•IX 

I0  = incident  radiation 

I = transmitted  radiation 

M = absorption  coefficient 

The  change  in  the  amount  of  radiation.  IQ-I.  is  expressed  as: 

I0  - I = AI  = n I0  Ax 
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For  monochromatic  radiation  and  an  absorber  of  finite  thickness,  x,  the  above  equation  can 
be  integrated  to  give: 

17  = I7oEXP[-*i(7)  x]  (1) 

Where  m (7)  = linear  absorption  coefficient  at  frequency  7 

I7  = the  transmitted  intensity  at  frequency  7 

I-,  = the  incident  intensity  at  frequency  7 

TO 

Equation  ( I ) is  the  exponential  absorption  law.  The  monochromatic  transmittance  is  defined  as 


T 


7 


= EXP  (-  ju  (7  ) x] 


If  the  incident  radiation  is  not  monochromatic,  then  we  can  define  the  incident  intensity, 
I0,  as: 


Iq 


<t>  (7)  ^7 


Where  0 (7)  is  the  spectral  distribution  of  intensity. 


The  transmitted  intensity  can  be  expressed  as: 


I 


0 (7)  EXP  l-#i  (7)  x]  d7 


The  transmittance  is  then  given  by: 


0 (7)  EXP  l-m(7)xl  d7 


0 (7)  d7 


(2) 


The  average  absorption  coeffieient,  p for  the  case  of  a spectral  distribution  of  radiation  can 
be  obtained  from  Equation  2 by  differentiation  with  respect  to  x. 


M 
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For  the  continuous  spectrum  case,  the  fractional  uncertainty  in  measuring  a change  in  x 
can  be  derived  as  follows: 

Statistical  uncertainty  resulting  from  random  fluctuation  of  the  incident  quanta  are  the 
limiting  factor  to  the  detection  of  small  thickness  provided  that  detector  errors  are  smaller 
than  the  statistical  variations  of  intensity,  and  if  only  small  numbers  of  quanta  are  available 
for  detection. 

The  probability  of  a given  number  of  quanta  being  emitted  by  an  X-ray  target  in  a finite 
interval  of  time  is  governed  by  Poisson’s  law.  The  absolute  value  of  the  standard  deviation 
in  the  numbers  of  quanta,  N,  emitted  and  incident  on  an  object  is: 

dN  = y/~W 

It  can  be  seen  that  the  absolute  fluctuation  increases  with  N.  The  relative  fluctuation 
is  given  by: 


dN 1_ 

N ” y/W 


and  shows  that  the  relative  fluctuation  decreases  with  N. 

The  exponential  absorption  law  gives  the  following  for  monochromatic  radiation: 
N = Nq  EXP  [-n  <7)  xj 

N0  = incident  quanta 

Differentiating  with  respect  to  x we  obtain: 


dN 

dx 


-fj(y)  NQ  EXP  [-ju  (7)  x] 


or 


but 


dx  = 


-dN  dN 


No^(7)  >V  <7> 


EXP  [ju  (7)  x] 


dN  = >/N  = \/  N0  EXP  [-jj  (7)  x/2] 


and 


d‘  ' EXP1“W  11/21 
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Since 

T-y  = EXP  t-M  (T  ) xl 

Then 


dx 

x 


y/  N0 


(3) 


For  a spectral  distribution  of  intensity  we  substitute  (2  for  p (7)  in  Equation  (3)  and  the  appro- 
priate form  of  the  transmission  to  obtain: 


- - ^7=  <4) 

x (ix  v T 

If  we  differentiate  Equation  (4)  with  respect  to  j ux  (number  of  mean  free  paths)  we  obtain: 


We  find  that  the  minimum  fractional  uncertainty  in  measuring  a change  in  x occurs  for  a 
monoenergetic  spectrum  at  a thickness  of  two  mean  free  paths. 


For  the  continuous  spectrum  case  indications  are  that  this  is  still  roughly  true  for  5,  20, 
and  100  MeV  tungsten  Bremsstrahlung  (Ref.  1).  This  means  that  the  best  thickness 
sensitivity  for  a given  spectrum  occurs  at  a metal  thickness  of  2 mean  free  paths  for 
that  spectrum,  provided  that  the  statistical  uncertainties  resulting  from  the  random  fluctua- 
tions of  the  incident  quanta  are  the  limiting  factor  of  the  detection  process. 


Two  mean  free  paths  were  calculated  for  steel,  iron,  titanium,  silicon,  graphite,  magnesium 
and  aluminum  for  various  photon  energies.  The  results  are  illustrated  in  Figure  4.  We  see  that 
for  three  of  the  important  materials  in  current  turbine  engines,  titanium  and  nickel  and 
iron,  the  minimum  fractional  uncertainty  for  measuring  ? change  in  x is  obtained  at  the 
greatest  material  thickness  in  the  8 to  10  MeV  range.  The  other  materials,  in  the  energy 
range  shown,  continue  to  improve  with  energy.  However,  all  material  appears  to  show  this 
optimization  of  fractional  uncertainty  with  thickness  at  a specific  energy. 

This  minimum  occurs  at  lower  energies  and  material  thickness  as  the  atomic  number 
increases.  The  energy  at  which  the  mean  free  path  is  maximized  is  that  energy  at  which  the 
fractional  uncertainty  (thickness  sensitivity)  is  optimized  with  thickness  of  material. 

If  large  number  of  quanta  are  available  and  if  the  detector  errors  are  larger  than  the  statisti- 
cal variation  of  intensity,  then  thickness  sensitivity  depends  upon  the  detector  capabilities. 

We  can  develop  an  expression  for  the  thickness  sensitivity  when  utilizing  film  as  a detector. 

Let  Ip  be  defined  as  that  portion  of  the  X-radiation  reaching  the  film  that  provides  informa- 
tion about  the  object  and  1$  be  defined  as  scatter  X-radiation  intersecting  the  film.  1$ 
primarily  lowers  contrast  of  the  resulting  image. 
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Let  the  smallest  observable  thickness  be  Ax  in  thickness  x.  Assume  that  Ax  is  small  so  that 
the  ratio  lc/In  is  approximately  the  same  for  x and  (x  + Ax).  The  film  density  changes 
from  D to  D-AD  due  to  a thickness  change  of  Ax.  Over  small  density  changes,  the  shape  of  the 
film  sensiometric  curve  can  be  assumed  constant.  The  film  density,  D,  can  be  expressed  by. 


D = Gq  log  E'  + hc 

Where  Gq  = slope  of  film  sensiometric  curve 

E'  = exposure 

hQ  = constant 

Differentiating  Equation  (5)  we  get: 

Gn  AE 
AD  = — 

In  10  E' 


(5) 


(6) 


We  can  write  E = 1 t,  AE  = A 1 t where  I is  the  radiation  intensity  and  t is  the  exposure  time. 
Substituting  into  Equation  (6)  we  get: 


Gq  A I 

AD  = 

In  10  I 

or 

Al  _ In  10  AD 
1 Gd 


(7) 


Now  AI  equals  -jl  I A x.  Substituting  into  Equation  (7)  we  obtain: 


Ax 


-2.3  AD 
V gd 


(8) 


Assuming  scatter  radiation.  Is,  is  distributed  uniformly  on  the  film,  and  the  image  carrying 
radiation  is  lD,  we  have  the  total  radiation  on  the  film,  I,  equal  to  I§  + 1D-  Substituting  into 
Equation  (8)  we  obtain: 


Ax  _ -2.3  A D / ]s_\ 

x p G[)  x \ 1 d/ 


(9) 


If  Ax  is  the  minimum  thickness  change  which  can  be  detected,  then  AD  would  be  the 
“minimum  density  difference”  disccrnablc  (Reference  2). 
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We  can  identify  various  parts  of  Equation  (9)  as: 


= Radiation  component 


1 

gD 


= Film  Component 


AD 


Optical  or  viewing  component 

*S 


For  a given  thickness  specimen,  p and  1 + — change  as  the  X-ray  energy  is  changed.  The 

>D  _ IS 

change  in  thickness  sensitivity  depends  upon  the  relative  change  of  ju  and  1 + — and  can 

!D 

cause  an  increase  or  decrease  in  thickness  sensitivity. 


Solving  F.quation  (9)  for  AD. 


AD 


-/iGpA  x / Ip  \ 

2.3  U + id/ 


If  I§  = 0,  A D is  dependent  only  on  thickness  A x and  not  on  total  thickness  x + Ax. 
However.  1$  =£  0,  and  the  ratio  Ip/(l<;  + Ip)  *s  a function  of  x + Ax  and  decreases  as  x 
increases  causing  a reduction  in  A D for  a specific  value  of  Ax. 


Wc  see  that  for  a fixed  energy,  thickness,  and  Ax,  AD  increases  as  Gp  increases.  This  implies 
that  the  larger  Gp  the  larger  AD.  It  alternately  implies  that  the  thickness  sensitivity  for  a 
given  AD  can  be  improved  if  Gp  is  increased. 


Values  of  (1  + Is/* D^  versus  steel  thickness  are  given  in  Reference  2 and  presented  in 
Figure  5.  These  values  were  replotted  as  in  Figure  6 to  give  ( I + Ig/Ip)  as  a function  of 
energy.  This  information  was  utilized  to  generate  an  equation  for  ( 1 + Is/* D^  f°r  stec'  as 
a function  of  electron  energy  and  thickness.  For  electron  beam  energies  of  4 McV  to  1 5MeV, 
(1  + 15/Ip)  is  given  approximately  by: 

is 

(1+  — ) = 1.4 + (1.06- 0.0595  E)  x (10) 

JD 

Where  E = electron  energy  in  McV,  (to  15  MeV) 

x = metal  thickness  in  inches 


Substituting  F.quation  (10)  into  Equation  (9)  we  have 
Ax  -2.23D 

= | 1 4 + (1.06  -0  0595  F)x|  (II) 

x /iGpx 
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Figure  6 


(1  + — ) »x  Energy  for  Steel 
lD 


Using  film  as  a detector  we  see  from  Equation  (11)  that  for  steel  and  electron  energies  to 
1 5 MeV  that  at  a specific  energy,  the  thickness  sensitivity  gets  better  as  x gets  larger.  This 
is  contrary  to  the  results  of  Equation  (3). 

If  we  calculate  Ax  for  7.62  cm  thick  steel  (x  = 7.62  cm)  for  various  values  of  E we  find  that 
the  minimum  discemable  thickness.  Ax,  increases  to  about  5 MeV  and  then  shows  a steady- 
decrease  to  high  energies  as  shown  in  Figure  7. 


It  would  be  suspected  that  Equation  (11)  could  be  extended  to  other  materials  by  substituting 
an  equivalent  thickness  of  the  material  for  the  steel  thickness  in  the  equation.  If  xg  and 
MS  are  the  steel  thickness  and  absorption  coefficient  respectively  and  xa  and  na  are  the 
alternate  material  thickness  and  absorption  coefficient,  we  can  write  the  thickness  of  the 
alternate  material  that  is  equivalent  to  the  steel  thickness  as: 

MS 

xa  = — XS  (12) 

£a 
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Substituting  into  Equation  (11)  we  obtain: 

— = ~_23  AD-  [ 1.4  + (1.06 -0.0595  E)  x]  <13 

x mGqx  MS 

Where  now  we  have 

x = material  thickness 

jj  = absorption  coefficient  of  material 

jus  = absorption  coefficient  of  steel 

Using  this  equation  we  calculated  values  of  Ax  for  several  materials  and  these  are  shown  in 
Figure  7. 


ELECTRON  ENERGY,  MeV 


figure  7 


Minimum  Detectable  Thickness  Through  7.62  cm  of  Specific 
Materials  r.s.  Photon  Energy 
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This  figure  illustrates  the  minimum  discernable  thickness  variations  through  7.62  cm  of  the 
specific  material  at  various  energies.  For  example,  through  7.62  cm  of  steel  at  8 MeV  only 
a 0.635  mm  change  in  thickness  (blade  tip  thickness)  could  be  detected.  Likewise,  through 
7.62  cm  of  magnesium  at  8 MeV  a change  in  thickness  of  1 .372  mm  could  just  be  detected. 
Figure  7 indicates  that  for  a thickness  of  7.62  cm  the  minimum  discernable  thickness  is 
maximized  at  about  4 to  6 MeV  for  steel  and  titanium  and  decreases  at  higher  and  lower 
energies.  Lower  energies  imply  lower  production  efficiencies  for  X-ray,  less  penetration  and, 
therefore,  extremely  long  exposure.  Therefore  we  would  choose  energies  higher  than  6 MeV 
for  engine  radiography  involving  these  materials. 

Usually  we  would  have  a case  of  steel,  magnesium  or  titanium  with  a material  of  another  type 
for  a blade.  If  we  use  the  above  example  for  7.62  cm  steel  at  8 MeV  and  assume  a case  fitting 
these  parameters  and  postulate  a titanium  blade,  we  can  determine  the  thickness  of  the  titanium 
blade  tip  that  is  detectable  by  first  calculating  the  minimum  steel  thickness  and  converting  to 
titanium  by  Equation  ( 1 2).  In  steel,  Ax  (x«j  in  this  case)  was  0.635  mm.  The  thickness  of 
titanium  xa  is: 


•0.596 

xa  = (0.635)  = 1.190  mm 

0.318 

or  1 .874  times  the  thickness  of  steel  would  be  required  for  a titanium  blade  tip  to  be  just 
detectable  through  a 7.62  cm  steel  case. 

The  problem  of  detection  of  unshrouded  blade  tips  is  further  complicated  by  the  fact  that 
the  blade  tips  are  moving  relative  to  the  X-ray  beam  ard  appear  to  be  oscillating  radially. 

The  amount  of  oscillation  in  terms  of  a peak-to-peak  measurement  is  dependent  upon  the 
radius  of  the  rotor  and  the  number  of  blades  on  the  rotor.  The  magnitude  of  this  apparent 
radial  motion  can  be  on  the  order  of  2.54  mm  for  the  large  fan  of  a high  by-pass  ratio  engine, 
and  in  the  turbine  area  it  can  be  on  the  order  of  0.254  mm.  This  apparent  motion  causes  the 
blade  tip  to  present  a time  average  apparent  thickness  to  the  x-radiation,  and  a reduction  in 
sensitivity  of  the  radiographic  technique.  The  effect  can  be  characterized  by  calculating  the 
apparent  blade  tip  thickness  presented  to  the  X-ray  beam  during  the  detection  time. 


The  problem  of  insufficient  blade  tip  thickness  can  be  overcome  by  tabbing  blade  tips  with 
materials  such  as  tungsten  that  have  high  absorption  coefficients  and  by  using  strobo- 
radiographic  techniques  in  a continuous  or  single  flash  mode.  These  two  techniques  should 
generally  be  used  simultaneously. 

From  the  foregoing  it  is  evident  that  thickness  sensitivity  is  an  important  parameter  in  the 
measurement  of  blade  tip  to  outer  air  seal  clearance.  The  measurement  of  unshrouded  blade 
tip  to  outer  air  seal  clearances  dictate  the  strictest  radiographic  thickness  sensitivity 
requirements.  While  thickness  sensitivity  is  better  at  low  energy,  the  requirement  for  pene- 
tration of  thick  sections  encountered  in  engine  radiography  dictates  higher  energies.  The 
data  presented  in  Figure  7 indicates  that  energies  above  6 MeV  should  be  considered  for 
penetration  of  materials  currently  utilized  for  engine  cases.  X-ray  target  diameter.  X-ray 
flux  and  detection  time  requirements  will  further  determine  the  X-ray  spectrum. 
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TIME  RESOLUTION  OF  THE  RADIOGRAPHIC  SYSTEM 

The  time  resolution  required  for  radiographic  measurements  is  somewhat  difficult  to  define 
unless  specific  restrictions  are  applied  to  the  type  of  measurements.  For  example,  “flutter” 
of  rotor  blades  in  a compressor  is  a high  frequency  phenomena.  If  time  resolved  radiographic 
measurements  of  events  of  this  type  was  required,  severe  requirements  on  a radiographic 
system  would  be  imposed.  Measurements  of  this  type  can  likely  be  obtained  by  indirect 
radiographic  techniques  or  by  other  instrumentation. 

Two  types  of  radiographic  measurements  of  internal  engine  clearances  are  generally  required. 
These  are  steady  state  and  transients.  Steady  state  measurements  refer  to  internal  clearances 
measured  when  the  turbine  engine  is  operated  at  steady-state  and  is  in  thermal  and  mechanical 
equilibrium.  The  time  resolution  of  the  measurement  under  these  conditions  is  not  generally 
important  except  in  the  sense  that  longer  measurement  periods  imply  longer  engine  test  times. 

In  order  to  define  the  type  of  transients  that  might  be  simulated  on  TELS,  discussions  were 
held  with  three  pilots  at  Pratt  & Whitney  Aircraft  on  the  extent  of  transient  throttle  excur- 
sions during  a given  flight  maneuver.  One  pilot  was  of  the  opinion  that  high  altitude  dogfight 
maneuvers  were  done  at  one  power  setting  using  the  aerodynamics  of  the  plane  (ailerons, 
elevators,  etc.)  for  control  during  the  maneuver.  The  only  time  the  throttle  was  changed  was 
to  select  afterburner  in  order  to  maintain  a given  airspeed  during  the  maneuver.  The  greatest 
power  lever  excursion  would  be  from  cruise  power  to  max  rotor  speed  at  initiation  of  the 
maneuver. 

Another  type  of  maneuver  discussed  was  a fighter-tom ber  ordnance  delivery  mission  with  a 
pull-up  at  the  end  to  avoid  enemy  rockets  and  blast  waves.  During  the  glide  path  into  the 
target  the  power  lever  would  be  retarded  as  far  back  as  idle.  Once  the  ordnance  (bombs  or 
rocket)  was  released  the  throttle  would  most  likely  be  jammed  into  afterburner  as  the  high 
g-maneuver  begins. 

The  transients  to  be  dealt  with  are  of  two  kinds:  mechanical  and  thermal.  The  mechanical 
transients  are  those  high  frequency  changes  in  clearances  due  to  the  rapid  acceleration  of  a 
turbine  engine.  These  transients  can  be  adequately  described  with  measurements  made  at  rates 
of  one  to  two  per  second.  Mechanical  transients  are  usually  over  when  the  engine  acceleration 
ends.  The  thermal  transients  are  low  frequency  changes  that  lag  the  mechanical  transients  and 
result  from  the  change  in  heat  load  to  the  engine  structural  members.  Measurements  at  the 
rate  of  one  measurement  every  five  seconds  adequately  map  the  history  of  the  clearance  change 

•The  time  resolutions  required  for  the  TELS  radiographic  system  are  as  described  above  if  the 
radiographic  system  is  mounted  on  the  centrifuge  arm  as  illustrated  in  the  various  TELS 
studies. 
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However,  an  alternative  approach  was  investigated  that  utilized  an  off-centrifuge  system 
whose  output  was  synchronized  with  the  rotation  of  the  centrifuge.  In  this  approach,  the 
time  resolution  depended  upon  the  angular  rate  of  the  centrifuge.  At  the  maximum  rate 
of  33.4  rpm,  a maximum  of  one  measurement  every  1 .8  seconds  was  obtained  with  a 
single  source  of  radiation.  If  two  sources  were  utilized,  the  time  resolution  would  be  one 
measurement  every  0.9  seconds  assuming  the  sources  are  180  apart,  and  that  each  source 
can  produce  a measurement  in  a single  pulse.  If  the  radiation  is  such  that  a single  pulse  is 
not  sufficient  to  make  a measurement,  the  dynamic  transients  could  not  be  obtained  by  an 
off-arm  system.  For  a single  source  with  single  pulse  measurement  capabilities,  the  ability 
to  make  dynamic  transient  measurements  would  be  marginal. 

Time  resolution  is  a secondary  source  parameter  in  the  sense  that  a variety  of  combinations 
of  source  and  detectors  could  produce  the  required  time  resolution.  The  question  that  must 
be  answered  is  whether  a particular  choice  of  source  and  detection  system  will  give  the 
desired  spatial  resolution  within  the  time  restrictions  posed  by  the  engine  or  radiographic 
system  concept,  whichever  is  most  severe. 


SPATIAL  RESOLUTION  REQUIREMENTS 

Since  a radiographic  system  would  be  required  to  perform  a variety  of  clearance  measure- 
ments within  the  engine  and  the  accuracy  requirements  vary  depending  on  the  particular 
measurement  and  how  it  effects  the  engine’s  performance,  durability,  etc.,  the  radiographic 
system’s  spatial  resolution  should  be  maximized  for  each  measurement  made.  In  the  past, 
spatial  resolutions  giving  measurements  to  0. 1 29  mm  ± 0.0 1 27  mm  on  particular  clearances 
have  been  reported.  However,  a clearance  measurement  with  precision  of  ±0.127  mm  are 
more  common,  especially  when  measuring  from  film  by  visual  techniques.  Gearance 
measurement  from  20  cm  to  0 cm  with  accuracy  requirements  of  ±0.025  mm  are  routinely 
requested  of  an  internal  clearance  measurement  system.  Many  systems  including  radiographic 
systems,  can  meet  these  requirements  under  specialized  lab  type  conditions,  but  few.  if  any, 
can  guarantee  this  under  routine  engine  test  conditions.  The  spatial  resolution  capabilities 
of  a radiographic  system  must  be  weighed  against  other  system  parameters  when  selecting  a 
system  for  engine  radiography.  When  a trade  can  be  made  in  favor  of  system  spatial  resolu- 
tion, it  should  be  done.  In  some  instances,'  e.g.,  mechanical  transients,  the  short  exposure  times 
required  might  only  be  obtained  for  a given  source  by  sacrificing  spatial  resolution. 

Generally,  the  spatial  resolution  of  a system  is  established  by  evaluating  it  in  terms  of  its 
spatial  frequency  response.  The  frequency  response  function  is  called  the  “modulation 
transfer  function”  or  MTF.  The  MTF  is  the  ratio  of  the  Fourier  transform  of  the  output  and 
the  Fourier  transform  of  the  input.  As  such,  it  provides  a convenient  description  in 
frequency  space  of  how  a system  alters  the  input.  These  Fourier  transforms  and  thus  the  MTF 
exists  if  the  input  and  output  are  smooth  and  absolutely  integrable  as  is  the  case  in  X-radio- 
graphy.  The  spatial  frequency  response  of  every  component  of  a system  can  be  evaluated 
individually  and  the  total  system  modulation  transfer  function  obtained  by  multiplying  the 
individual  MTF’s  together  or  the  total  system  MTF  can  be  evaluated  as  a single  entity. 
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An  evaluation  of  this  type  does  not  directly  establish  the  spatial  resolution  of  a system  under 
an  arbitrary  operational  condition,  but  establishes  the  optimum  that  could  be  obtained 
under  specific  ideal  conditions.  The  approach  is  useful  in  the  sense  that  if  adequate  spatial 
resolution  is  not  obtained  under  the  idealized  conditions,  it  could  not  be  obtained  under 
adverse  conditions. 

A linear  system  operating  on  an  input  function  gj  (x,  y)  produces  an  output  function  g2 
(x,y).  If  the  system  is  spatially  invariant,  the  output  can  be  written  in  terms  of  the  inputs  as: 


g2  (x2.  y2) 


($  , v)  h (x2  y2-T})d£  dr? 


(14) 


The  integral  is  a two  dimensional  convolution  of  the  object  function  with  the  impulse 
function: 


h (x2  y2  -i? ) (15) 

In  general  we  can  consider  clearances  as  one-dimensional  measurements  and  deal  with  a one 
dimensional  form  of  Equation  (14). 


The  above  can  be  written  in  one  dimension  as: 


£2  (x2) 


g,  (i)h(x2-?)df 


(16) 


h ( Xj  -J)  is  defined  as  the  system  impulse  function  or  line  spread  function.  A Fourier 
transform  of  the  line  spread  function  produces  the  MTF.  The  MTF  of  a system  composed 
of  several  components  consists  of  the  product  of  the  component  MTF’s. 


MTFsys  - (MTFcomp  ( ) (MTFcomp  2) 


(17)  ■ 


The  major  components  of  the  radiographic  system  that  cause  distortion  of  the  input 
functions  arc  the  source  (size  and  energy  distribution)  and  the  detector.  These  items  can 
be  evaluated  relative  to  their  effects  on  resolution  and  therefore  the  choice  of  a radio- 
graphic  system.  Experience  to  date  indicates  that  the  highest  spatial  resolution  is  obtained 
by  film  detection  techniques.  Film  will  be  utilized  as  the  detector  in  evaluating  system  param- 
eters. 


Experimental  values  of  film  unsharpness  is  generally  measured  as  illustrated  in  Figure  8.  The 
distance  Uf  in  the  figure  is  defined  as  the  unsharpness.  Experimental  values  of  film  unsharpness 
measured  in  this  manner  (Ref.  2)  were  utilized  to  calculate  MTF’s  for  a fine  grain  film  with 
lead  intensifying  screens  for  energies  to  30  MeV.  In  order  to  calculate  the  MTF,  a Guassian 
distribution  was  assumed  for  the  line  spread  function.  This  was  Fourier  transformed  and 
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made  to  fit  an  experimentally  determined  film  MTF  for  8 MeV  with  the  film  unsharpness 
as  a variable.  The  equation  was  of  the  form : 

MTF  = EXP  (-k  it2  f2  U2f  ) (18) 

f = spatial  frequency,  mm'* 

Uf  = Film  unsharpness,  mm 

k = 0.313 


CONSTRUCTED  SLOPE 


DISTANCE 


Figure  H Measurement  of  Unsharpness 

Calculations  using  this  equation  produced  the  data  in  Figure  9.  As  can  be  seen  from  this 
data,  the  higher  the  energy  of  the  electron  beam,  the  poorer  the  frequency  response  of  the 
film.  The  poorer  the  frequency  response  of  the  film,  the  less  faithful  the  reproduction  of 
fine  detail.  Under  ideal  viewing  conditions  a density  variation  of  0.006  to  0.014  can  be 
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detected  by  the  human  eye,  this  translates  to  an  MTF  value  of  0. 1 to  0.2.  Using  0. 1 as  the 
value  of  MTF  below  which  a detail  could  not  be  seen,  the  curve  established  in  Figure  10  was 
generated.  The  minimum  clearance  presented  is  the  distance  corresponding  to  one-half  cycle 
of  the  spatial  frequency.  Since  the  image  of  the  engine  is  magnified,  the  minimum  clearance 
in  object  space  would  be  less  than  the  minimum  clearance  calculated.  Assuming  a magnifica- 
tion of  1.5,  new  values  of  minimum  clearance  were  calculated  and  are  also  presented  in 
Figure  10  for  comparison.  Pratt  & Whitney’s  experience  at  8 MeV  suggests  that  these  values 
are  reasonable  for  engine  geometries  although  in  specific  instances  where  very  narrow  gaps 
with  long  paths  in  the  direction  of  the  X-rays  existed,  high  contrast  images  were  obtained  at 
0.127mm. 


Figure  9 Modulation  Transfer  Function  For  Fine  Grain  Radiographic  Film  With  Lead 
Intensifying  Screens 


An  expression  for  the  MTF  of  a circular  source  with  uniform  emission  across  its  surface  can 
be  obtained  as  follows.  Consider  a circular  source  illuminating  a sharp  edge,  and  a detector 
scanning  past  the  edge  (Figure  11).  For  this  example  source,  the  intensity  at  the  detector 
as  it  is  scanned  passed  the  edge  is  proportional  to  the  area  of  the  source  seen  by  the  detector. 
Integration  of  the  function  G = (a2  - x2)^  and  substitution  of  appropriate  limits  establishes 
an  expression  describing  the  intensity  profile  measured  by  the  detector.  Differentiation  of 
this  intensity  profile  produces  the  line  spread  function  which  is  the  original  function. 

G = (a2  - x2  )* 12 
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Figure  10  Minimum  Visually  Observable  Clearance  Based  On  Film  MTF 
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Figure  1 1 Diagram  For  Calculation  of  Uniform  Emitting  Circular  Source  MTF 
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The  MTF  is  obtained  by  Fourier  transformation  of  this  function.  This  gives  the 
expression: 


MTF 


J,  (2  a it  a f) 
a v a f 


(19) 


Where  a = radius  of  the  source 

f = spatial  frequency 

a = Object  to  film  distance 
Source  to  object  distance 

for  the  modulation  transfer  function  for  a circular  source  of  uniform  emission.  This  equation 
was  utilized  to  generate  MTF’s  for  several  conditions  of  a and  for  spatial  frequencies  in  the 
range  of  interest  and  are  shown  in  Figures  1 2 and  13.  From  the  curves,  the  effect  of  varying 
magnification  and  source  size  on  the  spatial  resolution  of  the  system  can  be  seen.  In  the 
limiting  case  where  a = 0,  the  MTF  is  strictly  due  to  the  detector. 


Figure  1 2 


Modulation  Transfer  Function  For  Uniformly  Emitting  Circular  Source 
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Figure  IS  Modulation  Transfer  Function  For  Uniformly  Emitting  Circular  Source 


The  MTF  fora  = 0.3,  a = 0.508  mm  is  multiplied  by  the  calculated  MTF  for  fine  grain  film 
for  energies  up  to  30  MeV  and  is  presented  in  Figure  14.  The  trends  shown  n these  figures 
indicates  that  the  minimum  discernible  clearance  would  increase  with  increasing  energy. 
Utilizing  0.1  MTF.  a magnification  of  1.3,  and  following  the  methods  used  in  the  evaluation 
of  the  minimum  discernible  clearances  for  the  film,  we  obtain  the  minimum  discernible  clear- 
ance as  a function  of  electron  energy  shown  in  Figure  15  for  the  system.  The  results  of  the 
preceding  is  that  the  ability  to  see  a specific  clearance  improves  with  decreasing  energy.  In 
choosing  a radiographic  system,  this  must  be  weighed  against  parameters  such  as  exposure 
time  requirements  and  metal  thickness  sensitivity.  However,  the  direction  indicated  by  spa- 
tial resolution  considerations  is  toward  the  lowest  energy  consistant  with  the  other  system 
requirements. 
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\gure  14  Modulation  Transfer  Function  for  Uniformily  Emitting  Circular  Source  and 
Radiographic  Film 


Figure  15  Minimum  Visually  Observable  Clearance  Based  On  Film/Source  MTF 
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DETECTOR  INFLUENCE  ON  CHOICE  OF  SOURCE 

The  detectors  that  can  be  used  for  engine  radiography  cover  the  same  range  as  detectors 
that  are  used  to  measure  visible  light.  Detectors  can  give  two  dimensional  information  about 
the  radiation  intensity  passing  through  the  turbine  engine  or  they  can  be  one  dimensional 
detectors  used  in  a scanning  mode  to  provide  two  dimensional  information.  The  outputs  of 
the  available  detectors  can  be  linear  or  non-linear.  The  speed  of  response  of  the  detectors 
varies  greatly.  In  general,  the  higher  the  detection  speed  the  lower  the  spatial  resolution 
capabilities. 

The  most  common  type  of  detector  currently  used  in  engine  radiography  is  radiographic 
film.  Radiographic  film  is  a high  dynamic  range,  non-linear  detector.  However,  to  an  optical 
density  of  about  two,  it  is  approximately  linear  for  high  energy  X-rays  and  gives  a density 
value  roughly  proportional  to  the  X-ray  intensity  incident  upon  it.  It  is  in  this  density 
range  that  engine  radiography  is  usually  done.  Higher  densities  require  higher  illumination  for 
viewing  due  to  the  greater  attenuation  of  the  light.  This  attenuation  causes  thermal  distor- 
tion of  the  film,  and  the  higher  temperatures  cause  discomfort  to  a reader  making  measure- 
ments from  the  film.  In  addition,  higher  densities  mean  longer  exposure  times  and  generally 
exposure  times  as  short  as  possible  are  desired.  Figure  1 6 illustrates  typical  radiographic  film 
sensitometric  curves  utilized  in  radiography.  Curve  A is  for  a high  speed  film  used  for  engine 
transient  measurements.  Curve  B is  a sensitometric  curve  of  a high  resolution  fine  grain  film. 
The  difference. in  speeds  of  these  two  films  is  about  a factor  of  15.  Figure  17  shows  an  MTF  of 
a film  like  that  represented  by  Curve  A and  Curve  B.  The  loss  in  spatial  frequency  response 
with  the  fast  film  is  obvious. 

Another  detection  technique  is  to  utilize  the  fluorescent  properties  of  various  materials  to 
convert  the  incident  x-radiation  to  the  visible  portion  of  the  spectrum.  The  visible  radiation 
is  then  detected  by  photographic  film  techniques,  low  light  level  television  camera  or  other 
suitable  types  of  detectors.  This  technique  affords  real  time,  high  speed  images.  However, 
the  conversion  of  radiation  into  visible  light  is  accompanied  by  a rather  severe  degradation 
in  thickness  and  detail  sensitivity. 

The  effectiveness  of  conversion  of  the  X-radiation  to  visible  light  depends  upon  the  conver- 
sion efficiency  of  the  material  used  to  perform  the  conversion  and  the  amount  of  radiation 
attenuated.  The  two  types  of  converters  commonly  used  are  the  single  crystal  and  poly- 
crystalline  screen.  To  maintain  high  spatial  resolution  from  the  polycrystalline  screen, 
the  crystal  size  must  be  kept  small  and  the  thickness  of  the  crystalline  layer  thin.  The 
previous  requirements  are  contrary  to  the  requirements  for  attenuation  of  megavoltage 
bremsstrahlung.  If  the  polycrystalline  screen  is  made  thick  to  increase  the  light  output,  the 
resolution  is  degraded.  The  single  crystal  converters  are  in  general  superior  to  polycrystalline 
converters  for  high  energy  applications  because  the  total  path  length  traversed  by  the 
radiation  is  converter  material,  whereas,  in  the  polycrystalline  structure  some  space  is  occupied 
by  binder.  The  single  crystal  suffers  a loss  of  spatial  resolution  due  to  the  thickness  require- 
ments in  a fashion  similar  to  the  polycrystalline  converter. 


41 


AEDC-TR-77-55 


Figure  1 6 Speeds  of  Various  X-Ray  Film 


Another  form  of  converter  currently  being  evaluated  for  turbine  engine  radiography  utilizes 
the  fluorescent  material  in  the  form  of  a coherent  fiber  optic  face  plate.  In  this  configura- 
tion, the  light  generated  by  the  incident  photon  is  constrained  to  move  along  the  direction 
of  the  incident  photon  provided  the  face  plate  is  properly  aligned.  This  provides  the  ability  to 
use  long  path  lengths  without  the  degradation  of  spatial  resolution  normally  encountered  with 
thick  converters.  In  addition,  the  device  reduces  the  loss  of  contrast  due  to  scatter  radiation. 
High  efficiency  crystals  grown  in  a fiber  optic  array  appear  to  promise  high  resolution, 
real  time  images  from  high  energy  radiation  sources. 
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SPATIAL  FREQUENCY,  mm'1 

Figure  1 7 Modulation  Transfer  Function  For  Various  Speed  X-Ray  Film 


An  alternate  technique  that  can  be  utilized  to  detect  the  radiation  is  the  direct  conversion  of 
the  x-radiation  into  electrical  energy.  Two  devices  that  have  been  utilized  in  radiographic 
imagery  are  the  matrix  ion  chamber  and  the  semi-conductor  detector.  Both  of  these  devices 
offer  possibilities  of  high  speed  detection  systems.  The  semiconductor  device  also  provides 
the  advantages  of  light  weight  and  durability  which  should  be  advantageous  in  the  TELS 
environment. 

The  silicon  diode  semiconductor  detector  is  currently  being  evaluated  as  a detector  for 
high  energy  X-rays.  Preliminary  results  at  8 MeV  demonstrate  a linear  response  to  the 
incident  energy.  Figure  18  shows  experimental  data  demonstrating  this  relationship.  The 
silicon  diode  could  be  utilized  in  a two  dimensional  self-scanning  array,  as  a linear  array  with 
one  dimensional  mechanical  scanning  or  as  a discrete  detector  with  two  dimensional  mechani- 
cal scanning.  In  many  cases,  one  dimension  arrays  or  scanning  would  be  adequate  for 
clearance  measurements. 

The  matrix  type  ion  chamber  consists  of  a square  array  of  cathodes  and  anodes  that  detects 
incoming  radiation  and  through  electronic  scanning  and  timing  circuits  gives  a two  dimen- 
sional address  and  the  intensity  measured  across  the  array.  Devices  of  this  type  have  been 
utilized  in  radiographic  imagery.  They  currently  suffer  from  poor  spatial  resolution,  but 
provide  high  detection  efficiency  and  thus  operate  on  small  amounts  of  radiation  flux. 
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Figure  1 8 Silicon  Pho  todiode  Ou  tput  vs.  Exposure 


The  parameters  of  the  detectors  enumerated  that  are  of  interest  in  X-ray  source  selection 
are  the  spatial  resolutions  and  detection  efficiencies,  and  how  they  depend  upon  the 
X-ray  spectrum. 

A typical  film  frequency  response  is  shown  in  Figure  19.  Data  beyond  that  shown  has  not 
been  found  in  the  literature.  We  assume  that  the  trend  at  one  MeV  is  maintained  at 
higher  energies.  If  this  is  true,  selection  of  an  X-ray  source  would  not  be  based  on  spectral 
response  of  the  film  to  be  employed. 

Similarly  there  is  a lack  of  spectral  response  data  for  the  other  detection  techniques  at  high 
energies,  and  it  is  assumed  that  spectral  response  of  the  detector  system  would  not  be  a 
primary  consideration  in  source  selection. 
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Figure  J 9 Spectral  Sensitivity  of  X-Ray  Film 
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The  effect  of  energy  on  film  spatial  resolution  capabilities  has  already  been  discussed 
under  the  section  on  spatial  resolution.  A similar  type  of  degradation  is  expected  in  other 
detector  systems.  The  primary  cause  of  loss  of  spatial  resolution  capabilities  is  due  to  the 
generation  of  secondary  electrons  in  the  detectors  which  actuate  adjacent  sensing  sites. 

In  the  case  of  a two  dimensional  array  of  semi-conductor  detectors,  we  would  expect  a 
similar  degradation  of  resolution  with  energy  as  experienced  with  film.  In  a single 
semiconductor  detector  and  the  fiber  optic  face  plate  converters,  resolution  is  not  expected 
to  be  as  strongly  dependent  on  energy  as  with  film. 
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GEOMETRY 

The  source  size  and  the  spatial  relationship  of  the  source,  engine,  and  detector  play  an 
important  role  in  determining  the  spatial  resolution  and  exposure  time  which  in  conjunc- 
tion with  other  parameters  are  important  in  source  selection. 

In  conventional  radiography,  it  is  generally  desirable  to  have  as  small  a source  of  radiation 
as  possible  to  maintain  high  spatial  resolution.  The  problem  due  to  finite  source  size  was 
previously  illustrated  under  the  spatial  resolution  section.  In  that  section,  it  was  noted  that 
the  spatial  resolution  was  also  dependent  upon  the  ratio  of  the  object  to  film  distance  and 
the  target  to  object  distance.  As  this  ratio  goes  to  zero  the  spatial  resolution  is  only  limited 
by  the  detector  spatial  resolution  which  in  turn  is  a function  of  the  X-ray  spectrum. 

The  image  degradation  due  to  geometry  can  be  illustrated  by  the  geometric  unsharpness 
parameter  Ug  defined  by: 

Ug  = ~ d 

b 

Where  s = object  to  film  distance 

b = target  to  object  distance 

d = source  diameter 

As  can  be  seen  from  this  equation  the  geometric  unsharpness  is  directly  proportional  to  the 
ratio  of  the  distances  and  to  the  diameter  of  the  source. 

In  engine  radiography,  the  ratio  s/b  cannot  be  zero  due  to  the  inability  to  position  the 
detector  closer  to  the  object  plane  than  the  point  where  the  detector  intersects  the  engine 
case.  This  point  of  intersection  depends  upon  the  detector  size  and  the  radial  position 
within  the  engine  at  which  a measurement  is  to  be  made.  Therefore,  for  a given  source 
size  the  only  alternative  for  reducing  geometric  unsharpness  is  to  increase  the  target  to 
object  distance  which  also  increases  the  target  to  film  distance,  and  decreases  the  intensity 
reaching  the  detector.  This  in  turn  increases  the  exposure  time.  The  effect  of  changing  the 
target  to  detector  distance  for  a fixed  object  to  detector  distance  on  geometric  unsharpness, 
exposure  time,  and  the  intensity  reaching  the  detector  is  illustrated  in  Figure  20. 
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FINAL  TARGET  TO  OBJECT  DISTANCE 
INITIAL  TARGET  TO  OBJECT  DISTANCE 


Figure  20  Variation  oj  Geometric  Unsharp  ness.  Exposure  Time,  and  Radiation  Intensity 

With  Target  to  Object  Distance 


At  this  point,  relationships  have  been  established  between  the  engine  materials  and  material 
thickness,  time  and  spatial  resolution,  and  geometry  and  the  X-ray  spectrum.  These  consi- 
derations indicate  that  what  is  of  interest  is  utilization  of  an  X-ray  energy  sufficiently  high 
to  give  good  penetration  of  the  material  encountered  in  turbine  engines,  good  thickness  sen- 
sitivity, good  time  and  spatial  resolution,  and  small  source  size.  An  optimum  electron  energy 
appears  to  be  in  the  range  of  about  10  MeV.  This  would  provide  a spectrum  rich  in  the  6 to 
8 MeV  photons  required  for  adequate  penetration,  good  X-ray  production  efficiency  that 
will  provide  high  output  from  a small  target  area,  a spatial  resolution  that  is  acceptable  for 
engine  radiography,  and  sufficient  flux  for  short  exposures.  The  actual  value  of  electron 
energy  will  vary  depending  upon  the  system  concept  (on  centrifuge  or  off-centrifuge)  due 
to  the  difference  in  radiation  flux  requirements. 
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SOURCE  PARAMETERS 


RADIATION  SPECTRUM 

In  order  to  evaluate  the  spectral  intensity  of  the  radiation  emitted  from  an  X-ray  source 

with  a thick  target  we  can  follow  Kramer  (Ref.  2),  who  gives  the  following  expressxon  for 

the  distribution  of  spectral  intensity. 

8 jt  he2  Z , 

(T0-T) 


It  = 


V31c; 


m 
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= radiation  intensity  from  the  source 
= Planck’s  constant 
= electron  charge 

= constant  approximately  equal  to  6 
= speed  of  light 
= electron  mass 

= atomic  number  of  target  material 
= frequency 

= cut-off  frequency  and  a function  of  the  electron  energy. 


The  solution  of  this  equation  at  the  various  values  of  7 will  produce  a spectral  distribution 
of  intensity  for  each  frequency  70  determined  by  the  energy  of  the  electron  impinging  on 
the  target  material. 

Another  approach  is  described  by  workers  from  Los  Alamos  in  Ref;r.-  kc  1 . The  radiation 
spectrum  emerging  from  a target  is  calculated  in  an  iterative  manner  oy  assuming  the 
target  as  being  composed  of  a number  of  thin  targets  in  tandem.  The  radiation  generated 
in  the  fust  target  is  subsequently  attenuated  by  the  remaining  target  material.  By  taking 
into  account  the  absorption  coefficient  of  the  target  material  and  the  spectrum  generated 
by  the  first  incremental  target,  the  modified  spectrum  emerging  from  the  target  can  be 
approximated.  The  electron  leaving  the  first  incremental  target  enters  the  next  incremental 
target  and  the  process  is  repeated.  The  spectrums  for  tungsten  at  various  electron  energies 
are  presented  in  Reference  1 and  shown  in  Figure  2 1 . 


For  a continuous  spectrum  to  include  components  in  a particular  energy  range,  the  spectrum 
must  be  generated  by  electrons  of  energy  sufficient  to  produce  a yQ  of  frequency 
greater  than  or  equal  to  the  highest  frequency  in  the  energy  range  of  interest. 
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Figure  21  Intensity  Spectrum  For  Tungsten  at  Various  Electron  Energies 


RADIATION  PULSE  LENGTH 

The  radiation  pulse  length  is  dependent  upon  the  engine  operation,  the  centrifuge  opera- 
tion, and  whether  the  X-ray  source  is  mounted  on  or  off  the  centrifuge. 

The  requirements  for  the  engine  operation  during  testing  under  MIL-E-5007D  paragraph 
4.6.6. 7 are  essentially  steady  state.  The  specification  calls  for:  “Dwell  at  maximum 
allowable  rotor  speed  10  seconds  or  time  sufficient  to  record  data”.  Therefore  it  is 
permissible  to  exceed  10  seconds  for  a radiographic  exposure  and  comply  with 
M1L-E-5007D.  Although  not  specified  as  part  of  MIL-E-5007D,  measurements  of  very 
short  time  duration  are  likely  to  be  required.  An  example  of  this  might  be  the  simulation 
of  a landing  where  the  engine  operating  conditions  are  being  rapidly  changed  during  the 
time  that  g-loads  are  applied  and  exposure  times  of  a second  or  less  will  likely  be  required. 
The  radiographic  system  would  have  to  be  capable  of  providing  suitable  output  to 
accomplish  this  task. 

It  is  understood  that  the  centrifuge  will  operate  at  selected  angular  rates  and  will  not  be 
capable  of  simulating  large  angular  accelerations.  If  this  is  the  case,  the  centrifuge  does  not 
directly  affect  the  radiation  pulse  length.  An  indirect  influence  is  experienced  for  an  X-ray 
source  mounted  off  the  centrifuge.  In  this  case,  the  centrifuge  angular  rate  contributes  to 
the  determination  of  the  length  of  the  exposure  if  multiple  pulses  of  X-radiation  are 
required  to  make  a measurement,  and  defines  the  X-ray  output  per  pulse  if  the  exposure 
times  required  are  shorter  than  the  time  required  for  one  rotation  of  the  centrifuge. 
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For  an  off-centrifuge  radiation  source,  an  exposure  can  be  made  by  a single  pulse  of 
radiation  or  a number  of  pulses  at  one  per  revolution.  Regardless  of  whether  one  pulse 
or  multiple  pulses  are  used  with  an  off-centrifuge  X-ray  source,  the  X-ray  pulse  length  must 
be  sufficiently  short  that  insignificant  motion  blur  occurs.  If  motion  blur  is  restricted  to 
0.051  mm  or  less,  the  pulse  length  would  have  to  be  less  than  1 microsecond  at  the  maximum 
centrifuge  angular  rate  (if  the  engine  were  moving  perpendicular  to  the  X-ray  beam). 

The  value  of  0.051  mm  is  utilized  because  it  is  of  the  same  order  as  jet  engine  vibrations 
that  might  be  experienced.  Longer  durations  could  be  tolerated  for  other  engine  orienta- 
tions and  the  one  microsecond  pulse  length  represents  a minimum  pulse  requirement. 

In  summary,  radiation  exposures  of  rather  long  duration  could  be  tolerated  for  an  off- 
centrifuge  source.  For  an  off-centrifuge  system,  the  pulse  lengths  must  be  less  than  one  micro- 
second to  minimize  motion  blur.  For  exposures  of  less  than  1.8  seconds,  the  entire  dose  must 
be  delivered  in  a single  pulse  or  multiple  sources  distributed  around  the  centrifuge  could  be 
used.  Pulse  lengths  of  the  prescribed  duration  are  currently  employed  in  linear  accelerators 
utilized  for  radiographic  purposes. 

If  the  X-ray  source  is  mounted  on  the  centrifuge,  the  time  during  which  the  X-ray  dose 
can  be  delivered  to  the  engine  is  determined  by  the  engine  operating  conditions  (transient 
or  steady  state).  This  permits  exposure  lengths  of  a second  or  more.  The  majority  of  the 
high  energy,  high  output  X-ray  sources  operate  in  a pulsed  mode  with  pulse  lengths  of 
microseconds  or  less  and  would  easily  meet  these  pulse  requirements. 

RADIATION  OUTPUT 

The  output  of  large  X-ray  sources  is  specified  in  terms  of  roentgens  per  second  or  roentgens 
per  pulse  at  one  meter  from  the  source.  The  output  required  for  the  TELS  facility  depends 
upon  the  area  of  the  engine  to  be  radiographed,  the  type  detector  to  be  employed,  the 
permissible  length  of  the  exposure,  whether  the  source  is  mounted  on  the  centrifuge  or  off 
the  centrifuge  and  the  distance  from  the  source  to  the  detector. 

Since  film  is  the  detector  that  currently  produces  the  highest  quality  imagery  in  high  energy 
radiography  and  represents  a worse  case  in  terms  of  exposure  time,  it  was  utilized  to  evaluate 
the  source  output  requirements  for  a specific  geometry  and  engine  metal  thickness.  Figure  22 
shows  the  outputs  required  to  produce  a film  density  of  1 and  2 above  the  fog  level  for  several 
Kodak  films  at  source  to  film  distances  up  to  14  meters.  The  radiation  output  is  based  on  the 
penetration  of  7.62  cmsof  steel.  Kodak  M film  is  used  routinely  at  Pratt  & Whitney  Aircraft 
for  engine  radiography.  Kodak  AA  and  R are  also  utilized  for  particular  applications.  Using 
Figure  22,  the  source  output  requirements  relative  to  M film  exposed  to  a film  density  of  2 
through  7.62  cm  of  steel  at  a distance  of  3,66  meters  from  the  source  is  1000  roentgens.  If 
exposures  of  one  second  are  required,  this  translates  to  1000  roentgens/second  at  one  meter 
or  1000  roentgens/pulse  at  one  meter  (assuming  a single  pulse)  for  an  on-centrifuge  and  off- 
centrifuge  source  respectively.  If  a faster  film  such  as  Kodak  AA  is  chosen  (film  density  of  2), 
the  output  would  be  240  roentgens  per  second  or  240  roentgens  per  pulse. 
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Figure  22  Radiation  Required  to  Expose  Kodak  Film  Through  7.62  cm  of  Steel 
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The  faster  the  film  the  less  output  is  required  to  expose  it  to  a specified  density.  But  also 
the  ability  to  make  a precise  measurement  decreases.  For  film  radiography  and  the 
nominal  conditions  set  forth'  here,  it  is  recommended  that  film  no  faster  than  Kodak  AA 
be  utilized  as  a routine  recording  medium.  This  is  based  on  Pratt  and  Whitney  Aircraft 
experience  with  8 MeV  engine  radiography,  and  the  use  of  this  type  film  in  NDT 
applications  of  high  energy  X-rays.  If  this  restraint  is  imposed,  a minimum  X-ray  source 
output  at  one  meter  from  the  source  of  240  roentgens  per  second  or  240  roentgens  per 
pulse  would  be  required  for  an  on-centrifugdiaad  off-centrifuge  source  respectively. 

The  240  roentgens  should  be  considered  as  a minimum  acceptable  output  unless  exposures 
longer  than  one  second  are  permitted.  The  highest  output  consistent  with  technical 
feasibility  and  cost  constraints  should  be  obtained. 

These  output  levels  are  currently  obtainable  from  linear  accelerators.  The  significant 
problem  that  must  be  addressed  for  an  on-centrifuge  system  is  whether  a linear  accelerator 
can  be  designed  that  would  sustain  the  15§  loads  applied  by  the  TELS.  For  the  off- 
centrifuge  system,  the  240  roentgens  per  pulse  is  higher  than  what  is  currently  available, 
however,  multiple  pulses  within  the  permissible  1 microsecond  time,  several  sources,  or 
deletion  of  the  one  second  exposure  requirements  could  make  this  a feasible  approach.  In 
both  concepts,  a relative  high  cost  is  expected  for  the  X-radiation  source  due  to  the  high 
g-load  requirements  on  the  one  hand  and  the  high  output  per  pulse  or  multiple  source 
requirement  on  the  other. 

The  relaxation  of  the  one  second  exposure  requirement  and  the  utilization  of  fast  film  and  fluo- 
rescent intensifying  screens  significantly  reduce  the  flux  requirements  with  an  associated 
loss  of  spatial  resolution. 

TIMING  ACCURACIES  FOR  OFF-CENTRIFUGE  SYSTEM 

For  the  off-centrifuge  system,  the  position  within  the  engine  to  be  radiographed  is  deter- 
mined by  a four  dimensional  coordinate  system.  The  particular  position  that  is  radiographed 
depends  upon  the  angular  rate  of  the  centrifuge  and  the  time  at  which  the  source  is  pulsed. 

To  establish  the  timing  accuracy  required  we  examine  a “worst  case”  condition  to  be  met. 

This  condition  occurs  when  the  maximum  angular  rate  is  employed  and  the  point  of  interest 
is  moving  perpendicular  to  the  X-ray  beam.  In  this  condition  the  error  in  timing  gives  the 
most  significant  error  in  position. 

For  most  measurements  with  a source  capable  of  producing  a radiograph  in  a single  pulse, 
a timing  accuracy  of  ± 1 25  microseconds  is  sufficient.  If  multiple  pulses  are  required  for- ; 
an  exposure,  a timing  accuracy  of  ±1  microsecond  would  be  required  to  restrain  the  blur 
to  0.051  mm.  An  exception  to  this  would  be  the  requirement  for  measuring  a very  narrow 
axial  clearance  (0.127  mm  to  0.508  mm).  In  this  case,  slight  misalignments  would  cause 
severe  degradation  in  the  radiograph  of  the  clearance  and  nanosecond  accuracy  would  be  re- 
quired. However,  these  measurements  are  not  routinely  required  and  can  be  obtained  by 
other  means. 
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TARGET  SIZE 

The  size  of  the  electron  target  that  serves  as  the  X-radiation  source  is  important  in 
radiographic  measurements  due  to  its  direct  effect  on  spatial  resolution.  At  the  source  to 
film  distances  visualized  for  TELS  (3.66  meters  or  greater),  source  sizes  of  1 .0  mm  diameter 
or  less  are  acceptable  for  the  energies  and  outputs  required  for  an  on-centrifuge  system.  For 
an  off-centrifuge  system,  a sacrificial  target  might  be  required  to  satisfy  the  single  pulse  out- 
put of  240  roentgens  and  still  maintain  a 1.0  mm  target  diameter.  If  exposures  of  one  second 
are  deemed  unnecessary,  or  if  multiple  sources  are  employed,  the  1.0  mm  source  require- 
ment can  easily  be  met.  No  significant  problem  with  target  size  is  envisioned. 

TARGET  MATERIAL  SELECTION 

As  an  electron  impacts  material  it  loses  energy  by  ionization  and  by  radiation.  The  rate 
of  electron  energy  loss  per  unit  path  length  in  various  materials  is  called  the  energy  loss 
gradient  and  can  be  resolved  into  the  portion  due  to  ionization  and  that  part  due  to 
radiation.  The  energy  loss  gradient  in  a particular  material  is  a function  of  the  energy  of 
the  incident  electron.  Ideally  we  would  want  a material  whose  energy  loss  gradient  was 
solely  due  to  radiation.  This  is  not  realizeable,  and  for  low  energy  electrons  the  primary 
energy  loss  mechanism  is  ionization.  The  electron  energy  at  which  the  energy  loss 
gradient  due  to  ionization  is  equal  to  that  caused  by  radiation  is  termed  the  critical  energy. 

The  energy  loss  due  to  ionization  is  a very  weak  function  of  electron  energy  and  atomic 
number  above  10  MeV  and  varies  by  only  a few  percent  for  those  materials  that  would  be 
considered  for  use  as  X-ray  targets.  The  lower  the  critical  energy  the  better  the  material.  Due 
to  this,  the  critical  energy  is  a good  index  to  use  forjudging  the  suitability  of  a target  material. 
Above  the  critical  energy,  any  additional  energy  loss  of  the  electron  in  the  target  will  be 
predominantly  due  to  radiation.  This  is  illustrated  graphically  in  Figure  23  (Ref.  1).  This 
figure  gives  the  ratio  of  the  energy  loss  gradient  due  to  radiation  to  the  total  energy  loss 
gradient  as  a function  of  energy  of  the  electron  to  an  energy  of  30  MeV  for  Al,  Pb,  W.  and 
U.  From  the  curve  in  Figure  24,  (Ref.  1),  we  see  that  the  critical  energy  decreases  as  the 
atomic  number  increases.  This  is  consistent  with  the  empirical  equation  of  X-radiation 
production  efficiency. 

Eff  = 1.3  xlO-9  ZE 

This  states  that  X-ray  production  efficiency  increases  with  increasing  electron  energy  for  a 
specific  target  material,  and  for  a specified  electron  energy  increases  with  the  atomic  num- 
ber of  the  target  material.  Reference  1 describes  a detailed  study  of  possible  target  materials. 
The  results  of  this  study  was  that  tungsten  was  “the  most  favorable  target  material”  from  the 
point  of  view  of  production  efficiency  and  material  properties. 

TARGET  THICKNESS 

Having  chosen  a particular  target  material,  the  optimum  target  thickness  must  be  determined. 
This  optimum  thickness  is  dependent  upon  the  electron  penetration  of  the  material,  the 
intensity  angle  distribution  and  the  self-attenuation  of  the  radiation  by  the  target  material. 

A satisfactory  description  of  this  optimum  target  is  one  which  generates  a maximum  on-axis 
radiation  intensity  for  a specific  electron  energy  and  flux. 
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Figure  23  Energy  Loss  of  Electrons  in  Various  Target  Materials 
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The  electron  range  is  defined  as  that  distance  in  a material  that  an  energetic  electron  will 
travel  before  expending  its  kinetic  energy  and  is  given  by: 


R 


dE 


dE\ 

dt  /TOT 


Where  E0 


= kinetic  energy  of  the  incident  electron  (MeV) 


Total  energy  loss  gradient,  MeV/gm/cm2 


Computations  utilizing  this  equation  were  carried  out  in  Reference  1 and  are  given  in  Figure 
25  for  tungsten. 


Figure  25  Incident  Electron  Range  Through  a Tungsten  Target 
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The  relative  on-axis  intensity  as  a function  of  tungsten  target  thickness  for  20  MeV 
bremsstrahlung  was  presented  in  Reference  1 and  reproduced  in  Figure  26.  It  can  be 
seen  that  target  thickness  above  about  0.686  mm  causes  a reduction  in  the  on-axis 
intensity.  Experimentally  determined  intensity-angle  distribution  for  20  MeV  bremsstrah- 
lung is  given  in  Reference  1 and  presented  in  Figure  27.  The  target  thickness  ranges ifijjn 
1.20  mm  to  4.75  mm.  No  significant  change  in  the  distribution  is  observed.  The  distnbuti 
after  traversing  10  cm  of  uranium  is  shown  in  Figure  28.  This  distnbution  is  approximately 
the  same  as  for  the  input  distribution  shown  in  Figure  27. 


Figure  26  Relative  On-Axis  Radiation  vs.  Target  Thickness  For  20  MeV 
Bremsstrahlung 
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HALF  ANGLE-DEGREES 

Figure  2 7 Intensity  Angle  Distribution  For  20  Me  V Bremsstrahlung  With  No 
Absorber 


HALF  ANGLE  - DEGREES 

Figure  28  Intensity  Angle  Distribution  @ 20  MeV  After  Passing  Through  10  cm  of 
Uranium 
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For  high  energy  X-ray  sources,  the  angular  distribution  is  of  practical  importance  due  to  the 
fact  that  it  controls  the  size  of  the  X-ray  field  from  the  point  of  view  of  uniformity  and  of 
maximum  useful  field  size.  Figure  29  gives  the  half-angle  to  half-intensity  for  vanous  energies 
as  well  as  the  field  diameter  at  1 meter  from  the  target  (Reference  2).  The  higher  the  energy 
the  greater  the  on-axis  intensity  for  a specific  target  thickness  and  the  greater  the  useful 
energy  at  the  detector  for  radiography  involving  large  metal  thickness. 


Figure  29  Half  Angle  to  Half  Intensity  For  Various  Energies  at  1 Meter  From  Target 


For  most  linear  accelerators,  the  electron  beam  is  focused  onto  the  target  after  acceleration, 
and  a non-parallel  beam  of  electrons  strike  the  target.  The  primary  purpose  of  this  is  to 
achieve  a high  X-ray  output  from  a small  focal  spot,  but  it  has  the  important  secondary 
effect  that  the  radiation  beam  angle  is  increased  by  the  angle  of  convergence  of  the 
electron  beam.  The  beam  convergence  angle  at  the  target  should  be  less  than  the  bremsstrah- 
lung  angle  to  insure  maximum  on-axis  radiation  intensity. 
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The  actual  target  thickness  used  at  any  energy  would  also  depend  upon  whether  a durable 
or  sacrificial  (short  life)  type  target  would  be  utilized.  It  is  likely  that  a durable  long  life 
target  would  be  required  for  a centrifuge  mounted  radiographic  system  as  well  as  an  off- 
centrifuge  system. 

A complete  mechanical  and  thermal  design  is  required  to  finalize  the  thickness  of  the 
target.  The  angular  intensity  distribution  and  the  on-axis  intensity  must  be  considered 
concurrently  with  the  mechanical  and  thermal  design  requirements  of  the  target  in  the 
final  system. 

The  X-ray  flux  requirements  and  the  energy  spectrum  finally  chosen  depend  upon  the 
particular  system  concept.  The  specification  of  these  parameters  will  determine  the 
accelerator  and  target  requirements. 
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IMPLEMENTATION  OF  X-RAY  SOURCE 
SELECTION  OF  CONCEPT 

The  various  approaches  to  implement  the  on-  and  off-centrifuge  concepts  are  given  below. 
A discussion  of  the  advantages  and  disadvantages  of  these  approaches  are  presented  in 
Appendix  A and  tabulated  in  Table  II. 

I.  X-ray  source  mounted  on  the  centrifuge. 

A.  RF  power  generated  at  the  center  of  rotation  and  transmitted  to  an 
accelerator  at  the  engine  location. 

B.  ■ Electron  beam  generated  at  the  center  of  rotation  and  transmitted 

to  a target  at  the  engine  location. 

C.  High  voltage  generated  at  the  center  of  rotation  and  transmitted  to  RF 
power  supplies  and  accelerator  at  the  engine  location. 

D.  Entire  X-ray  source  at  engine  position. 

II.  X-ray  source  mounted  off  the  centrifuge. 

A.  Single  source  capable  of  producing  measurement  in  a single  phase. 

B.  Single  source  capable  of  producing  measurement  in  multiple  pulses. 

1.  Multiple  revolutions 

2.  Single  revolution. 

C.  Multiple  sources  uniformly  distributed  around  centrifuge  each  contri- 
buting to  measurement. 

Of  the  two  radiographic  concepts  proposed  for  the  TELS  facility,  the  on-centrifuge  was 
mutually  chosen  by  AEDC  and  P&WA.  This  concept  has  several  possible  variations  which 
were  investigated.  In  all  cases,  the  D.C.  power  supply,  coolant  system,  and  any  other 
suitable  components  were  located  on  the  axis  of  rotation  of  the  centrifuge.  The 
variations  that  were  investigated  included: 

A.  The  complete  linear  acceleration  assembly  Amounted  at  the  center  of  rotation 
and  the  electron  beam  transmitted  along  the  centrifuge  to  the  appropriately 
positioned  target  at  the  engine  via  evacuated  guide,  magnetic  lens,  and  turning 
magnets. 

B.  As  in  ‘A’  above  with  the  exception  that  the  linear  acceleration  structure  is 
located  at  the  engine  location  and  the  R-F  power  is  transmitted  via  waveguide 
structure  to  the  accelerator. 

C.  As  in  ‘B’  above  except  that  R-F  oscillator  would  be  located  at  the  engine  loca- 
tion with  the  accelerator. 
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TABLE  II  - CONCEPTS  FOR  IMPLEMENTATION  OF  X-RAY  SOURCE 


CONCEPT 

ON  ARM  SYSTEMS 

IA  RF  power  generated 
at  center  of  rotation  and 
transmitted  to  accelerator 
at  engine. 


IB  Electron  beam 
generated  at  the  center 
of  rotation  and  trans- 
mitted to  target  at 
engine. 


1C  High  voltage 
generated  at  center  of 
rotation  and  transmitted 
to  RF  power  supplies  and 
accelerator  at  engine. 

ID  Entire  X-ray  source 
at  engine. 


REQUIREMENTS 


Waveguides  to  transmit  RF 
power  to  engine  and  system  of 
bellows  to  direct  X-ray  beam. 


Evacuated  tube  to  transmit 
electron  beam  to  engine  plus 
turning  magnets  to  direct 
electron  beam. 


Complete  system  located  at 
engine  except  for  power 
supply. 


Complete  system  including 
power  supply  at  engine. 


PROBLEMS/DISADVANTAGES 


1.  Vacuum-ion  pump  and  electron  gun 
redesign. 

2.  Rigid  frame  at  engine  to  hold 
assembly  in  proper  alignment. 

3.  Wave  guide  must  be  replumbed 
for  each  different  position  to  be 
radiographed. 

1.  Suitable  variable  angle  turning 
magnets  required. 

2.  Secondary  sources  of  radiation 
from  electrons  hitting  guide  tube 
could  affect  quality  of  radio- 
graph. 

3.  Replumbing  required  for  each 
new  engine  radius. 

1.  Complete  X-ray  system  redesign. 

2.  Substantial  structure  required 
to  carry  weight  of  entire  system 
~280  Kg 


Overwhelming. 


ADVANTAGES 


1 . R F power  source  at  center  of  centrifuge 
(low  g)  permits  use  of  available  equip- 
ment for  majority  of  the  system. 

2.  Current  technology. 


1.  All  critical  assemblies  placed  at  center 
of  centrifuge  (low  g) 

2.  Electron  beam  is  collimated  by 
turning  magnets. 


Easy  alignment  and  adjustment  for 
different  positions  and  engine  radii. 


(Same  as  1C). 
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TABLE  II  - CONCEPTS  FOR  IMPLEMENTATION  OF  X-RAY  SOURCE  (Continued) 


CONCEPT  REQUIREMENTS 

OFF  ARM  SYSTEMS 

HA  Single  source  capable  250R  in  single  pulse 

of  producing  measurement 

in  single  pulse  (Los 

Alamos,  Lawrence,  Rad 

Labs,  Physics  International. 


IIB  Single  source  capable  Single  revolution  — 
of  producing  measurement  multiple  pulse  per 
^ in  either  single  or  multiple  revolution  for  1 

revolutions.  radiograph. 

Multiple  revolutions  — 
single  pulse  for  each 
of  several  revolutions 
for  1 radiograph. 

HC  Multiple  sources  Multiple  revolutions. 

uniformly  distributed 

around  centrifuge 

(conventional 

commercially  available 

sources). 


PROBLEMS/DISADVANTAGES  ADVANTAGES 


1.  Size:  5.5  m dia.  9 m long  or  Instant  stop  action  of  transient 

0.31  m dia.  9 m long  movement 

6 m dia.  18  m long 

2.  Sacrificial  target. 

3.  Output  50R-100R. 

4.  Weight  is  1000's  of  Kilograms 
making  supporting  and  posi- 
tioning equipment  massive. 

1.  (Same  as  1,  2, 3 & 4 of  IIA.)  Output  per  pulse  is  lower 

2.  Sophisticated  timing  system 
required. 

3.  Centrifuge  stability  (deflections) 
critical  for  multiple  revolutions 
device. 


1.  Multiple  positioning  systems  Sources  commercially  available 

required. 

2.  Critical  timing  and  positioning. 

3.  Pulse  length  relatively  long. 

4.  Centrifuge  stability  (deflections) 
is  critical. 
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Variation  ‘B’  and  ‘C’  above  are  compatible  since  ‘B’  could  be  implemented  while  appropriate 
R-F  components  could  be  developed  for  ‘C’ . The  same  accelerator  and  positioning  system 
would  be  utilized  for  both  ‘B’  and  ‘C’. 

In  variation  ‘A’  involving  electron  beam  transport,  some  of  the  questions  of  importance 
were: 

1.  What  is  the  magnitude  of  the  beam  deflection  due  to  the  earth’s  magnetic  field 
and  what  effect  does  rotation  of  the  beam  relative  to  the  earth’s  magnetic  field 
have  on  this  deflection. 

2.  What  type  beam  deflection  system  is  required  to  direct  the  beam  to  the 
appropriate  place? 

a)  Electrostatic 

b)  Magnetostatic 

3.  What  quality  vacuum  must  be  provided  for  the  beam  transport  structure? 

4.  What  precautions  should  be  taken  against  accidental  loss  of  vacuum  in  the 
transport  structure? 

5.  What  control  circuits  are  required? 

In  variation  ‘B’  some  of  the  items  investigated  were: 

1 . What  are  the  losses  associated  with  long  R-F  waveguide  structures? 

2.  What  type  flexibility  can  be  designed  into  the  waveguide  structure  and  the 
penalty  paid  in  R-F  losses. 

Problems  that  were  common  to  the  two  variations  were: 

1.  How  many  bending  points  are  required  in  the  transport  structure? 

2.  What  are  the  mechanical  effects  of  the  high  g loads  on  the  structures  located  at 
the  engine  location? 

3.  What  type  positioning  system  will  be  required? 

Variation  ‘C’  is  essentially  a problem  to  be  addressed  by  a designer  of  R-F  components.  The 
basic  problem  is  a mechanical  problem,  but  it  must  be  addressed  with  an  awareness  of 
R-F  component  design  criteria. 
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ELECTRON  BEAM  TRANSPORT  (VARIATION  A) 

Electrostatic  Deflection  of  Electrons 

One  means  of  controlling  an  electron  beam  is  by  utilizing  an  electrostatic  field.  To  deter- 
mine the  feasibility  of  the  technique  we  derive  the  equations  of  motion  of  an  electron  in 
an  appropriate  electrostatic  field.  We  begin  by  writing  the  expression  for  the  electrostatic 
force  on  an  electron. 

The  force  exerted  on  an  electron  of  charge  e is: 

F = -eE  <2°) 

A 

Where  E is  the  electric  field  and  e is  the  electronic  charge. 


We  will  assume  that  the  electron  is  injected  into  the  electric  field  between  two  parallel 
plates  at  a potential  V and  separated  by  a distance  d.  The  electron  has  an  initial  velocity 
UQ  along  the  x axis. 


The  x coordinate  is  determined  by: 
x = UQt 
Where  t = time 

The  y position  is  determined  by  integration  of  Eq.  20.  We  can  rewrite  Eq.  (20)  as: 
d2  y a 


(21) 


(22) 


After  two  successive  integrations  and  utilization  of  appropriate  boundary  conditions, 
we  obtain: 


1 A , 

y = - — eE  t2  (23) 

2m 
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For  parallel  plates. 


A 

E = 


V 

7 


(24) 


substituting: 

y = 

Substituting  Eq.  21  in  Eq.  25  we  obtain: 
-eVx2 

y " ” 2md  U0J 


2md 


(25) 


(26) 


which  is  the  equation  of  a parabola.  Upon  leaving  the  field  the  electron  will  proceed  in  a 
straight  line  unless  an  outside  force  interacts  with  it. 


To  determine  the  angle  0 at  which  the  electron  travels  after  leaving  the  deflector  we 
proceed  as  follows: 


At  time 


t = 0 


Ux 

Uv 


= ur 


Vectorially 


U = Uni 


@ t = •—  , Where  s is  the  length  of  the  deflector  plates. 

Uq 


UX  - UQ,  Uy  — — 
* e V s j 


e V s 
md  U0 


and  U = Un>  - 


A A 


md  UD2 


Where  i,  j are  unit  vectors  along  the  x and  y axis  respectively. 


(27) 


The  magnitude  of  the  velocity  is, given  by: 


(28) 


65 


AEDC  TR-77-55 


The  vector  angle  0 is  defined  by: 


tan"1 


e V s 
md  U0J 


(29) 


We  want  <p  = ±90°  for  a useful  deflector  system.  This  is  not  physically  realizeable  because 
the  right  side  of  Eq.  (29)  would  have  to  be  infinity. 


This  can  also  be  demonstrated  as  follows: 
e Vs 

Uv  = - — 

' md  U0 

for  a ±90°  turn  Ux  = 0,  Uy  = U0,  then 
e V s 

= U0 

md  UQ 


(30) 


and. 


Vs_  _ 
d 


m<V 


Where: 


V = voltage  across  plates 

d = separation  of  plates 

s = length  of  plates  along  X-axis 

m = mass  of  electron 

e = charge  of  electron 

U0  = Initial  speed  of  electron 


Now,  for  high  energy  electrons 


m = 


mf 


I'-ral-' 


So  that  Eq.  31  becomes: 


Vs  = 
d 


mD  U02 


(?) 


m0e 


-171  M0U0e 


(31) 


(32) 
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Where: 

m0  = rest  mass  of  electron 

c = speed  of  light 

The  implication  of  Eq.  (32)  is  that  the  parameters  V,  s,  and  d be  such  that  they  impart 
the  same  energy  into  the  electron  as  it  possessed  upon  entering  the  field.  This  initial 
energy  was  of  necessity  produced  by  a linear  accelerator  and  cannot  be  reasonably  achieved 
by  a D.C.  potential.  In  addition,  Ux  cannot  become  zero  as  required  but  must  remain  UQ 
since  no  force  acts  in  the  X direction.  Therefore,  electrostatic  deflection  cannot  be  utilized 
to  turn  through  90°.  A turn  through  90°  must  also  be  done  within  the  confines  of  the 
electric  field.  The  electron  would,  therefore,  collide  with  the  deflection  plates.  Fora 
reasonably  sized  deflection  circuit  only  minute  changes  in  direction  can  be  made  to  the 
high  energy  electrons  required  for  engine  radiography. 

Magnetostatic  Deflection  of  Electrons 

The  only  practical  way  to  direct  a high  energy  electron  beam  is  through  the  utilization  of 
magnetic  fields. 


The  equations  of  motion  in  a uniform,  static,  magnetic  field  are: 


dP 

dt 

- U X B . 

c 

Where : 

P = 

momentum 

U = 

velocity  of  particle 

B = 

magnetic  induction 

E = 

energy  of  particle 

e = 

total  charge 

c = 

speed  of  light 

(33) 


Since  the  energy  E is  constant  in  time,  the  magnitude  of  the  velocity  is  constant  and  so  is 
e.  Thus  Equation  (33)  can  be  written: 

dU  _ _ 

— = UXcuB  (34) 

Where 


eB 

ccB 

/l 

j\  2T  ~,/2 

WB  = 

emc 

E 

; e = 

■- « 

■)  J 
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cjg  is  the  gyration  or  precession  frequency.  The  motion  described  is  a circular  motion  per- 
pendicular to  B and  a uniform  translation  parallel  to  B.  Solving  for  the  velocity : 

U(t)  = Uj , k + o>Ba'  (i  - i j)  e -i«Bt  * =V  “1  <35- 

where  It  is  a unit  vector  parallel  to  the  magnetic  field,  and  i,  j are  the  other  orthogonal  unit 
vectors,  U, , is  the  velocity  component  along  the  field  and  a'  is  the  gyration  radius. 


Integrating  again  we  obtain  the  displacement  as: 

X(t)=X0  + U11tk  + i^f-ij)e-i<JBt  (36) 

0,  and  considering  only  the 

(37) 

For  particles  with  charge  the  same  in  magnitude  as  the  electron  charge  the  momentum  can 
be  written  as: 

= 3 x 10  “*  Ba  (gauss  - cm)  (38) 

Utilizing  Eq.  (38),  the  magnitude  of  the  magnetic  induction  required  to  turn  an  electron  of 
specified  momentum  in  a circular  path  of  radius  a can  be  calculated. 


Utilizing  the  expression  for  velocity  in  Eq.  (35),  setting  U 
real  part  we  obtain:  ! ‘ 

p _ e^3-  , where  B = IB  I 

c c = speed  of  light 

Where  P L is  the  momentum  of  the  particle  normal  to  B. 


This  value  in  turn  can  be  used  to  estimate  the  size  of  the  magnets  required  for  the  TELS 
application. 


The  control  and  power  supply  requirements  for  the  multiple  turning  magnetics  and  the 
magnetic  lens  (required  to  maintain  electron  beam  geometry)  as  well  as  the  mechanical 
positioning  systems,  significantly  increase  the  complexity  and  cost  of  the  radiographic 
system.  At  least  three  turning  magnetics  would  be  required  each  weighing  several  hundred 
kilograms,  each  capable  of  rotation  about  the  electron  beam  transport  tube,  and  each  requir- 
ing a variable  magnetic  induction  vector.  The  mechanical  devices  to  support  and  move  the 
magnetics,  the  separate  power  supplies  and  the  separate  control  systems  would  substantially 
impact  the  radiographic  system  cost  and  operation.  The  vacuum  requirements  (10‘^  torr) 
although  easily  realizable  in  a static  structure  is  another  potential  area  of  difficulty. 


RF  TRANSPORT  (VARIATION  B) 

■i 

In  comparing  the  advantages  and  disadvantages  of  electron  beam  and  R-F  transport  schemes, 
it  appears  as  though  the  R-F  transport  would  be  the  easiest  to  implement.  This  is  primarily 
due  to  the  various  turning  and  focusing  magnets,  controls,  and  power  supplies  required  for 
electron  beam  transport,  the  requirement  for  a vacuum  of  10"6  torr  or  better  which  implies 
vacuum  pumps,  controls,  etc.  and  the  problems  associated  with  insuring  that  a loss  of  vacuum 
does  not  fail  the  accelerator  structure.  The  R-F  transport  scheme  appears  to  have  similar 
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plumbing  problems  as  the  beam  transport  and  losses  associated  with  the  long  R-F  wave  guides 
but  operates  above  atmospheric  pressure  and  requires  no  controls  along  the  wave  guide  struc- 
ture. 

The  R-F  transport  technique  implies  the  need  for  an  accelerator  structure  at  the  engine  loca- 
tion. Preliminary  calculations  indicate  that  an  accelerator  can  quite  easily  be  fabricated  that 
will  withstand  the  high-g  loads  of  the  centrifuge.  The  R-F  transport  scheme  can  be  used  as 
an  interim  method  until  such  time  as  R-F  oscillators  and  water  loads  can  be  designed,  fabri- 
cated, and  qualified  for  the  high-g  loads.  At  that  time,  those  components  can  be  attached  to 
the  existing  accelerator  and  the  R-F  transmission  guide  can  be  eliminated  in  lieu  of  high 
voltage  transmission  and  control  lines  to  the  accelerator. 

The  things  that  must  be  accomplished  to  implement  the  R-F  transport  scheme  are: 

1.  The  items  of  the  X-ray  source  that  will  be  at  the  center  of  rotation  of  the  centrifuge 
must  be  assembled  and  packaged  in  a suitable  manner.  These  include: 


a)  A.C.  transformers. 

b)  Focus  solenoid  power  supplies. 

c)  Coolant  reservoir  and  pumps. 

d)  Pulse  forming  network  and  high  voltage  switching. 

e)  High  voltage  pulse  transformer. 

2.  A source  of  electrical  power  must  be  supplied  to  the  system,  and  appropriate  control 
lines  must  be  provided  to  the  control  room.  Both  of  these  items  must  be  transferred  to 
the  rotating  centrifuge  by  slip  rings  or  other  appropriate  means. 

3.  A linear  accelerator  must  be  designed  and  fabricated  to  withstand  a 1 5-g  load.  The  por- 
tion of  this  structure  that  will  definitely  require  design  is  the  electron  gun  assembly. 

The  ceramic  window  between  the  R-F  guide  and  the  accelerator  may  also  cause  pro- 
blems. A special  vac-ion  pump  may  also  have  to  be  manufactured  but  should  present 
no  significant  technical  problems.  Both  the  ceramic  window  and  electron  gun  should 
be  attached  to  the  accelerator  in  a manner  that  allows  ease  of  replacement.  A vacuum 
roughing  pump  will  be  required  to  rough  down  the  system  after  repair. 


For  a machine  such  as  the  Varian  Linatron  that  operates  at  2.99  gigahertz  a standard  rec- 
tangular wave  guide  (El  A,  WR-284;  Jan,  RG-48/U)  is  utilized.  From  Ref.  3 we  obtain  the 
following  parameters. 


Outer  Dimension  & Wall  Thickness,  cm. 
Frequency  Range  TE*10  Mode,  GHz 
Cutoff  Wavelength  , CM  for  TEj  0 Mode 


7.620x3.810x0.203 

2.60-3.95 

14.2 


Cutoff  Frequency,  GHz  for  TE|  0 Mode  2.08 

*Note:  TEj0  is  defined  as  the  dominant  transverse  electric  mode. 


69 


AE  DC-TR-77-55 


Theoretical  Attenuation  Lowest  to  Highest  1.102-0.752 

Frequency  db/30.48  meters 

Theoretical  Power  Rating  in  Megawatts  for  2.2  - 3.2 

Lowest  to  Highest  Frequency 

(Breakdown  strength  of  air  taken  to  be 
15,000  V/cm) 

Assuming  a maximum  length  of  rigid  waveguide  of  18  meters,  we  would  realize  approximately 
an  1 \%  loss  in  R-F  power  in  the  WR-284  waveguide. 

Flexible  waveguide  sections  are  required  for  fine  position  adjustments  and  vibration  isolation. 
Maximum  straight  run  of  waveguide  would  be  12  meters;  the  expansion  that  would  occur  ue 
to  a 56°C  change  in  temperature  would  be  about  + 1.27  cm.  Therefore,  a flexible  section 
should  be  used  to  compensate  for  the  thermal  expansion. 


The  losses  in  the  flexible  sections  are  obtained  from  Reference  3.  The  data  is  for  a soldered 
convoluted  flexible  waveguide  that  matches  WR-284  waveguide. 


Outer  Dimensions  and  Effective  Wall 
Thickness,  cm 


7.620x3.810x0.203 


Minimum  Bending  Radii  (cm)  I 1 8 

Standard  Molded  Assembly  b 


H Plane 
E Plane 


35.56 

17.78 


Unjacketed  or  Special  Molded  Assembly 

H Plane  22.86 

E Plane  H-43 


Weight,  kg/meter 

Nominal  Attenuation  db/30.48  meters 

Nominal  Power  Rating  Megawatts 

Maximum  Operating  Pressure, 
newtons  cm- 

The  maximum  length  of  flexible  waveguide  needed  for  alignment  ana  thermal  expansion 
will  be  6. 1 meters.  The  total  RF  power  loss  through  the  flexible  waveguide  is  about  7%. 
Total  loss  through  the  fix  and  flexible  waveguide  is  17'/.  The  total  weight  of  this  length  of 
waveguide  is  about  73  kg. 


0.786 

1.50 

2.00 

21 
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Losses  due  to  flange  leakage  are  negligible  if  sensible  care  is  taken  in  making  proper  connec- 
tion. Assuming  that  the  radiation  output  for  a particular  system  is  directly  proportional  to 
the  total  power  transmitted,  then  a 1 7%  loss  in  power  would  represent  a 1 7%  loss  in  radia- 
tion output.  However,  in  a typical  electron  accelerator  of  the  standing  wave  type,  the  fre- 
quency is  sometimes  stabilized  by  dissipating  a third  to  a half  of  the  power  in  a dummy  load. 
It  is  conceivable  that  existing  equipment  can  handle  the  1 7%  power  loss  without  degrada- 
tion of  performance.  If  not,  an  RF  oscillator  of  higher  output  may  be  obtained  or  two  oscil- 
lators used  in  synchronization  may  be  used  to  compensate  for  the  17%  loss. 

A circulator  is  required  in  the  input  waveguide.  This  device  passes  the  R-F  going  to  the  accel- 
erator structure.  The  R-F  energy  that  is  reflected  from  the  accelerator  to  the  circulator  is 
diverted  by  the  circulator  to  high  power  water  load  which  dissipates  the  excess  power. 

By  determining  the  g-load  to  which  the  R-F  oscillator  can  be  subjected  safely,  it  may  be 
possible  to  move  the  oscillator  away  from  the  center  of  rotation  and  thereby  reduce  the 
amount  of  waveguide  required. 

The  magnetron  and  the  klystron  are  the  two  types  of  R-F  oscillators  that  are  in  current  use 
as  R-F  power  sources  for  linear  accelerators  used  for  X-radiation  production.  The  magnetron 
depends  basically  on  crossed  electric  and  magnetic  fields  for  its  operation.  The  basic  structure 
and  the  electron  beam  are  bent  in  a circular  path  so  that  the  path  of  amplification  is  a closed 
loop.  The  magnetron  supplies  its  own  input  and  thus  becomes  an  oscillator. 

A typical  electrical  circuit  structure  is  illustrated  in  Figure  30.  The  cathode  is  located  at  the 
center  of  the  structure  and  positioned  by  radial  or  axial  supports  that  also  serve  as  power 
leads.  The  cathode  is  generally  heated  by  an  internal  heater  and  maintained  at  a negative 
voltage. 


Figure  30  Typical  Electrical  Circuit  Structure  of  a Magnetron 

The  anode  section  of  the  tube  surrounds  the  cathode  and  is  made  of  oxygen  free  copper.  The 
anode  is  basically  a rugged  component  and  is  generally  maintained  at  ground  potential. 

The  geometry  of  the  magnetron  is  of  primary  importance  to  the  operation  of  the  magnetron. 
The  relative  positions  of  the  cathode  and  anode  as  well  as  the  shape  of  these  items  determines 
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the  resonant  frequency  of  the  device.  Loading  along  the  cathode  axis  would  cause  axial 
and  radial  deflection  of  the  cathode  structure  and  resulted  in  a change  in  output  of  the 
device. 

A preliminary  calculation  of  the  expected  deflection  of  the  cathode  relative  to  the  anode 
under  a 15-g  axial  load  was  done  based  on  the  assumption  of  materials,  scaling  of  dimensions 
from  an  actual  magnetron,  and  assuming  the  cathode  was  supported  on  both  ends  as  illus- 
trated in  Appendix  B.  The  results  of  the  study  indicate  that  the  radial  displacement  would 
be  approximately  0.127  mm  and  the  corresponding  axial  displacement  of  3.581  mm.  The 
details  of  the  calculations  are  presented  in  Appendix  B. 

The  analysis  of  the  effects  of  a 1 5-g  radial  load  indicate  a radial  displacement  of  the  cathode 
to  be  5 x 10'smm. 

Magnetrons  are  produced  that  utilize  axial  support  for  the  cathode.  It  is  felt  that  a struc- 
ture of  this  type  would  be  dimensionally  more  stable  than  the  type  analyzed.  However, 
sufficient  information  has  not  been  acquired  to  determine  the  availability  of  this  type  mag- 
netron in  the  frequency  range  and  power  range  required  for  the  specific  application. 

The  klystron  tube  is  shown  in  Figure  31.  The  klystron  operates  on  the  principle  of  velocity 
modulation.  Velocity  modulation  is  accomplished  by  varying  the  velocity  of  the  electrons 
in  an  electron  beam  of  constant  density.  A small  input  voltage  alternately  decreases  and 
increases  the  velocity  of  the  electrons.  The  electron  beam  is  converted  from  a constant  den- 
sity beam  into  a beam  with  an  a-c  component  during  the  transit  time  of  the  electron  from 
input  to  output.  This  a-c  component  delivers  R-F  energy  to  the  output  circuit. 


Figure  31 


Schematic  View  of  a Klystron  Tube 
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The  electron  gun  is  indirectly  heated  and  is  usually  oxide  coated.  The  placement  of  the 
cathode  relative  to  the  input  resonator  affects  the  transit  time.  Changes  in  this  position  due 
to  deflection  of  the  cathode  would  cause  a change  in  the  output  of  the  device. 

The  input  and  output  cavities’  shape  and  size  determine  the  output  frequency.  Dimensional 
changes  of  these  cavities  cause  changes  in  the  klystron  output.  In  order  for  this  device  to  be 
useful  at  1 5-g  acceleration,  the  various  internal  parts  must  be  sufficiently  designed  to  main- 
tain their  relative  positions  and  their  original  shapes.  Insufficient  information  could  be  ob- 
tained to  warrant  a structural  analysis. 

S-band  klystrons  capable  of  providing  the  same  approximate  peak  power  as  magnetrons  ap- 
pear to  be  considerably  larger  than  a magnetron.  The  klystron  tube  with  focus  solenoid  could 
weigh  in  excess  of  136  kilograms  and  be  approximately  1 meter  long.  A magnetron  of  equiv- 
alent power  would  be  about  54  kilograms  and  0.5  meters  long. 

From  size  considerations  and  the  structural  calculations  done  for  the  magnetron,  it  appears 
as  though  the  magnetron  would  be  the  best  candidate  for  use  on  the  TELS  facility.  In  fact, 
a detailed  analysis  of  the  deflection  of  the  components  of  the  magnetron  based  on  manu- 
facturer supplied  dimensions  and  material  properties  would  likely  indicate  that  at  some  pre- 
ferential orientation  of  the  magnetron  in  the  g-field,  an  existing  magnetron  would  operate 
satisfactorily.  This  orientation  could  be  maintained  by  proper  design  of  the  interface  between 
the  magnetron  and  accelerator  structure. 

ALIGNMENT  OF  X-RAY  SOURCE  UTILIZING  WAVE  GUIDE  TRANSMISSION 

The  utilization  of  an  X-ray  source  that  is  powered  by  R-F  power  from  the  center  of  rotation 
of  the  centrifuge  is  considerably  more  difficult  than  a source  with  integral  magnetron  or 
klystron.  Implementation  of  such  a system  would  proceed  as  follows: 

1 . The  engine  gimbal  is  positioned  radially  on  the  centrifuge  and  basic  plumbing  and 
wiring  to  the  engine  completed. 

2.  After  or  during  the  preparation  of  the  engine  for  test,  the  R-F  waveguide  that  will 
run  from  the  center  of  the  centrifuge  to  the  gimbal  is  lengthened  or  shortened  to 
terminate  near  the  gimbal  at  an  appropriate  position  to  accommodate  connection  to 
the  accelerator  (properly  designed  and  terminated  T-junctions  may  eliminate  this 
item).  When  sections  of  waveguide  are  removed  or  otherwise  not  in  use,  they 
should  be  capped  to  prevent  contamination  by  water,  grease,  oil,  fuel,  etc. 

3.  Using  the  coordinates  previously  determined  during  the  program  planning  stages, 
align  the  X-ray  source  and  detector  at  a position  of  interest.  The  first  position  se- 
lected may  be  arbitrary,  the  position  that  gives  the  highest  priority  measurements, 
or  the  position  providing  the  greatest  number  of  measurements  within  the  range 
of  the  flexible  waveguide  without  replumbing. 

4.  The  appropriate  fixed  and  flexible  waveguide  sections  are  assembled  between  the 
long  radial  run  of  waveguide  installed  in  (2)  above  and  the  accelerator  structure. 
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5.  The  waveguide  is  then  pressurized  with  an  appropriate  insulating  gas  mixture,  the 
air  purged,  and  leaks  repaired. 

6.  The  X-ray  source  is  activated  and  the  R-F  power  supply  properly  tuned  to  provide 
the  required  R-F  fields  in  the  accelerator  structure.  During  this  time,  personnel 
must  be  removed  to  a safe  area  and  all  safety  procedures  adhered  to. 

7.  The  dose  rate  is  measured  to  determine  that  adequate  radiation  is  being  supplied 
by  the  source.  This  is  accomplished  remotely  by  utilizing  an  ion  chamber  imme- 
diately in  front  of  the  X-ray  source. 

8.  A radiographic  exposure  is  made  of  the  area  of  interest  to  assure  proper  alignment 
and  X-ray  dose.  This  can  be  done  by  utilizing  the  video  fluoroscope  system  and 
another  ion  chamber  that  is  an  integral  part  of  a video  lluroscope  system.  The  ion 
chamber  would  provide  the  dose  at  the  film  plane  which  can  be  related  to  film 
density  and  the  fluroscope  would  assure  proper  positioning. 

9.  The  proper  detectors  arc  assembled  and  readied  for  test.  If  film  is  utilized,  the  film 
transport  system  is  loaded  with  the  appropriate  film  type.  If  film  fluroscopy  is 
utilized,  the  same  must  be  done  for  the  fluroscope. 

1 0.  The  centrifuge  is  now  activated  and  brought  to  the  specified  simulated  flight 
conditions. 

1 1.  The  engine  is  started  and  the  test  program  is  initiated  with  the  radiographic  ex- 
posures being  made  as  required. 

1 2.  After  the  exposures  are  completed,  the  centrifuge  is  stopped  and  the  film  re- 
covered and  processed. 

13.  The  processed  film  is  evaluated  on-site  in  approximately  30  minutes  after  retriev- 
al to  determine  if  satisfactory  exposure  has  been  obtained.  If  not,  steps  3 through 
13  should  be  repeated  as  required  to  provide  the  exposures  required. 

14.  After  obtaining  the  required  exposures,  Steps  1 through  13  would  be  repeated 
until  the  entire  test  program  has  been  completed. 

From  the  above,  it  can  be  seen  that  utilization  of  an  X-ray  source  by  R-F  power  at  the  cen- 
ter of  rotation  of  the  centrifuge  is  much  more  complex  than  when  the  entire  accelerator  and/ 
or  R-F  oscillator  are  located  at  the  engine  position. 
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EXPERIMENTAL  PROCEDURES  FOR  ENGINE  TESTING 

The  following  steps  outline  the  procedure  for  engine  radiographic  testing: 

1 . Before  testing,  identify  the  areas  of  the  engine  to  be  measured,  specify  engine 
operation,  and  determine  suitable  image  time  sequences  and  image  formats. 

2.  Utilize  a full  scale  print  of  an  engine  axial  cross  section  to  confirm  that  the  image 
format  is  suitable  for  the  required  measurement  and  to  provide  axial  and  radial 
engine  coordinates  defining  the  required  image  position.  The  coordinates  are  used 
to  specify  the  position  of  the  X-ray  source  and  the  X-ray  detector  system.  Given 
detailed  engine  geometry  and  X-ray  source  and  detector  parameters,  the  exposures 
for  the  areas  of  interest  can  be  calculated  and  actual  images  produced  if  required 
using  digital  techniques. 

3.  Upon  receipt  of  the  engine,  make  several  test  exposures  and  perform  a static  base 
line  radiographic  survey  to  document  the  condition  and  clearance  of  the  various 
areas  to  be  measured.  This  static  survey  verifies  and  establishes  the  X-ray  source 
and  detector  coordinates  and  the  correct  exposure. 

4.  During  testing,  remote  positioning  of  the  X-ray  source  and  detector  should  be 
utilized  to  provide  continuous  testing.  The  exact  length  of  test  would  depend  upon 
the  capacity  of  the  film  transport,  the  type  of  test  being  run,  the  total  number  of 
images/unit  time.  etc.  (This  assumes  that  sufficient  flexibility  of  source/detector 
positioning  exists). 

5.  After  completion  of  the  test,  stop  the  centrifuge  and  replace  the  film  in  the  film 
transport.  Transport  the  exposed  film  to  the  film  development  laboratory  for 
processing  and  subsequently  to  the  digital  image  processing  laboratory  for  analysis. 
The  data  provided  by  the  image  processing  laboratory  would  consist  of  tabulations 
and  graphs  of  clearance  versus  RPM,  time,  or  other  engineering  parameters.  A 
quick  turn  around  is  required  on  film  processing  to  insure  that  adequate  radio- 
graphs have  been  obtained  from  which  to  make  measurements.  This  information 

is  required  before  the  engine  test  is  to  be  terminated  to  allow  for  repeat  tests  if 
required.  Therefore,  an  on-site  film  processing  facility  will  be  required  with  both 
manual  and  automatic  processing  equipment. 


POSITIONING  SYSTEM  - CONCEPTUAL  MECHANICAL  DESIGN 

The  hingc-gimbul  positioner  proposed  m the  original  TELS  study  included  provision  for  an 
X-ray  support  frame.  No  details  were  supplied  as  to  how  axial  and  radial  motion  of  the  X-ray 
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unit  and  film  would  be  provided.  Although  external  and  motorized  control  of  motion  of  the 
X-ray  source  for  alignment  purposes  is  not  necessary  it  would  be  an  advantage  to  incorporate 
such  a feature  into  the  TELS  facility.  This  feature  would  reduce  manpower  and  time  require- 
ments to  reposition  the  source  and  film  during  a test  program  since  they  would  not  be  at- 
tached rigidly  with  nuts  and  bolts  to  the  X-ray  support.  Motorized  control  of  motion  of  the 
X-ray  source  and  film  would  also  allow  radiography  of  more  than  a single  position  on  the 
engine  being  tested  without  having  to  stop  the  centrifuge  each  time  in  order  to  reposition 
the  source  and  film  transport  system. 

The  hoop  support  frame  consists  of  two  hexogonal  side  plates.  These  two  side  plates  hold  the 
roll  bearing  with  integral  gear.  In  the  original  TELS  assembly  the  X-ray  support « shown 
rigidly  attached  to  these  side  plates.  In  addition  the  side  plates  are  shown  being  about  1.52 
meters  apart.  This  would  allow  only  a limited  axial  section  of  the  engine  to  be  radiographed 
without  having  to  move  the  engine  axially  in  the  hoop.  In  the  case  of  an  engine  with  after- 
burner, only  the  turbine  section  would  be  positioned  between  the  hoop  support  frames. 

The  original  design  concept  does  not  allow  positioning  of  the  source  outside  this  envelope 
and  this  means  that  fan  stages  as  well  as  most  sections  of  the  high  compressor  will  not  be  in 
a position  to  be  radiographed.  To  allow  more  of  the  engine  to  be  radiographed  the  hexagonal 
side  plates  should  be  spaced  as  far  apart  as  feasible,  probably  about  3 meters,  the  width  of 
the  centrifuge  arm.  This  should  be  considered  a requirement  in  the  final  TELS  design  phase. 


Two  possible  support  concepts  were  investigated.  These  are: 

1 . Modifications  necessary  to  make  the  originally  proposed  hinge-gimbal  X-ray  support 
system  feasible. 

2.  Design  concept  allowing  motorized  orientation  of  axial,  radial  and  circumferential  posi- 
tion of  both  the  X-ray  source  and  film  holder. 

A detailed  study  of  the  source  positioning  requirements  is  presented  in  Appendix  C and 
evaluates  the  degree  of  flexibility  of  a positioning  system. 


Modifications  to  Existing  Design 


The  design  proposed  in  the  original  TELS  study  consisted  of  a rigid  X-ray  support  frame 
attached  to  the  hoop  support.  The  X-ray  unit  is  shown  rigidly  attached  to  this  support  struc- 
ture. This  does  not  allow  for  radial  and  axial  motion  of  the  unit  relative  to  the  mounted 
engine  at  any  fixed  circumferential  position  of  the  frame.  The  X-ray  support  should  be  mod- 
ified in  a manner  such  as  that  shown  in  Figure  32.  A frame  will  have  to  be  constructed 
around  the  X-ray  unit  to  allow  for  support  when  the  unit  is  repositioned  axially  or  radially. 
The  film  holder  should  be  attached  to  an  extension  of  this  same  support  frame  which  extends 
to  the  opposite  side  of  the  engine  in  such  a manner  that  the  film  plate  will  always  be  perpen- 
dicular to  the  X-ray  beam. 
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ADDED  SUPPORT  FRAME 


Figure  32  X-Ray  Support  To  Provide  Axial  and  Radial  Repositioning 


The  X-ray  support  frame  with  the  film  holder  attached  to  it  should  rotate  as  a single  unit  on 
rolls  bearings  attached  to  either  side  of  the  hoop  support  frame.  In  doing  this  the  engine  mount 
system  will  have  to  be  raised  approximately  0.6  meters  above  the  turret  base  so  that  the 
side  of  the  X-ray  support  frame  which  has  the  film  holder  attached  to  it  will  not  hit  the 
turret  base  as  it  rotates  around  the  engine.  Incorporation  of  roll  bearings  into  the  X-ray  sup- 
port frame  will  allow  complete  freedom  in  radiographing  various  circumferential  positions  on 
the  engine. 


SIDE  VIEW 
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Another  modification  which  could  be  made  to  the  original  design  would  have  the  X-ray  sup- 
port frame  and  integral  film  holder  form  an  “I”  structure.  This  would  permit  the  X-ray  unit 
and  film  holder  to  be  positioned  axially  so  as  to  allow  radiography  of  parts  of  the  engine 
which  lie  outside  the  two  hoop  support  frames.  A sketch  of  such  a modification  is  shown  in 
Figure  33.  This  scheme  will  add  a substantial  amount  of  weight  to  the  hinge-gimbal  position- 
er and  its  impact  on  both  the  roll  bearing  for  the  X-ray  support  and  the  centrifuge  main 
bearing  will  have  to  be  determined  during  the  final  facility  design  phase. 

Motorized  X-Ray  Support  Frame 

A design  concept  is  proposed  that  would  reduce  the  size  of  the  actual  X-ray  unit  support 
structure  as  well  as  add  versatility  to  the  entire  positioning  unit,  ine  new  trame  design  allows 
axial  and  radial  positioning  relative  to  the  engine  as  well  as  the  ability  to  move  circumferen- 
tially around  the  engine.  Figure  34  shows  a possible  design  in  sketch  form. 
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Modification  To  Original  TELS  Design  Allowing  Axial  Positioning 
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The  new  support  consists  of  three  major  components.  The  first  is  a central  roll  bearing  sup- 
port frame  which  is  attached  to  the  hoop  support  frame  via  two  roll  bearings  with  integral 
gear.  The  central  frame  contains  a group  of  lead  screws  and  support  rails,  some  of  which  hold 
the  film  support  while  the  remaining  rails  hold  the  rectangular  X-ray  support  frame  to  the 
hinge-gimbal  positioner.  A small  rectangular  X-ray  support  offers  advantages  both  as  a weight 
savings  and,  due  to  its  reduced  cross-sectional  area  over  the  originally  proposed  design,  will 
provide  for  less  drag  and  thus  reduce  the  load  on  the  main  centrifuge  motors. 

The  X-ray  support  frame  is  attached  to  two  railings  via  bushings  which  allow  axial  motion. 
Radial  motion  is  provided  by  traversing  the  railing  supports  along  the  lead  screws.  The 
X-ray  film  holder  is  attached  to  the  opposite  side  of  the  central  support  frame  in  a similar 
manner.  An  additional  set  of  four  lead  screws  is  provided  to  allow  the  film  support  to  move 
inward  towards  the  engine.  In  this  way  the  geometric  magnification  of  the  object  plane  on 
the  film  can  be  controlled. 

Lead  screws  were  used  extensively  in  this  concept.  Although  they  are  adequate  in  carrying 
tensile  leads  they  are  less  rigid  with  regards  to  lateral  loading.  In  order  to  provide  extra 
support  for  the  lead  screws  in  resisting  side  loading,  the  ends  of  the  support  rails  should 
be  designed  to  ride  within  a channel  which  is  an  integral  part  of  the  central  support  frame. 

In  the  case  of  the  film  support  rails,  these  support  channels  will  have  to  move  laterally  along 
with  the  film  holder  when  the  location  of  the  film  plane  is  adjusted  for  proper  magnification. 
After  the  adjustment  is  made  the  channel  must  be  locked  in  place.  Figure  35  shows  a tech- 
nique whereby  the  channel  iron  which  supports  the  X-ray  support  rads  can  be  allowed  to 
move.  Wheels  attached  on  either  end  of  the  channels  provide  for  ease  in  traversing  of  the 
film  support  rails.  In  this  way,  the  lead  screws  which  move  the  film  support  rails  will  be 
restricted  from  large  lateral  deflections  due  to  the  centrifugal  forces. 

In  order  to  provide  complete  motorized  control  of  film  holder  and  X-ray  support  12  lead 
screws  will  have  to  be  employed.  Since  two  screws  can  be  driven  in  parallel  by  a single  high 
torque  motor,  six  such  motors  will  be  required.  A weight  estimate  of  this  positioner  is  given 
in  Table  111.  It  is  felt  that  a system  such  as  this  provides  the  positioning  flexibility  required 
in  the  TELS  radiographic  effort. 

A set  of  equations  required  to  locate  the  position  of  the  X-ray  source  relative  to  the  pinch 
points  determined  in  Appendix  C are  derived  in  Appendix  D. 
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FILM  HOLDER  SUPPORT  RAILS 


FILM  HOLDER  SUPPORT  DETAIL 

Figure  35  Schematic  of  X-Ray  Support  Frame  Allowing  Movement  of  the  Channel  Support 
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TABLE  III  - WEIGHT  ESTIMATE  FOR  X-RAY  POSITIONER 

COMPONENT  WEiGHT  BREAKDOWN 
(Intermediate  Engine!* 


COMPONENT 

MATERIAL  LENGTH 

WEIGHT 

(meters! 

(kg) 

X-Ray  Unit 

453.6 

12  Lead  Screws 

18.28 

751.1 

4 Support  Rails 

9.75 

400.5 

Film  Holder 

- 

1814 

Central  Support  Frame 

28.04 

1151.7 

X-Ray  Support  Frame 

12.19 

500.8 

2 Roll  Bearings  with  Integral  Gear 

- 

1315.4 

6 Lead  Screw  Motors 



272.2 

Total  5,026.7 


For  the  purpose  of  estimation  we  have  assumed  the  positioning  system  to  be  con- 
structed of  steel  (p  - 7.833  gm/cm3)  with  an  average  circular  cross-section  10.16  cm 
diameter.  Therefore,  the  weight/'unit  length  = 41.073  kg/meter. 
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SYSTEM  REQUIREMENTS 


GENERAL  REQUIREMENTS 

The  measurement  of  the  internal  clearances  of  gas  turbine  engines  during  simulated  flight 
loads  by  X-radiographic  techniques  is  required.  The  flight  loads  will  be  generated  by  a centri- 
fuge. The  maximum  radius  and  angular  speed  of  the  centrifuge  are  12.12  meters  and  33.4  rpm 
respectively  providing  a maximum  linear  acceleration  of  15-g.  The  X-radiographic  system 
must  be  capable  of  producing  the  required  dimensional  measurements  while  randomly  ori- 
ented relative  to  the  g-vector.  To  minimize  the  centrifuge  structural  requirements  the  weight 
and  size  of  the  radiographic  system  should  be  constrained  and  as  many  components  as  pos- 
sible restricted  near  the  center  of  rotation  of  the  centrifuge. 

The  major  components  of  the  X-radiographic  system  are:  1)  The  source  of  X-radiation, 

2)  the  detector  system,  and  3)  the  control  system. 

X-RADIATION  SOURCE  REQUIREMENTS 

Flexibility  in  positioning  of  the  X-radiation  source  is  essential  to  the  radiographic  measure- 
ments of  gas  turbine  internal  clearances.  Construction  of  the  X-radiation  source  must  be 
such  as  to  permit  positioning  and  operation  at  any  angle,  at  elevations  up  to  6 meters  above 
the  centrifuge  and  any  position  parallel  to  the  gas  turbine  shaft  for  a distance  of  6 meters.  The 
most  likely  choice  for  an  X-radiation  source  for  this  application  is  a linear  accelerator.  Sev- 
eral concepts  for  implementing  this  type  apparatus  exists.  Two  that  appear  most  feasible  are: 

1 . The  R-F  power  is  generated  at  the  center  of  rotation  of  the  centrifuge  and  trans- 
mitted via  a system  of  rigid  and  flexible  waveguides  and  couplings  to  an  accelera- 
tor structure  mounted  at  the  gas  turbine  location.  A major  drawback  to  this  scheme 
is  the  lack  of  flexibility  in  positioning. 

2.  The  most  attractive  concept  from  an  operational  viewpoint  is  to  have  the  modula- 
tor and  pulse  transformers  located  at  the  center  of  rotation  of  the  centrifuge  and 
the  accelerator  structure,  R-F  oscillator,  and  other  necessary  components  at  the 
gas  turbine  location.  The  high  voltage  pulses  to  the  electron  gun,  control  grid,  and 
R-F  power  supply  would  be  supplied  with  flexible  conductors. 

A source  of  X-radiation  suitable  for  these  measurements  must  meet  the  following  require- 
ments: 

Bremsstrahlung  Spectrum  - Must  contain  X-ray  photons  with  energies  to  10  MeV. 

■ Bremmstrahlung  Flux  - A minimum  of  50R/sec,  @ 1 meter. 

X-Ray  Source  Shapes  — Circular 

X-Ray  Source  Diameter  - Less  than  or  equal  to  1.0  mm. 

X-Ray  Pulse  Width  - 2 to  5 microseconds. 

X-Ray  Pulse  Rate  - Adjustable  from  50  to  350  pulses  per  second  U >. 

Toth’  X-Ray  Field  Angle  - Adjustable  from  8°  to  1°. 

(1)  The  flux  rate  may  vary  with  the  pulse  rate. 
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Adjustable  X-Ray  Beam  Collimator  — Control  of  the  X-ray  beam  is  essential  in 
high  energy  radiography.  The  X-ray  field  at  the  detector  should  be  only  slightly 
larger  than  the  detector  area.  This  improves  image  quality  by  decreasing  scatter 
and  complements  the  radiation  shielding  of  personnel. 

Electron  Beam  Control  — Control  of  the  electron  beam  of  the  accelerator  via  an 
integral  control  grid  provides  instant  on  and  off  of  the  X-ray  beam.  This  is  required 
for  the  rapid  acquisition  of  X-ray  images  during  engine  transients.  The  control 
grid  supresses  the  electron  beam  at  the  gun  of  the  accelerator  and  thus  stops  the 
production  of  X-ray.  This  leaves  the  cavities  of  the  accelerator  in  a condition  to 
immediately  accept  additional  electrons  for  acceleration.  When  the  control  volt- 
age is  removed  from  the  grid,  the  electrons  are  allowed  to  leave  the  gun  region  and 
be  accelerated  to  produce  X-rays.  The  termination  and  start-up  of  the  X-ray  pro- 
duction occurs  in  a few  milliseconds  or  less.  Without  this  option,  start-up  can 
take  300  to  500  milliseconds. 

Alignment  Laser  — A laser  that  is  aligned  with  the  center  of  the  X-ray  field  is  a 
great  aid  in  alignment  of  the  X-ray  source  with  the  engine  and  detector,  and  should 
be  a part  of  the  X-ray  source. 

Exposure  Measurement  - A device  for  the  measurement  of  radiation  dose  rate  and 
total  dose  is  required  for  the  TELS  X-ray  source.  Provisions  should  be  made  for 
selecting  the  total  dose  required  for  an  exposure  and  automatic  termination  of 
the  dose  upon  completion  of  the  pre-set  dose.  A monitor  for  dose  rate  should 
also  be  provided. 

The  total  dose  and  dose  rate  measurements  should  be  made  at  the  detector  as  well 
as  at  the  target.  By  calibrating  the  dosimeter  output  against  total  dose  or  dose  rate 
at  the  detector,  the  correct  exposure  can  be  determined  easily  as  new  areas  of  the 
engine  are  investigated. 


DETECTOR  SYSTEM  REQUIREMENTS 

The  detector  system  should  permit  the  detection  of  the  modulated  X-radiation  with  spatial 
resolution  that  is  limited  by  test  geometric  considerations  rather  than  the  detector  spatial 
frequency  response.  The  nominal  source  to  object  and  source  to  detector  distances  are  2.54 
meters  and  3.30  meters  respectively.  The  system  should  provide  means  for  both  film  and 
electronic  detection.  Both  the  electronic  detection  and  the  film  detection  systems  contained 
in  a single  light  weight  package  would  be  attractive. 

The  system  should  provide  remote  positioning  of  X-ray  film.  A capacity  for  up  to  100, 35.56cm 
x 43.18  cm  radiographic  images  is  required.  Film  translation  should  occur  at  a rate  of  one 
35.56  cm  x 43.18  cm  frame  per  second. 

The  detector  system  should  also  provide  electronic  detection  at  approximately  television 
framing  rates.  Image  areas  from  15.24  to  35.56  cm  are  acceptable  as  well  as  alternate  electronic 
schemes  for  generating  the  required  dimensional  measurements.  Hard  copies  of  the  electronic 
image  are  desirable. 
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CONTROL  SYSTEM  REQUIREMENTS 

All  machine/human  interfaces  should  be  designed  to  facilitate  utilization  of  the  system  and 
minimize  complexity. 


Accurate  control  of  the  radiographic  exposure  is  required.  This  can  be  accomplished  by  co  - 
trol  of  the  total  dose,  dose  rate,  and  time  of  the  exposure.  Means  should  be  provided  for  con- 
trol of  the  exposure  by  direct  measurement  of  the  X-radiation  being  generated,  as  well  as 
time  of  exposure.  Termination  of  the  exposure  should  be  accomplished  by  either  accumula- 
tion of  a preset  total  dose,  or  a preset  time. 


The  pulse  repetition  frequency  of  the  source  should  be  controllable  from  the  operator  s 
console.  This  control  must  be  manually  and  remotely  accomplished.  Provisions  must  be 
made  to  accept  a tachometer  input  of  variable  frequency  and  amplitude  to  allow  a strobo- 
radiographic  capability.  Provisions  must  also  be  made  to  delay  the  pulse  initiation  in  1 in- 
crements from  the  receipt  of  the  tachometer  pulse.  The  range  of  the  device  should  be  360 
This  feature  allows  the  investigation  of  various  circumferential  positions  on  a rotating  part. 


Activation  of  the  X-ray  source  should  be  accomplished  from  an  operator  s console.  Single  or 
multiple  exposures  at  a preset  dose  should  be  accommodated.  Appropriate  interfaces  should 
be  provided  between  the  detector  and  X-ray  source  to  facilitate  a selected  sequence  of  ex- 
posures with  a random  time  interval  between  exposures.  These  exposures  will  be  obtained 
automatically  after  manual  or  external  initiation  of  the  sequence. 

To  accommodate  the  acquisition  of  X-radiographs  at  rates  of  one  per  second  requires  an 
accelerator  with  a fast  on-off  capability.  Fast  rise  to  full  power  is  a strong  requirement.  The 
utilization  of  a control  grid  in  the  electron  gun  should  be  considered. 


Sufficient  safety  interlocks  should  be  provided  with  the  system  so  that  interfacing  of  the 
system  with  an  electronic  safety  system  can  be  accomplished.  Separate  circuits  must  be  pro- 
vided for  emergency  shutdown  of  the  X-ray  source  from  the  operator’s  console  or  from  re- 
motely operated  switches.  All  safety  devices  or  systems  required  by  Federal  and  local  radia- 
tion safety  standards  must  be  incorporated  into  the  design  of  the  system. 

Diagnostic  and  fault  circuits  should  be  incorporated  into  the  design  of  the  system  to  insure 
ease  of  troubleshooting  and  a low  probability  of  system  failure  due  to  improperly  operating 
subsystems. 

All  control  systems  will  connect  to  the  X-radiographic  system  through  a system  of  slip  rings 
or  other  suitable  devices.  Redundancy  in  the  safety  circuits  passing  through  the  slip  rings 
should  be  considered  as  well  as  multiplexing  of  less  critical  control  functions.  Other  control 
systems  that  provide  for  ease  of  equipment  operation  and  maintenance  or  safety  should  also 
be  considered. 
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FILM  TRANSPORT  AND  VIDEO  FLUOROSCOPY 

In  order  to  successfully  implement  radiographic  measurements  on  the  TELS,  methods  are 
required  for  remote  handling  of  radiographic  films  and  other  detector  systems  to  eliminate 
the  necessity  of  physically  mounting  and  removing  a film  cassette  as  is  the  normal  practice 
in  X-radiography.  By  restricting  the  X-ray  beam  to  the  size  required  to  expose  the  film  or 
excite  the  particular  detector,  systems  can  be  developed  for  remotely  translating  radiographic 
film  to  provide  the  capability  for  continuous  radiography  during  the  centrifuge  operation. 

An  X-ray  film  transport  system  utilizing  roll  film  and  capable  of  operation  under  15-g  loads 
could  be  designed  and  fabricated  that  would  allow  exposures  at  rates  to  one  per  second  de- 
pending upon  the  final  X-ray  source  output,  image  size,  film  type,  and  engine  component 
being  radiographed.  This  device  coupled  with  an  integral  real  time  fluoroscopic  system  and 
the  proposed  positioning  mechanism  would  allow  remote  positioning,  real  time  viewing  and 
X-ray  film  recording  of  the  internal  clearances  of  interest  without  the  necessity  of  stopping 
the  centrifuge  (assuming  the  1 5-g  magnetrons,  etc.  have  been  qualified  and  implemented). 

The  real  time  fluoroscopic  system  would  require  a video  camera  capable  of  low  light  level 
detection  and  1 5-g  operation  if  the  camera  was  to  be  mounted  at  the  extreme  engine  loca- 
tion. The  15-g  criteria  could  possibly  be  met  by  a diode  array  solid-state  camera  utilizing  an 
image  intensifier.  An  alternate  approach  would  be  to  utilize  an  image  isocon  camera  located 
at  the  center  of  rotation  and  coupled  to  the  fluoroscopic  screen  via  an  optical  system  or  a 
coherent  fiber  optic  bundle. 

The  video  fluoroscope/film  transport  system  should  have  the  capabilities  of  providing  critical 
test  information  concurrently  with  the  image  acquisition  so  the  clearance  measurement 
can  be  correlated  with  time,  engine  rpm,  temperature  or  other  engineering  parameters.  Reli- 
able image  identification  is  a necessity  for  any  system  utilized  for  measurement  purposes. 

Currently  this  type  of  equipment  suitable  for  TELS  is  not  available.  Similar  equipment  for 
1-g  applications  are  currently  being  utilized  by  P&WA  for  engine  radiography.  The  design 
and  fabrication  of  the  required  remote  film  handling  equipment  and  video  fluoroscopy  can 
be  executed  utilizing  currently  available  technology. 

FILM  PROCESSING  AND  DATA  ANALYSIS 

For  roll  radiographic  film,  an  automatic  X-ray  film  processor  will  be  required  to  provide  suf- 
ficient control  over  development  speed,  chemicals,  and  temperature.  This  control  is  necessary 
to  implement  the  special  film  processing  techniques  developed  via  the  manual  processing  tanks. 
Adequate  provisions  should  be  made  to  handle  photographic  film  that  would  be  used  in  a 
fluoroscopic  system.  The  provisions  consist  basically  of  the  appropriate  size  trays  for  manual 
processing  and  an  appropriate  automatic  processor  for  photographic  film. 

Processing  of  Magnetically  Stored  Images 

The  video  fluoroscopy  used  on  TELS  will  produce  images  on  analog  and  digital  magnetic 
tape  and  video  disk.  The  usual  way  to  record  a video  signal  is  by  using  a video  tape  recorder. 
Alternate  ways  that  are  of  great  use  in  analyzing  the  images  are  digital  magnetic  tape  and 
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video  disk.  Recorders  and  playback  units  are  required  for  each  of  these  techniques  as  well 
as  suitable  monitors  to  view  the  images.  Means  should  be  provided  to  produce  hard  rapies 
of  the  images  recorded  on  these  devices.  This  can  be  accomplished  in  several  ways.  The 
more  common  are  photographic  recording  directly  from  the  video  monitor  and  electronic 
hard  copy  production  directly  from  the  video  signal.  The  digital  recording  is  required  to 
implement  image  processing  of  the  fluoroscopic  image. 


Computer  Image  Processing 

Acquisition  of  clearance  measurement  from  X-radiographs  has  proven  to  be  the  most  diffi- 
cult and  costly  operation  involved  in  a radiographic  engine  test.  During  a test,  thousands  of 
radiographic  images  are  produced  to  describe  the  action  of  the  engine  under  various  opera- 
ting conditions.  Added  to  the  problems  associated  with  the  large  number  of  radiographs  is 
the  difficulty  in  analyzing  each  radiograph  to  extract  the  multiple  measurements  obtainable. 
Difficulty  is  encountered  primarily  because  the  radiographic  blur  makes  the  exact  location 
of  edges  uncertain.  In  order  to  eUminate  these  problems,  increase  measurement  accuracy, 
and  decrease  cost,  it  is  necessary  to  employ  automated  computer  techniques  to  obtain  the 
required  measurements.  A suggested  computer  image  processing  system  to  handle  the  TbLb 
measurement  is  shown  in  the  block  diagram  of  Figure  36.  The  basic  components  of  the  sys- 
tem are  the  image  scanner,  the  computer,  the  digital  storage  devices  and  the  interactive  con- 
sole. 


The  image  scanner  is  a device  that  automatically  scans  the  image  point-by-point  and  converts 
the  image  density  and  position  information  into  a digital  format.  This  is  done  under  compu- 
ter control  and  the  information  obtained  is  stored  in  core  memory,  on  magnetic  disk  or  tape. 
The  computer  provides  a control  function  for  all  the  peripherals,  data  storage,  data  mani- 
pulation and  calculation. 

The  interactive  operator’s  console  provides  the  required  interface  between  the  operator  and 
the  scanner,  computer,  recording  media,  and  image  processing  programs.  The  operator  can 
control  the  areas  of  the  image  to  be  scanned  via  a light  pen  or  cursor.  Images  stored  on  mag- 
netic tape  or  disk  can  be  reconstructed  on  an  interactive  CRT  display  as  required. 

The  magnetic  disk  storage  is  required  for  rapid  access  to  various  images  for  image  to  image 
comparison  and  computation.  The  magnetic  tape  provides  long-term  storage  of  images  and 
a means  to  transport  images  to  other  locations  as  needed. 
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Table  IV  outlines  the  service  requirements  for  the  X-ray  system.  The  exact  service  require- 
ments depends  upon  the  specific  design  details  of  the  X-ray  source. 


TABLE  IV 

SERVICE  REQUIREMENTS  FOR  X-RADIATION  SOURCE 


ijjiyiiH 

X-Ray  Source 
Electrical 


Positioning  System 
Electrical 


45  KVA.  220  VAC  ±5% 

50  to  60  Hz,  3 phase, 

4 wires  plus  ground 
Coolant 

2 

0.757  Liter/sec  @ 20°C,  34  newton/cm 


20  KVA,  440  VAC  ±5% 
50  to  60  Hz,  3 phase, 

4 wires  plus  ground 

Controls 

Electrical 


Detector  Systems 


Electrical 


Provisions  for  20  channels  - 20  VDC 
8 channels  - 100  VDC 
8 channels  - 1 10  VDC 


10  KVA,  1 10  VAC  ±5%  Low  «*,rent  contro1  lines 

50  to  60  Hz,  3 phase, 

2 wires  plus  ground 


NOTE:  Exact  service  requirements  for  TELS  depends  upon  details  of  radiographic  system 

design. 


TELS  SHIELDING  REQUIREMENTS 


It  is  desirable  to  design  the  TELS  facility  so  that  radiographic  measurements  of  internal 
clearances  of  the  engine  under  test  can  be  made  without  necessity  of  the  proposed  earthen 
revetment  and  provide  the  degree  of  radiation  protection  for  the  facility  operators  as  well  as 
the  general  populace.  Elimination  of  the  earthen  revetment  would  reduce  the  problem  of 
exhaust  gas  ingestion  by  the  engine  during  testing  and  reduce  the  cost  of  the  installation. 

The  approach  that  was  investigated  to  accomplish  these  objectives  consisted  of  restricting 
by  means  of  appropriate  fences,  gates,  interlocks,  warning  lights,  audible  alarms,  local  shield- 
ing, and  operation  procedures,  access  to  the  area  of  the  facility  in  which  dose  rates  in  excess 
of  the  maximum  permissible  dose  could  be  obtained. 
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Figures  37  and  38  show  the  suggested  layout  of  the  TELS  Facility.  The  outer  fence  is  placed 
at  a distance,  b,  from  the  centrifuge  center  to  insure  that  during  simultaneous  operation  of 
the  centrifuge  and  X-ray  source  that  the  maximum  permissible  dose  of  X-radiation  is  not  ex- 
ceeded. This  distance  was  established  by  calculation,  utilizing  appropriate  values  of  per- 
missible dose,  workload,  use  factor,  occupancy  factor,  etc.,  and  depends  upon  the  acceptable 
workload  for  the  facility. 


Figure  37  Layout  of  TELS  Facility  Without  Earthern  Revetment 


The  inner  fence  and  fenced  access  road  serves  to  constrain  the  area  inside  the  outer  fence  to 
a size  easy  to  control  by  visual  observation  and  should  be  kept  clear  of  natural  growth.  The 
radius,  a,  of  the  inner  fence  should  be  minimized  to  enhance  control  of  personnel  in  the  area 
and  to  reduce  cost.  Gates  at  either  end  of  the  road  must  be  provided  with  locks  and  interlocks 
so  that  adequate  control  of  personnel  access  can  be  maintained.  The  locks  should  be  part  of 
the  interlock  system  that  controls  operation  of  the  X-ray  source.  The  gates  must  be  closed 
and  locked  in  order  for  the  X-ray  source  to  be  activated.  Emergency-off  switches  should  be 
provided  along  the  fenced  access  road,  the  inner  fence,  and  other  appropriate  places. 

Additional  safety  margin  could  be  insured  by  providing  dose  rate  meters  at  the  outer  fence 
toward  the  nearest  occupied  area  and  at  acceptable  intervals  from  that  point.  These  dose 
meters  should  record  accumulated  dose.  Readout  of  the  accumulated  dose  recorded  by  each 
meter  should  be  available  at  the  control  console  so  that  the  permissible  dose  at  the  outer 
fence  would  not  be  exceeded.  The  accumulated  dose  at  the  end  of  each  exposure  should  be 
recorded.  If  at  the  end  of  any  seven  consecutive  days  the  exposure  at  the  outer  fence  ex- 
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— .0,  rad,  the  X-ra,  aou^w^d  *» 

cTad  from  bem6  a,  Urn  oofar  fern*  for  Or.  fono«mg  aevm,  day. 


or 


OnpraHon  of  the  X-ray  source  when  the  centrifuge  is  not  in  operation  is  required  and  can  be 
implemented  by  insuring  that  it  is  pointed  away  from  occupied  areas  and  by  providinfishielding 
ftwthe  primary  beam  on  the  service  modules  that  will  be  required  to  install  and  maintain 

the  engine  under  test. 


Figure  38  Adequate  Protection  Provided  by  Fencing  and  Location  of  Control  Room 

Inherent  in  tiie  calculation  of  the  dose  at  the  outer  fence  is  the  “use  factor”  defined  as  the 
fraction  of  the  workload  during  which  the  radiation  under  consideration  is  directed  at  a 
particular  barrier.  In  the  case  of  a rotating  source,  the  use  factor  is  the  ratio  of  the  beam 
angle  to  a full  revolution.  When  this  approach  is  utilized  to  calculate  dose  it  is  necessary  to 
insure  that  the  centrifuge  be  rotating  when  the  source  is  not  directed  at  the  primary  shielding. 
Limit  switches  and  angular  rate  sensors  can  be  utilized  as  inputs  to  logic  circuits  that  are  part 
of  the  safety  interlock  systems  to  assure  that  the  proper  conditions  are  met  for  safe  operation. 
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The  calculation  of  the  weekly  permissibleworkload  at  various  distances  to  the  outer  fence 
was  based  on  the  following  assumptions; 

1 . The  primary  beam  was  aligned  directly  toward  the  outer  fence  with  the  beam 
centerline  horizontal. 

2.  The  total  beam  angle  was  8°. 

3.  An  “effective”  value  for  the  absorption  coefficients  and  build-up  factors  for  the 
continuous  bremsstrahlung  spectrum  was  meaningful. 

4.  The  pulse  repetition  frequency  of  the  X-ray  source  was  sufficiently  high  to  ap- 
proximate a continuous  source  of  radiation  for  the  purpose  of  these  calculations. 

5.  The  primary  beam  was  always  attenuated  by  7.62  cm  of  steel  or  equivalent. 

6.  The  use  factor,  U,  for  the  primary  beam  calculation  could  be  reasonably  repre- 
sented by  the  ratio  of  the  total  beam  angle  to  one  revolution. 

7.  That  the  site  location  is  sufficiently  remote  to  assure  that  the  occupancy  factor,  T, 
at  the  outer  fence  could  be  assumed  0.25  or  less  for  the  primary,  leakage,  and 
scatter  calculations. 

8.  The  X-ray  spectrum  was  produced  by  10  MeV  electrons  and  a tungsten  target. 

Assumption  (1)  was  chosen  as  a worst  case  condition  and  the  workload  based  on 
this  assumption  would  be  conservative.  In  routine  operation,  the  source  is  expected 
to  be  oriented  toward  the  ground  a great  deal  of  the  time.  Restricting  the  beam 
centerline  to  angles  greater  than  8°  below  horizontal  would  insure  that  the  beam 
would  strike  the  ground  inside  the  outer  fence  for  an  outer  fence  radius  of  300 
meters. 

An  “effective”  value  of  absorption  coefficient  has  some  validity  if  it  is  chosen  in  a 
manner  to  produce  a reasonable  approximation  of  the  absorption  of  the  continuous 
spectrum. 

The  pulse  repetition  frequency  of  an  X-ray  source  for  the  TELS  application  must 
approach  360  pulses  per  second.  Otherwise,  the  source  is  .rot  suitable  for  turbine 
engine  stroboradiographic  purposes.  During  the  majority  of  the  testing,  exposures 
on  the  order  of  10  seconds  are  likely.  This  implies  approximately  1.8  pulses  per 
degree  of  rotation  for  the  centrifuge  maximum  angular  rate.  This  coupled  with  the 
8°  total  beam  angle  is  believed  to  be  a satisfactory  approximation  to  a continuous, 
uniformily  distributed,  (during  rotation)  X-ray  beam. 
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In  order  to  insure  assumption  (5)  is  met,  a 7.62  cm  steel  shield  should  be  built  into 
the  detector  positioner,  and  mechanical  and  electrical  interlocks  provided  to  pre- 
vent operation  of  the  source  without  the  shield  in  place.  During  engine  testing,  the 
engine  will  provide  additional  attenuation  of  the  primary  beam.  Therefore,  this 
assumption  should  provide  a conservative  estimate  of  workload  during  engine  test- 
ing provided  the  shield  is  a required  part  of  the  system.  A suggested  shield  con- 
figuration is  illustrated  in  Figure  39. 


Figure  39  Shield  Construction  Composed  of  Lead  and  Steel 

The  shield  construction  should  be  a composite  of  lead  and  steel.  The  lead  should  face  the 
X-ray  source  and  the  ratio  of  lead  to  steel  thickness  should  be  maximized  consistent  with 
design  and  structural  requirements. 

The  use  factor  for  the  primary  beam  during  the  centrifuge  operation  is  about  0.022  based  on 
assumption  (6).  It  seems  reasonable  that  this  approach  be  used  to  calculate  the  use  factor 
based  upon  the  definition  of  the  use  factor. 

The  site  of  the  facility  should  be  selected  such  that  the  occupancy  factor  at  the  outer  fence 
is  minimized.  Otherwise,  operation  without  the  benefit  of  fixed  radiation  shielding  should 
be  reconsidered.  An  occupancy  factor  of  0.25  or  less  should  be  achievable  at  the  outer  fence 
for  the  currently  proposed  site. 

The  details  of  these  calculations  are  given  in  Appendix  E.  The  largest  practical  radius  to  the 
outer  fence  for  the  proposed  site  is  approximately  300  meters.  The  total  permissible  work- 
load for  this  distance  was  estimated  to  be  3.002  x 10^  rads/wk.  measured  at  one  meter  from 
the  X-ray  source  and  based  on  the  stated  assumptions.  This  would  give  a total  beam-on  time 
of  1.66  hours  per  week  for  a source  with  an  output  of  3000  rads/min.  at  one  meter.  This 
in  turn  would  provide  approximately  600  radiographs  at  10  seconds  per  exposure.  This 
quantity  is  believed  to  be  a conservative  estimate,  but  is  considered  to  be  an  acceptable  num- 
ber of  radiographs  based  on  turbine  engine  radiographic  experience. 

A detailed  calculation  of  the  workload  at  300  meters  was  performed  taking  into  account  the 
continuous  nature  of  the  X-ray  spectrum.  This  produced  a maximum  permissible  workload 
of  5.40  x 10s  rads/wk.  at  one  meter  from  the  source  for  a static  source  and  a workload  of 
1.104  x 106  rads/wk  at  one  meter  from  the  source  for  a rotating  source.  This  calculation 
implies  a 3.00  hours  per  week  beam-on  time  for  the  static  source  and  a 6.13  hour  per  week 
beam-on  time  for  the  rotating  source  assuming  an  output  of  3000  rads/min.  at  one  meter 
from  the  X-ray  source.  All  of  these  estimates  should  be  confirmed  by  a qualified  health 
physicist. 
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APPENDIX  A 

ON/OFF  CENTRIFUGE  CONCEPTS 
X-RAY  MOUNTED  ON  THE  CENTRIFUGE 

I.A.  RF  Power  Generated  at  the  Center  of  Rotation  and  Transmitted  to  an  Accelerator 
at  the  Engine  Location 

In  this  approach,  the  entire  electronics  package  including  the  RF  power  source  would  be  lo- 
cated at  the  center  of  rotation  to  minimize  the  g-loads.  This  would  allow,  by  judicious  place- 
ment of  parts,  the  utilization  of  available  components  for  the  majority  of  the  system. 

The  RF  power  would  be  transmitted  via  waveguides  to  an  accelerator  mounted  on  a position- 
ing system  at  the  engine  location.  A degree  of  flexibility  can  be  built  into  the  waveguide 
structure  by  the  use  of  bellows  type  sections  and  a collection  of  waveguide  sections  of  various 
lengths  and  angles. 

i 

The  waveguide  section  would  have  to  be  adequately  constructed  to  withstand  the  g-loads. 
Aluminum  can  be  utilized  for  waveguide  and  could  certainly  be  utilized  for  those  sections 
that  run  parallel  to  the  centrifuge  arm. 

The  accelerator  structure,  vac-ion  pump,  and  electron  gun  must  be  designed  to  withstand  the 
high  g-loads  encountered  at  the  engine  position.  It  appears  that  although  existing  high-g  accel- 
erator structures  do  not  exist,  they  could  be  designed  and  fabricated.  A design  that  would 
likely  provide  a satisfactory  structure  would  utilize  a composite  waveguide  such  as  high  strength, 
high  modulus  steel  with  the  RF  cavities  copper  plated.  A similar  composite  could  be  utilized 
for  the  waveguides.  In  both  cases  external  reinforcement  could  be  utilized  to  provide  addition- 
al stiffness  as  required. 

The  vac-ion  pump  would  likely  require  redesign  and  the  electron  gun  definitely  would  have  to 
be  specifically  designed  to  withstand  the  loads,  however,  no  severe  complications  are  envisioned 
in  this  area. 

The  entire  assembly  located  at  the  engine  must  be  mounted  on  a frame  that  has  sufficient 
stiffness  and  strength  to  preserve  accelerator  alignment  and  the  spatial  relationships  of  all 
components  secured  to  it. 

A fairly  significant  problem  associated  with  this  approach  is  the  necessity  to  do  waveguide 
plumbing  each  time  a new  position  is  radiographed.  Long  waveguides  imply  larger  losses  than 
short  guides  but  this  is  not  likely  to  be  an  important  consideration.  A variety  of  alignments 
are  shown  in  Figures  A. la,  lb,  and  lc  to  illustrate  the  complexities  in  routing  fixed  waveguide 
sections. 
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I.B.  Electron  Beam  Generated  at  the  Center  of  Rotation  and  Transmitted  to  a Target 
at  the  Engine  Location 

An  alternative  to  l.A.  is  to  actually  accommodate  the  entire  accelerator  structure  at  the 
center  of  rotation  and  transmit  the  high  energy  electron  beam  along  the  centrifuge  to  the 
position  of  the  engine.  At  that  point,  the  beam  would  collide  with  an  appropriate  target  and 
produce  the  bremsstralung  radiation  required. 

The  electron  beam  having  been  accelerated  to  an  appropriate  energy  at  the  center  of  rotation 
would  be  transmitted  via  evacuated  tubular  structures  to  the  position  of  the  engine.  These 
tubes  would  provide  sufficient  magnetic  shielding  and  focusing  magnets  to  maintain  proper 
electron  trajectories.  By  utilizing  flexible  joints  and  turning  magnets  the  electron  beam 
would  be  directed  to  the  appropriate  position  relative  to  the  engine  and  allowed  to  collide 
with  the  target  to  produce  the  radiation  required.  The  complexities  of  this  approach  is  simi- 
lar to  the  previous  one.  The  advantage  is  that  critical  assemblies  such  as  the  accelerator 
structure,  etc.  can  now  be  placed  in  a low-g  environment  and  off-shelf  components  utilized. 

The  transmission  losses  of  the  electron  beam  would  be  primarily  due  to  losses  incurred  during 
turning  of  the  beam.  The  beam  bending  magnet  would  be  designed  to  handle  monoenergetic 
electrons.  Since  the  electrons  in  the  beam  have  varying  energy,  some  will  be  turned  too  much 
and  some  too  little.  These  will  collide  with  the  walls  of  the  guide  and  represent  a net  loss  of 
radiation.  Several  turning  magnets  (at  least  two)  would  be  required  to  accomplish  the  posi- 
tioning of  the  target.  Since  the  turning  angles  must  be  variable,  the  turning  magnets  must 
be  preprogrammed  to  provide  the  correct  turning  fields  for  the  angle  set.  This  could  be  done 
manually  but  should  likely  be  accomplished  using  transducers  to  provide  positioning  data 
to  a digital  computer  which  would  in  turn  control  the  applied  magnetic  fields. 

Since  the  magnetic  fields  are  variable,  the  losses  associated  with  transmitting  the  electron 
beam  are  also  variable.  These  losses  are  significant  in  at  least  two  ways. 

The  first  is  that  losses  imply  that  a larger  input  energy  is  required  to  provide  the  required 
radiation  and  second,  the  losses  due  to  collision  with  the  walls  of  the  guide  tube  produces 
secondary  sources  of  radiation  that  would  effect  the  quality  of  the  radiograph. 

Turning  magnets  are  currently  utilized  in  industrial  and  medical  radiographic  equipment 
and  do  not  represent  a significant  design  problem  except  in  respect  to  the  high-g  loads.  How- 
ever, the  magnets  are  basically  solid  state  devices  and  should  present  no  difficulties. 

I.C.  High  Voltage  Generated  at  the  Center  of  Rotation  and  Transmitted  to  RF  Power 
Supplies  and  Accelerator  at  the  Engine  Location 

This  approach  is  similar  to  l.A.  except  that  the  RF  generation  is  moved  from  the  center  of 
the  rotation  to  the  engine  position.  This  implies  that  the  RF  power  source,  waveguide,  water 
load,  circulator,  etc.  must  be  built  to  accommodate  the  high  g-loads. 
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Conversations  with  Varian  Associates  of  Palo  Alto,  California  suggests  that  a co-axial  type 
magnetron  would  be  a likely  choice  for  a RF  power  source.  This  type  of  structure  although 
relatively  rugged  has  not  been  tested  to  the  loads  to  be  encountered  on  TELS  and  would 
have  to  be  evaluated  and  redesigned  if  necessary. 

It  was  also  suggested  that  in  order  to  decrease  the  load  effects  on  the  accelerator  structure 
and  to  minimize  the  structural  requirements,  that  a small  light-weight  accelerator  structure 
be  fabricated.  Varian  suggested  utilization  of  X or  C band  for  the  RF  frequency.  This  implies 
a relatively  small  accelerator  structure  of  approximately  6.35cm  in  diameter  by  61  cm 
long  to  achieve  8 MeV  electrons.  Total  weight  of  such  an  accelerator  would  be  about  57  kilo- 
grams. The  capabilities  of  an  X band  magnetron  is  about  1.5  megawatts.  Two  of  these 
devices  feeding  the  accelerator  simultaneously  would  produce  between  600  and  900  rads / 
min.  at  1 meter.  This  is  approximately  30%  of  the  output  of  the  device  utilized  by  P&WA 
for  engine  radiographs  and  would  require  an  exposure  time  70%  longer  than  currently  used.  All 
components  of  the  structure  would  have  to  be  specifically  designed  for  the  TELS  application 
as  was  discussed  in  I.A. 

Utilization  of  a S band  machine  such  as  the  Linatron  2000  implies  an  accelerator  structure 
of  at  least  one  meter  and  a diameter  of  about  five  inches.  The  weight  of  the  unit  would  be 
in  the  neighborhood  of  250  kilograms.  Again,  the  equipment  does  not  currently  exist  that 
is  compatible  with  the  high  g-load  requirement. 

I.D.  Entire  X-Ray  Source  at  Engine  Position 

All  of  the  problems  of  I.C.  are  encountered  in  this  approach.  In  addition  all  components  of 
the  system  would  be  subjected  to  the  high  loads.  This  does  not  appear  to  be  a viable  approach. 

X-RAY  MOUNTED  OFF  THE  CENTRIFUGE 

1 1 A.  Single  Source  Capable  of  Producing  Measurements  in  a Single  Pulse 

This  technique  implies  that  the  entire  radiation  dose  required  to  produce  the  measurement 
is  delivered  in  a single  pulse  by  a device  located  at  a particular  circumferential  position  off 
of  the  centrifuge.  This  pulse  length  should  be  kept  to  one  microsecond  or  shorter.  This  does 
not  appear  to  be  a significant  problem  because  most  single  pulse  devices  used  for  flash  radio- 
graphy normally  operate  with  pulse  lengths  in  the  low  nanosecond  range.  The  primary  prob- 
lem associated  with  this  technique  is  the  delivery  of  the  250R  minimum  dose  (foT  film 
measurements)  in  one  puise. 

Phermex  is  a very  large  standing  wave  linear  accelerator  structure  operating  at  50  MHz.  This 
requires  RF  cavities  of  about  5.5  meters  diameter.  The  three  cavities  of  this  system  are  a to- 
tal of  about  9 meters  in  length  and  produce  an  electron  beam  energy  of  about  30  MeV.  The 
resulting  dose  at  l meter  from  the  target  is  about  50R,  however,  the  machine  has  produced 
doses  of  100R  and  is  currently  being  modified  to  produce  this  output  routinely.  100R  is  not 
believed  to  be  the  upper  limit  of  the  device’s  capabilities.  However,  there  was  no  estimate  of 
the  cost  or  time  involved  to  develop  it  beyond  the  present  100R  goal.  This  100R  output  is 
only  40%  of  the  TELS  requirement  for  a single  pulse  system  utilizing  film  for  detectors. 
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The  tungsten  target  utilized  by  Phermex  for  generation  of  the  bremsstralung  is  destroyed  by 
the  electron  beam  at  the  point  of  impingement.  A circular  target  that  is  remotely  indexed 
is  currently  utilized.  When  the  target  is  indexed,  a new  section  of  the  tungsten  is  positioned 
to  intercept  the  electron  beam.  Multiple  pulse  operation  is  not  currently  obtainable  from 
this  equipment.  Due  to  the  large  size  of  the  structure,  positioning  would  present  a problem. 
The  only  feasible  way  to  accomplish  this  would  be  to  utilize  turning  magnets  to  direct  the 
high  energy  electrons  to  the  proper  position  leaving  the  more  massive  structure  subject  only 
to  gross  movements  in  a horizontal  plane  above  or  below  the  centrifuge  system. 


The  linear  accelerator  reviewed  at  Lawrence  Livermore  Laboratories  was  an  L Band  device 
and  of  the  traveling  wave  design.  The  physical  size  of  the  accelerator  structure  wasabout 

0.3 1 m diameter  and  the  five  cavity  sections  had  a combined  length  of  9 meters.  The  elec- 
tron  beam  energy  was  about  75  MeV  and  the  output  per  pulse  was  50R.  This  facility  was  in 
the  process  of  being  upgraded.  However,  up  rating  of  the  output  would  still  produce  only 
marginal  quantities  of  X-radiation  for  single  pulse  operation.  Multiple  pulse  operation  is  not 
currently  obtainable  from  the  equipment. 

The  accelerators  discussed  at  Physics  International  for  flash  radiographic  applications  were 
of  the  field  emission  variety.  A pulse  of  very  high  voltage  is  delivered  to  a cold  diode.  Elec- 
trons are  pulled  from  the  cathode  and  accelerated  toward  the  anode.  Collision  of  these  elec- 
trons with  the  target  material  produces  the  bremsstrahlung.  The  pulse  length  is  in  the  nano- 
second range  and  a device  supplying  400R  at  one  meter  is  physically  abput  18  meters  long 
and  about  6 meters  in  diameter.  Total  weight  of  the  device  is  5.8  x 10  kilograms.  Posi- 
tioning of  such  a device  would  be  a monumental  feat.  Utilization  of  turning  bellows  type 
joints  between  the  Blumlein  cylinder  and  the  Marx  generator  could  conceivably  provide 
sufficient  flexibility  in  positioning.  Single  pulse  operation  is  standard  for  this  type  of  equip- 
ment. To  provide  capability  for  multiple  pulse  would  require  a good  deal  of  development. 
Time  between  pulses  can  exceed  two  hours. 

i I.B.  Single  Source  Capable  of  Producing  Measurement  in  Multiple  Pulses 

1 . Multiple  revolutions. 

2.  Single  revolution. 

Utilization  of  machines  of  the  above  mentioned  type  in  multiple  pulse  configurations  could 
provide  sufficient  radiation  to  produce  measurements.  These  multiple  pulses  could  occupy 
a very  short  time  interval  of  fractions  of  a second  and  produce  radiographs  at  the  rate  of  one 
per  revolution  or  the  pulses  could  be  produced  at  the  rate  of  one  per  revolution  or  less  and 
take  many  revolutions  to  accomplish  an  exposure. 

The  Phermex  source  at  Los  Alamos  appears  to  provide  the  opportunity  of  producing  mul- 
tiple pulses  in  time  intervals  of  a few  microseconds.  The  acceleration  of  the  electron  beam 
does  not  significantly  deplete  the  stored  energy  in  the  accelerator  structure.  Therefore,  pro- 
visions could  be  made  to  produce  more  than  one  radiation  pulse,  each  pulse  producing  less 
radiation  than  the  previous  one  until  the  stored  energy  was  significantly  depleted.  At  t is 
point,  the  RF  cavities  would  require  filling.  Under  multipulse  conditions,  the  target  becomes 
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a problem  since  the  area  at  the  impingement  point  is  destroyed.  If  a one  inch  radius  disk  is 
utilized  as  a target,  approximately  764,000  rpm  would  be  required  to  provide  a new  target 
area  on  the  circumference  of  the  disk  if  the  time  between  pulse  are  one  microsecond. 

In  order  to  track  the  engine  during  the  multipulse,  the  electron  beam  would  have  to  be  de- 
flected along  the  engine  trajectory  by  electrostatic  or  electromagnetic  deflection  techniques. 

If  this  was  not  done,  the  source  would  appear  as  a linear  series  of  point  sources  and  would 
not  produce  a conventional  radiograph. 

Multipulse  operation  could  be  obtained  from  the  L band  device  at  Lawrence  Livermore 
Laboratories.  However,  since  the  energy  storage  capacity  of  that  device  is  much  lower  than 
the  Phermex  it  is  significantly  depleted  after  each  pulse  and  must  be  recharged.  This  elapsed 
time  prohibits  pulse  repetition  frequencies  of  more  than  about  1 5 or  so  per  second.  Utiliza- 
tion of  this  type  structure  would  require  sufficient  revolutions  of  the  centrifuge  to  accumu- 
late an  adequate  dose. 

Similar  problems  exist  in  trying  to  utilize  the  field  emission  type  device  in  a multipulse  man- 
ner. The  system  essentially  discharges  after  each  pulse  and  must  be  recharged.  The  charge  time 
is  sufficiently  long  that  the  engine  would  move  significantly  before  the  next  pulse  could  be 
delivered. 

IIC.  Multiple  sources  uniformly  distributed  Around  The  Centrifuge  Each  Contributing 
to  The  Measurement 

An  approach  for  the  off-arm  system  that  should  be  considered  is  the  utilization  of  a series 
of  commercially  available  sources  distributed  in  some  manner  about  the  circumference  of  the 
centrifuge  and  independently  positionaole.  Utilization  of  this  approach  foregoes  high  speed 
measurement  of  clearances  due  to  the  fact  that  multiple  revolutions  of  the  centrifuge  would 
be  required  for  a reasonable  number  of  sources. 

Several  problems  are  associated  with  this  approach.  These  are  indicated  below: 

1 . Multiple  positioning  systems  are  required. 

2.  Positioning  and  pulse  triggering  times  are  critical. 

3.  Radiation  pulse  length. 

4.  Stability  of  the  centrifuge. 

The  utilization  of  multiple  sources  implies  the  need  for  multiple  position  systems.  Each  of 
the  positioning  systems  must  be  capable  of  placing  each  of  the  individual  sources  in  the 
required  spatial  position  relative  to  the  engine  within  the  tolerance  specified.  This  require- 
ment inflates  the  system  cost.  However,  the  design  cost  of  the  positioning  system  could  be 
distributed  among  all  the  positioners. 


The  remaining  items  - positioning  and  radiation  pulse  triggering  accuracy,  radiation  pulse 
length,  and  centrifuge  stability  - directly  effect  the  quality  of  the  radiographic  image  be- 
cause they  control  the  effective  size,  shape,  and  intensity  distribution  of  the  X-ray  source 
relative  to  the  engine. 
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Since  multiple  sources  and  multiple  pulses  from  these  sources  are  required  to  form  the 
radiographic  image,  the  effective  source  is  the  resultant  of  the  multiple  pulsed  sources.  In- 
stability in  the  centrifuge  or  source  positioning  system,  delayed  pulses  or  improper  position- 
ing of  the  sources  will  result  in  an  effective  source  that  would  produce  a poor  radiographic 
image.  . 

Assuming  that  the  radiation  pulse  timing  tolerance  must  be  such  as  to  restrict  motion  blur 
below  that  expected  from  the  engine  component  vibration,  the  timing  tolerance  would 
have  to  be  approximately  ±1  microsecond  as  a worst  case.  The  positioning  of  the  sources 
would  have  to  be  accomplished  to  within  approximately  ±0.254mm  of  the  true  position 
relative  to  the  engine.  This  restricts  the  unsharpness  due  to  geometry  below  that  due  to 
screen  and  film  and  assumes  a 1.0mm  diameter  source.  The  stability  of  the  centrifuge  is 
more  critical  than  the  stability  of  the  source  positioning  systems.  The  centrifuge  vibration 
would  result  in  a linear  displacement  of  the  image  on  the  detector  since  the  detector  is  en- 
visioned attached  to  the  engine.  By  simple  geometric  construction,  this  is  shown  to  cause 
more  degradation  than  source  vibration.  To  maintain  the  image  quality  required  of  engine 
radiographic  measurements,  the  degradation  due  to  centrifuge  motion  should  not  exceed  that 
due  to  engine  vibration.  Therefore,  the  centrifuge  vibration  would  have  to  be  restricted  to 
±0.05 1 min  in  any  direction. 

Commercially  available  X-ray  sources  have  pulse  durations  of  2 to  4 microseconds  and  would 
not  be  suitable  as  currently  designed.  In  the  literature  there  is  mention  of  modification  to  re- 
duce pulse  length  and/or  subdividing  pulses  to  obtain  flash  radiographic  capabilities.  The 
modification  would  directly  affect  the  exposure  time  due  to  duty  cycle  considerations.  Ex- 
posure times  depend  upon  the  source  radiation  output  per  pulse,  the  number  of  sources 
and  the  type  of  detector.  Exposure  times  of  three  to  fifteen  minutes  are  to  be  expected 
according  to  preliminary  estimates. 

In  this  multi-source  approach,  the  source  at  each  location  would  consist  of  an  accelerator 
and  associated  RF  components.  The  pulse  repetition  frequency  of  the  collection  of  sources 
would  be  such  that  a common  pulse  forming  network  and  pulse  transformer  could  possibly 
be  utilized.  If  high  voltage  switching  proves  to  be  a problem  or  switching  cost  is  prohibitive, 
several  independent  radiographic  systems  could  be  utilized. 
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APPENDIX  B 


DEFLECTION  ANALYSIS  OF  MAGNETRON  CATHODE 

A simple  diagram  for  a magnetron  cross  section  is  shown  in  Figure  B-l.  The  cathode  is 
supported  on  either  end  by  a clip,  probably  made  of  copper  alloy.  The  cathode  is  located 
in  the  center  of  a cylindrical  copper  anode.  The  distance  between  the  cathode  and  anode 
must  remain  unchanged  under  various  conditions  of  centrifugal  loading  when  positioned 
on  the  linear  accelerator. 


ANODE 


Figure  B-l  Magnetron  Cathode  Cross  Section 
Material  properties  and  weights  for  the  cathode  and  its  supports  are  shown  below: 

MAGNETRON  COMPONENTS 
MODULUS  OF  ELASTICITY 


MATERIAL 

(newton/cm) 

VOLUME  (cm3) 

WEIGHT 

Cathode 

Tungsten 

3.45  X 107 

10.42 

0.201 

Insulator-Body 

Mg  0 

4.48  X 106 

18.13 

0.031 

Side  Plates  (2) 

Mg  0 

2.20 

0.004 

Side  Plates  (2) 

Berylium- 

1.10  X 107 

3.05 

0.025 

Copper 

Filament  (0.762  mm  dia.l  Tungsten 

3.45  X 107 

0.10 

0.002 

Total  0.263 
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Under  the  1 5g  centrifugal  loading  the  copper  alloy  clips  that  hold  the  cathode  in  place 
must  support  38.63  newtons  without  any  measurable  deflection.  One  loading  would  be  when 
the  centrifugal  loading  is  parallel  to  the  axis  of  the  cathode.  In  this  situation  each  copper 
clip  must  support  a side  load  at  its  tip  equivalent  to  half  the  centrifugal  loading  acting  on 
the  cathode.  In  this  case  the  support  clips  can  be  analyzed  as  a simple  cantilevered  beam  of 
an  equivalent  cross-section.  The  lateral  deflection  of  the  end  of  the  catilever  will  correspond 
to  motion  of  the  cathode  along  the  centerline  of  the  anode.  Axial  deflection  of  the  canti- 
lever will  result  in  deflection  of  the  cathode  towards  the  anode.  It  is  this  deflection  that  is 
most  critical. 


An  equivalent  beam  analysis  problem  is  shown  below: 
p = 19.32  newtons 


L = 2.54  cm 

From  elasticity: 

pxJy 

pLyx 

A x = . - 

2E*9 

E*$ 

A _ PLXl 

px3 

y 2E*D 

6E*D 
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Where: 

P = lateral  load 
L = length  of  beam 
x = distance  from  fixed  end 
y = distance  from  neutral  axis  to  beam  surface 

Assuming  the  clip  has  a cross-section  equivalent  to  a rectangle  with  dimensions  shown 
below: 


0 102  cm 


i 


-■ 

— 

- 

r 

0.030  cm»- 

NEUTRAL  AXIS 


The  moment  of  inertia^  =2.66  x 10"5  cm4 


If  the  clip  is  made  of  Benylium-Copper  alloy  then  E*  = 1 . 1 x 1 07  newtons/cm2  and  E*^  = 
(16  x 106)  (6.4  x 10'7)  = 293.39  x newtons  - cm2 


For  the  clip: 

x = 2.54  cm 

y = 0.051  cm 


■’•Ax  = 0.0 1 1 cm 

Ay  = 0.358  cm 

This  means  the  deflection  of  the  cathode  parallel  to  the  centrifugal  load  will  be  approxi- 
mately 0.358cm  and  the  deflection  of  the  cathode  towards  the  anode  will  be  0.01 1cm. 

For  the  case  where  the  centrifugal  load  is  perpendicular  to  the  axis  of  the  cathode  there 
will  be  a distributed  load  acting  on  the  cathode  itself  due  to  its  own  weight.  In  a case  like 
this  we  can  ignore  the  weight  and  rigidity  of  the  insulator  and  just  analyze  the  deflection 
of  the  center  of  the  cylindrical  cathode  fixed  at  both  ends. 
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The  deflection  of  the  center  of  the  cathode  is  given  by: 
wL4 
^max”  384 

and 

w = p A ’z 
Where 

p = density  of  cathode 

A = cross-sectional  area  of  cathode 

z =15  g’s 

L = length  of  cathode 

Let: 

A = 2jt  (I.143cm)(0. 1 27cm)  = 0.9 12cm2 
p = 19.293  gm/cm3  (Tungsten) 

L = 11.176cm 
E*  = 3.45  x 1 07  newtons/cmJ 
<}  = 0.541cm4 

ED  = 6.5  x 10s 

and,  Ymax  = 5.612  x I O'6  cm 

This  deflection  is  negligible  when  compared  to  the  deflection  towards  the  anode  when  the 
load  is  parallel  to  the  cathode. 
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APPENDIX  C 

LOCATION  OF  X-RAY  SOURCE 


SOURCE  POSITIONING 

In  addition  to  identifying  the  X-ray  source  to  be  used  in  the  TELS  facility  it  is  necessary 
to  determine  where  the  source  shall  be  positioned  with  respect  to  the  engine  itself.  In 
addition  to  engine  axial  motion,  internal  radial  clearances  will  have  to  be  determined  when 
the  engine  is  subjected  to  flight  maneuver  loads  on  the  centrifuge.  We  would  like  to  be  able 
to  align  the  X-ray  source  in  order  to  radiograph  the  smallest  and  largest  gap  between  the 
engine  rotor  and  its  surrounding  casing.  The  gaps  of  interest  at  any  axial  station  along  the 
engine  will  lie  in  a plane  A running  through  the  engine  centerline  which  contains  the  rotor 
displacement  vector  D (Figure  C-l).  In  order  to  successfully  radiograph  the  clearances 
between  the  rotor  and  the  case  the  X-ray  beam  will  have  to  be  aligned  perpendicular  to  the 
Plane  A at  the  engine _axial  station  and  engine  radial  position  of  interest.  The  location  of  the 
displacement  vector  D and  thus  the  gap  to  be  radiographed  is  dependent  upon  the  centri- 
fugal forces  and  gyroscopic  moments  acting  on  the  engine  during  centrifuge  operation. 


Z 


Figure  C-l  Alignment  of  X-Ray  Beam  At  the  Engine  Axial  Station 


A set  of  equations  defining  the  gyroscopic  moment  induced  on  the  rotor  by  the  angular 
rate  ol  the  centrifuge  was  desired.  This  analysis  was  done  to  identify  the  important  param- 
eters required  to  correctly  simulate  the  flight  maneuvers.  In  addition,  the  displacement 
of  the  rotor  due  to  the  gyroscopic  moment  must  also  be  considered  in  locating  the  rotor- 
case  pinch  points.  It  is  these  points  which  we  are  interested  in  radiographing.  Once  the  pinch 
point  on  the  engine  circumference  is  located  we  are  then  able  to  determine  where  the  X-ray 
beam  must  be  aligned. 
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The  initial  analysis  of  the  gyroscopic  moments  assumed  the  engine  rotor  was  a right  circular 
cylinder  rotating  about  its  axis.  The  cylinder  was  then  said  to  have  some  orientaticn  relative 
to  the  angular  rate  vector  of  the  centrifuge.  The  interaction  between  the  angular  momentum 
of  the  cylinder  and  the  angular  rate  vector  of  the  centrifuge  results  in  the  creation  of  a 
gyroscopic  moment. 

GYROSCOPIC  MOMENTS  ACTING  ON  A TURBINE  ENGINE  ROTOR  DURING 
SIMULATION  OF  FLIGHT  MANEUVERS  EMPLOYING  A CENTRIFUGE. 

The  angular  rates  that  simulate  flight  maneuvers  can  be  applied  to  a turbine  engine  by  a 
centrifuge.  When  the  engine  rotor  rotates  about  its  own  axis  while  the  entire  engine 
structure  is  rotating  at  a given  angular  rate,  a gyroscopic  moment  is  exerted  on  the  rotor 
supports  by  the  rotor  itself.  A constant  speed  centrifuge  will  generate  an  angular  rate  vector 
parallel  to  its  axis  of  rotation.  The  gyroscopic  moments  acting  on  the  rotor  supports  will 
depend  on  how  the  engine  is  positioned  relative  to  this  rotation  vector  and  the  angular 
velocity  of  the  rotor  relative  to  the  engine  case. 

We  must  now  consider  the  gyroscopic  moments  created  by  the  rotation  of  the  turbine  rotor 
within  the  engine  case.  Consider  two  coordinate  systems.  System  XYZ  is  an  inertial  refer- 
ence fixed  to  the  base  of  the  centrifuge.  System  x,  y,  z is  fixed  to  the  engine  case  and 
rotates  with  angular  velocity  £2  relative  to  the  system  XYZ.  The  engine  rotor  itself  rotates 

relative  to  x,  y,  z with  angular  velocity  urotor  = corotor  t . The  origin  of  the  engine 
coordinate  system  x,  y,  z,  corresponds  to  A,  the  engine  center  of  mass.  The  engine  rotor  is 
aligned  along  the  x-axis. 


The  rotor  itself  has  some  angular  momentum  due  to  the  combined  rotations  of  the  rotor 
within  the  engine  case  and  the  engine  case  about  the  centrifuge  base  (XYZ)  or: 


HA  9 (wrotor + 


(Cl) 
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Since  point  A is  taken  to  be  the  engine  center  of  mass,  the  total  moment  of  external  forces 
acting  about  point  A (a  non-inertial  reference  point)  is  represented  by: 


Mfi™  -(f) 


+ S2  x H/i 


xyz 


(C2) 


“"{t) 


XYZ 


is  the  time  rate  of  change  of  the  total  angular  momentum  relative  to  the 


inertial  reference  and  the  moment  is  taken  about  the  point  A.  This  is  true  since  the  momen- 
tum of  the  engine  rotor  relative  to  point  A as  seen  from  XYZ  is  actually  the  momentum  of 
the  rotor  relative  to  the  coordinate  system  x,  y,  z having  A as  its  origin  and  translated  with 
respect  to  XYZ. 


Vfeshall  now  apply  equation  C2  and  use  vector  components  in  the  x,  y,  z coordinate  system 
U,  j,  k are  unit  vectors  in  x,  y,  z or  engine  coordinate  system).  Since  we  have  chosen  the 
x-axis  to  correspond  to  the  rotor  centerline  and  this  axis  is  an  axis  of  symmetry  then  the 
moment  of  inertia  about  this  axis  vanishes  (^yz  = 0).  Also  since  A was  taken  to  be  the  engine 
center  of  massj?xy  =j)  xz  = 0.  This  implies  the  x,  y,  z axes  are  principal  axes  of  the  rotor  and, 
therefore,  we  may  write  the  angular  momentum  of  the  rotor  in  the  x,  y,  z coordinate  system 
using  equation  Cl  as: 


^A  ^A^x  1 + (HA)y  J + (^A^z  k 
‘ jxxux‘  +^yy  j + 9zz  wz  ^ 

Since 

— AAA 

n = £2xi  + fiyj  + nzk 

A A 

= (cos  0 cos  9)  £2  i + (-sin  0 cos  0 + cos  0 sin  6 sin  0)  SI  j 
+ (sin  0 sin  0 + cos  0 sin  6 cos  0)  fi  k 

then 

co  = S2  + ujrotor 
= (cos  0 cos  6) 

+ (sin  0 sin  0 


S2  i + (-  sin  0 cos  0 + cos  0 sin  6 sin  0)  S2  j 

, . „ A A 

+ cos  0 sin  6 cos  0)  £1  k + o3rotor  > 
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or 

cox  = ^rotor  + (cos  ^ cos  d)  SI 
Wy  = (-  sin  0 cos  0 + cos  0 sin  6 sin  0) 
wz  = (sin  0 sin  0 + cos  0 sin  0 cos  0)  SI 
Equation  C2  can  be  expanded  to: 

MA  = (HAV  + <HA)y?+(HA)zk  + (H 

(A . 

^)xy*n*[(HA,x‘t(HA>yj‘+<HA)^1 

AAA 

Noting  that  i.  j,  k are  unit  vectors  fixed  in  the  x,  y,  z coordinate  system  and,  therefore, 
independent  of  time: 

A /df\  _ / d_k\  _Q 

dt  /x yz  \dt  /xyz  \dt  fxyz  ~ 


Equation  C2  now  reduces  to: 

MA  = (HA)X ? + (HA)y ? + (HA)Z  k + n x [(HA)xi  + (HA)y?  + (HA)Z 
Where 


J2  x Ha= 


I* 

i 

si. 


A 

j 

a, 


A 

k 

SI, 


|<HA)X  (HA)y  (HA)Z| 

= [ny(HA)z  - nz(HA)y]  i - [S2X(HA)Z  - jy ha)x]  j 
+ [nx(HA)y-£2y(HA)xl  k 


A 

k] 


(^A*x  9 xx  wx  9 xx  1 9 rotor  + cos  ^ cos  ® ^ 1 

• • d 

(HA)y  =yyy  wy  =5yy  K'sin  0 cos0  + cos  0 sin  ® sin 0)12] 

• • d 

(HA)Z  =9zzuz=9zz  [(sin  0 sin  0+ cos  0 0 COS0)  £21 
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The  engine  positioning  with  respect  to  the  gimbal  does  not  change  in  time  so  that 
^ = e = 0 = 0 

• • 

(HA)X  = Hxx  ^rotor  + (cos  0 cos  6 ) £2] 

(Ha)  =j?yy  K-sin  0 cos  0 + cos  0 sin  0 sin0)  £2] 

(HA)Z  = DiZ  [(sin  0 sin  0 + cos  0 sin  6 cos  0)  £2  ] 

If  the  engine  rotor  and  centrifuge  are  running  at  steady  state  conditions  (zero  angular 
accelerations)  thencorotor  = £2  = 0 

•■<HA>x  = (HA)y  = (AA)z  = 0 
With  this  equation  C2  becomes: 

MA  = n x HA  = [£2y  (Ha)z  - £2Z  (HA)y]  t + [fiz(HA)x  - £2X  (Ha)z]  ? 

+ [J2x(HA)y-£2y(HA)x]  k 

The  three  components  of  the  gyroscopic  moment  acting  at  the  engine  center  of  mass  now 
simply  become: 

MX  = fly  (HA)Z  - Slz  (HA)y 

My  = ^z(Ha)x-J2x(Ha)z  (C3) 

Mz  = nx(HA)y-J2y(HA)x 

Where  the  components  of  the  centrifuge  angular  rate  vector  are: 

£2X  = (cos  0 cos  6)  12 

Sly  = (-sin  0 cos  0 + cos  0 sin  9 sin  0)  £2 

nz 

- (sin  0 sin  0 + cos  0 sin  9 cos  0)  SI 

0,  0 and  6 being  the  angles  defining  the  engine  orientation  with  respect  to  the  centrifuge 
arm.  The  components  of  the  rotor  angular  momentum  vector  arc: 

^A^x  ” ^xx  wx  “^xx  [wrotor  + (cos  ^ cos  n 
(HA)y  =j?yyWy  =^yy  [(-sin  0 cos  0 + COS  0 sin  9 sin  0)  £2] 

(Ha)z  = f}Z7  cjz  =UZZ  [(sin  0 sin  0 + cos  0 sin  9 cos  0)  £2  1 
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Since  the  x,  y and  z axes  of  the  rotor  are  principal  axes  and  x-axis  is  an  axis  of  symmetry 
then: 

4xx  = 9yy+9zz 

9yy  = 9zz=9 

or 

r 

The  components  of  the  rotor  angular  momentum  become: 

(HA)X  = ^xx  ["rotor  h (cos  $ cos  fl) 

(HA)y  = [(-sin  0 cos  0 + cos  0 sin  6 sin  0)  £2] 

(HA)Z  = V4^xx  [(sin  0 sin  0 + cos  0 sin  0 cos  0)  £2] 

Where  I Jxx  is  now  a gyroscopic  moment  of  inertia  about  the  rotor  axis. 

The  expressions  for  the  gyroscopic  moment  components  can  be  further  simplified  by  noting 
that  wrotor  for  an  engine  at  power  is  at  least  2 orders  of  magnitude  greater  than  the 
centriftige  angular  rate  £2.  With  this  in  mind: 

(^a)x  “ 9\\  "rotor 

and  (HA)y  and  (HA)Z  are  small  relative  to  (HA)X 

With  these  assumptions,  equations  C3,  the  gyroscopic  moment  components  exerted  by  the 
rotor  on  its  supports  becomes: 

Mx — *■  some  small  value 

My  - (Ha)x  = £2Z^  polar  "rotor 

~ '^y  ^A^x  “ '^y^  polar  "rotor 
The  moment  components  acting  on  the  rotor  have  the  opposite  sign. 

In  reality  a gas  turbine  engine  rotor  is  not  a single  cylindrical  rotor.  It  can  be  a dual  or 
triple  rotor  system,  with  a variable  gyroscopic  moment  of  inertia  as  you  traverse  the  engine 
axially.  At  Pratt  & Whitney  once  the  moment  distribution  in  the  rotors  is  determined  a beam 
deflection  program  with  variable  spring  rates  is  used  to  determine  the  relative  rotor  - case 
deflections.  These  in  turn  are  dependent  on  the  number  of  bearings  and  whether  the  shaft 
is  overhung  or  not.  Tables  C-I  and  C-II  list  the  rotor-case  deflections  due  to  unit  g-loadings 
and  rotation  rates  about  the  horizontal  and  vertical  engine  axes  as  determined  by  this 
program.  We  add  the  components  of  these  displacements  vectorially  and  determine  the  loca- 
tion of  the  net  displacement  and  where  it  lies  relative  to  the  engine  circumference. 
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TABLE  C-l 

HIGH  BY-PASS  RATIO  TURBOFAN  STATIC  DEFLECTIONS  WITH 
NACELLE  INSTALLED 


Nj  = 3780  rpm 
Nj  “ 8096  rpm 


DEFLECTION  FOR  1 RAD/  DEFLECTION  FOR  1G 

SEC.  HORIZONTAL  ROTATION  HORIZONTAL  LOAD 


DEFLECTION  FOR  1 RAD/  DEFLECTION  FOR  1G 

SEC.  VERTICAL  ROTATION  VERTICAL  LOAD 


K1H  (cm) 

K2H 

(cm) 

K2V  (cm) 

Fan 

0.8412 

0.0041 

0.8412 

0.0041 

LPC-1-1/2 

0.2304 

0.0086 

0.2304 

0.0086 

LPC-2 

0.1537 

0.0086 

0.1537 

0.0086 

LPC-3 

0.0998 

0.0086 

0.0998 

0.0086 

LPC-4 

-0.0353 

0.0089 

-0.0353 

0.0089 

HPC-5 

0.0244 

0.0005 

0.0244 

0.0005 

HPC-6 

0.0203 

0.0020 

0.0203 

0.0020 

HPC-7 

0.0165 

0.0028 

0.0165 

0.0028 

HPC-8 

0.0160 

0.0030 

0.0160 

0.0030 

HPC-9 

0.0152 

0.0036 

0.0152 

0.0036 

HPC-10 

0.0124 

0.0038 

0.0124 

0.0038 

HPC-11 

0.0114 

0.0041 

0.0114 

0.0041 

HPC-12 

0.0099 

0.0043 

0.0099 

0.0043 

HPC-13 

0.0058 

0.0048 

0.0058 

0.0048 

HPC-14 

0.0028 

0.0051 

0.0028 

0.0051 

HPC-15 

-0.0005 

0.0053 

-0.0005 

0.0053 

HPT-1 

-0.0851 

0.0142 

-0.0851 

0.0142 

HPT-2 

-0.1113 

0.0165 

-0.1113 

0.0165 

LPT-3 

-0.1245 

0.0038 

-0.1245 

0.0038 

LPT-4 

-0.0998 

0.0041 

-0.0998 

0.0041 

LPT-5 

-0.0757 

0.0041 

-0.0757 

0.0041 

LPT-6 

-0.0488 

0.0041 

-0.0488 

0.0041 
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TABLE  C-ll 

LIGHTWEIGHT  FIGHTER  ENGINE  STATIC  DEFLECTIONS 


N.j  = 10.500  rpm 
N2  = 13,600  rpm 


DEFLECTION  FOR  1 RAD/ 

DEFLECTION  FOR  1G 

DEFLECTION  FOR  1 RAD/ 

SEC.  HORIZONTAL  ROTATION 

HORIZONTAL  LOAD 

SEC.  VERTICAL  ROTATION 

K1H  (cm) 

k2h  (“"1 

K1V  (cm) 

1st  Fan  Stage 

0.10325 

0.00074 

0.10305 

2nd  Fan  Stage 

0.05725 

0.00081 

0.05712 

3rd  Fan  Stage 

0.02101 

0.00104 

0.02096 

Comp.  Stage  6 

0.00975 

0.00290 

0.01069 

Comp.  Stage  7 

0.00775 

0.00295 

0.00871 

Comp.  Stage  8 

0.00475 

0.00302 

0.00574 

Comp.  Stage  9 

0.00297 

.0.00300 

0.00396 

Comp.  Stage  10 

0.00147 

0.00297 

0.00246 

Comp.  Stage  11 

-0.00069 

0.00305 

0.00030 

Comp.  Stage  12 

-0.00279 

0.00307 

-0.00175 

Comp.  Stage  13 

-0.00472 

0.00310 

-0.00366 

HPT-1 

-0.04074 

0.00587 

-0.03975 

HPT-2 

-0.05578 

0.00711 

-0.05486 

LPT -3 

-0.10658 

0.01473 

-0.10605 

LPT-4 

-0.12426 

0.01654 

-0.12372 

DEFLECTION  FOR  1G 
VERTICAL  LOAD 

K2V  (cm) 

0.00084 

0.00086 

0.00107 

0.00277 

0.00282 

0.00287 

0.00287 

0.00282 

0.00290 

090292 

0.00295 

0.00582 

0.00709 

0.01458 

0.01638 
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The  rotor  deflection  vector  due  to  the  gyroscopic  moments  can  be  represented  by: 

Dg=  Kj  h fiy  j + k (C4) 

Where  K,  H is  the  deflection  created  by  a 1 rad/sec.  rotation  in  the  horizontal  engine  plane 
and  Kj  v is  a similar  deflection  due  to  a loading  in  the  vertical  plane. 

The  linear  accelerations  in  engine  components  were  determined  in  Appendix  B of  the 
original  TELS  Study  (Reference  3).  They  are  as  follows: 

x = sin  0/a/ 

y = - cos  0 sin  <t>! a/ 

z = - cos  0 cos  0/a/ 


Where  /a/  is  the  magnitude  of  the  centripetal  acceleration. 

The  rotor  deflections  due  to  the  linear  accelerations  acting  on  the  engine  are  then: 
Da=-(K2H  y i + ^2 V z k) 


Where  K2h  is  the  deflection  due  to  1 G loading  in  the  horizontal  plane  and  K2  y is  a 
similar  deflection  due  to  a 1 G load  in  the  vertical  plane. 

" Dtotal  = (KlHny'K2Hy)j  + (KlVnz‘K2V  z>k 
fly.  nz  in  rad/sec 
y , 2 in  g’s 
or 

Dy  = KlHfly‘K2Hy 

Dz  = K]Vflz-K2vz 

The  location  of  the  displacement  vector  D in  the  y z plane  locates  the  pinch  point  we  wish 
to  radiograph.  The  pinch  point  has  been  located  using  this  method  for  a light  weight  fighter 
engine  and  a high  by-pass  ratio  turbofan  engine.  Sample  centrifuge  flight  points  are  illustrated 
in  Figures  C-2  and  C-3.  These  figures  are  a two  dimensional  representation  of  a three  dimen- 
sional engine  positioner.  The  circles  in  the  figure  represent  the  engine  cross  section  at 
various  axial  positions  along  the  engine  as  viewed  from  the  rear.  The  cross  hatched  line  next 
to  each  circle  represents  the  position  of  the  turret  base  relative  to  a line  normal  to  the  axis 
of  the  engine  passing  through  the  top  (0°)  and  bottom  (180°)  of  the  engine  after  the  pitch 
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roll,  and  yaw  angles  are  set  on  the  hinge-gimbal  positioner.  The  location  of  the  rotor-case, 
pinch  points  was  obtained  by  considering  the  vector  summation  of  the  relative  rotor  to  case 
displacements  due  to  the  horizontal  and  vertical  applied  loads.  0°  corresponds  to  the  top  of 
the  engine  and  1 80°  corresponds  to  the  bottom  of  the  engine  when  installed  in  a static  test 
cell  and  viewed  from  the  rear.  Locations  of  the  rotor  case  pinch  points  are  illustrated  in 
Figures  C-4  through  C-19. 

Table  C-I1I  represents  the  test  conditions  achieved  and  contains  any  corrections  made  to 
the  information  presented  in  Figure  1 on  Page  39  of  Report  AEDC-TR-75-137  Turbine 
Engine  Loads  Simulator  Exhaust  Deflection  and  Thrust  Negation  Study”. 
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TEST  CASE  NO  FI 


FLIGHT  DESIGN  (PULL  UP) 


REF.  MIL  E 5007 D 


n 

- 2.88  RAD/SEC 

CONDITIONS  ACHIEVED 

- 2.0  g's 

wx  = -1.739  RAD/SEC 

e 

- 11  3° 

V - 1.493  g's 

w - 2.295  RAD/SEC 

V 

<t> 

00 

1 

II 

V - —9  993  g's 

w - -0.005  RAD/SEC 

<i> 

- 52.0° 

| n | - 10.3  g's 

z 

lal 

- 10.3  g's 

ENGINE  VIEWED  FROM  REAR 

Figure  C-2  Lightweight  Fighter  Turbofan  Engine  Rotor-Case  Pinch  Point  Locations.  Case  FI 
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■'  STEADY  STATE  TRANSPORT  DESIGN  (FAR) 


TEST  CASE  NO  F7 

S1  = 1 75  RAD/SEC 


ill  - 3 8g's 


CONDITION  ACHIEVED 

x - 00 
V - 0 0 
i - -3  8 q's 
Ml  = 3 8 a's 


wx  “ -1  732  RAD/SEC 
0.2496  RAD/SEC 

Wj  " 0 0 

ENGINE  VIFWED  FROM  REAH 


PINCH  POINT 


Figure  C-3  High  Bypass  Ratio  Turhofan  Engine  Rotor-Case  Pinch  Point  Locations,  Case  F7 
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TEST 
CASE  # 

DESCRIPTION 

FI 

Flight  Design  (Pull  up) 

F2 

Flight  Design  (Nose-down) 

F3 

Steady  State  Flight 

F4 

High  Pitch  Rate 

F5 

High  Stall  Departure 

F6 

Future  Steady  State  Flight 

F7 

Transport  Design  (FAR) 

F8 

Transient  Future  Flight 

F9 

'High  Stall  Departure 

LI 

Arrested  Landing  Runout 

L2 

Arrested  Landing  Impact 

Cl 

Transient  Catapult 

i/wy  + wz/  < 2.7  rad/tec. 
/wy  + wz/  < 3.5  rad/sec. 
/wy  + wz/  < 1.2  rad/sec. 
/Wy  + wz/  < 0.3  rad/sec. 
/viy  + wz/  < 0.7  rad/tec. 
/viy  + wz/  < 2.2  rad/sec. 


TABLE  C-IIJ 
TEST  REQUIREMENTS 


LINEAR  ACCELERATION  G'S 


X 

V 

z 

fat 

+ 2 

±1.5 

-10 

10.3 

+ 3 

±4 

+ 7 

8.6 

0 

0 

- 6 

6.0 

0 

0 

- 6 

6.0 

0 

0 

0 

0.0 

0 

0 

-10 

10.0 

0 

0 

- 3.8 

3.8 

, 0 

0 

-15 

15.0 

0 

-4 

0 

4.0 

- 10 

±2 

+ 3 

10.6 

± 2 

±2 

-10 

10.4 

+ 9 

±2 

- 5.5 

10.7 

ANGULAR  RATE  RAD/SEC 


wx 

wy 

wz 

/w/ 

N.  S. 

+2.3 

N.S. 

N.  S. 

-2.3 

© 

N.  S. 

N.  S. 

+0.6 

N.S. 

N.  S. 

+3.5 

© 

N.  S. 

N.  S. 

3 

-3.6 

N.  S. 

N.  S. 

1.0 

N.  S. 

N.  S. 

0.25 

© 

N.  S. 

N.  S. 

1.0 

(4) 

N.  S. 

N.  S. 

-2.0 

N.  S. 

N.  S. 

CD 

N.  S. 

N.  S. 

<3> 

N.  S. 

N.  S. 

(3) 

CD 

N.  S. 
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TABLE  C-lll  (Cont'd) 

TELS  OPERATING  PARAMETERS 


to 

o 


TEST 

CENTRIFUGE 

PITCH 

ROLL 

YAW 

CASE  # 

SPEED 

ANGLE 

ANGLE 

ANGLE 

ntrad/sec) 

0 ° 

0 

0° 

FI 

-2.88 

11.2 

? 8.5 

52.0 

F2 

+ 2.63 

159.6 

+29.75 

59.0 

F3 

-2.2 

0.0 

0.0 

15.8 

F4 

-3.6 

0.0 

0.0 

90.0 

F5 

-3.5 

0.0 

90.0 

90.0 

F6 

-2.84 

0.0 

0.0 

20.6 

F7 

-1.75 

0.0 

0.0 

8.2 

F8 

-3.47 

0.0 

0.0 

16.7 

F9 

-2.07 

0.0 

90.0 

75.0 

LI 

+ 3.37 

-109.4 

+34.6 

90.0 

L2 

-3.34 

± 11.1 

T11.3 

90.0 

Cl 

-3.39 

57.2 

m2 

90.0 

LINEAR 

ACCELERATION  G'S 

ANGULAR  RATE 
RAD/SEC. 

X 

V 

z 

a 

wx 

wy  wz 

+2.0 

±1.493 

- 9.993 

10.3 

-1.739 

+2.295  -0.005 
+2.194  -0.676 

+2.998 

+4.0 

+ 6.998 

8.6 

-1.27 

-2.192  -0.709 
-1.723  +1.629 

0.0 

0.0 

- 6.0 

6.0 

-2.117 

+ 0.699  0.0 

0.0 

0.0 

- 6.0 

6.0 

0.0 

+3.6  0.0 

0.0 

0.0 

0.0 

0.0 

0.0 

0.0  -3.5 

0.0 

0.0 

-10.0 

10.0 

-2.668 

0.909  0.0 

0.0 

0.0 

- 3.8 

3.8 

-1.732 

0.249  0.0 

0.0 

0.0 

-15.0 

15.0 

-3.324 

0.997  0.0 

0.0 

-4.0 

0.0 

4.0 

—0.536 

0.0  -1.999 

-9.998 

+1.999 

+ 2.898 

10.6 

0.0 

-2.774  T 1.914 

±2.002 

±2.0 

-10.008 

10.4 

0.0 

3.276  ±0.664 

+8.994 

±2.001 

5.44 

10.7 

0.0 

3.181  ±1.17 
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EFFECT  OF  GRAVITY  ON  BASELINE  KINEMATIC  TEST  REQUIREMENTS 

The  question  has  arisen  as  to  whether  it  is  important  to  include  the  acceleration  due  to 
the  earth’s  gravitational  field  with  the  test  required  linear  accelerations  stated  in  the  original 
TELS  study.  In  normal  practice  the  maneuver  g-loads  do  not  include  the  1-g  load  due  to  the 
earth’s  gravity.  Although  the  maneuver  load  can  be  considered  a constant  during  a sustained 
maneuver,  the  orientation  of  the  engine  relative  to  the  earth’s  gravitational  field  may  be 
changing.  The  components  of  the  gravitational  field  in  the  engine  coordinate  system  may  not 
be  constant.  This  is  especially  the  case  in  a maneuver  such  as  a pull  up  or  nose  down  where 
the  component  of  the  earth’s  gravity  along  the  engine  centerline  is  changing. 

If  the  major  component  of  the  linear  acceleration  of  the  maneuver  is  large  relative  to  a 1 g 
load  in  a given  direction  then  the  error  in  ignoring  gravity  in  simulating  that  component  of 
the  linear  acceleration  in  that  direction  will  be  small.  If  the  major  component  of  the 
maneuver  load  is  small  relative  to  1 g then  larger  errors  are  introduced  in  the  loads  being 
simulated. 


Certain  flight  maneuvers  being  simulated  on  the  centrifuge  would  not  have  to  be  adjusted 
to  take  gravity  into  account.  For  example  test  case  F4,  the  high  pitch  rate  maneuver  would 
occur  during  a 90°  banked,  high  speed  turn.  In  this  case  the  wing  would  be  pointed  towards 
the  ground.  The  centrifuge  simulation  of  this  maneuver  can  be  accomplished  exactly  on  the 
hinged-gimbal  support  system.  Test  case  F5,  the  high  stall  departure,  which  induces  pure 
gyroscopic  moment  also  provides  for  proper  orientation  of  the  gravity  load.  For  other  test 
cases,  however,  how  close  the  maneuver  linear  acceleration  is  to  being  perpendicular  to  the 
earth’s  gravitational  field  will  determine  how  accurately  the  maneuver  is  capable  of  being 
simulated  on  the  centrifuge. 

The  equations  for  the  linear  accelerations  simulated  on  the  centrifuge  were  presented  in 
Appendix  B of  the  original  TELS  study.  The  gimbal  angles  and  test  radius  were  determined 
by  ignoring  earth  gravity  components  to  be  simulated  as  well  as  gravity  while  the  engine  is 
mounted  on  the  centrifuge.  The  equations  arc  more  complicated  if  gravity  is  taken  into 
account  properly.  The  six  equations  which  represent  the  linear  accelerations  and  angular 
rate  being  simulated  arc: 


wx  = (cos  0 cos  0)  £2 

wy  = (-  sin  0 cos  0 + cos  0 si n 0 sin0)  £2 


x + gx 

V + gy 

Z + gZ 


( sin  0 sin  0 + cos  0 sin  0 cos  0)  £2 

r £2J 

= (cos  0 cos  0)  - C sin  0)  ( ) 

32.16  , 

-r  £2  2 

= (-  sin  0 cos  0 + cos  0 sm  0 sin  0)  + (sin  0 sin  0)  ( ) 

-r&6 

- (sin  0 sin  0 + cos  0 sin  0 cos  0)  + (cos  0 cos  0)  ( ) 

32.16 
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Where: 


wx,  wy,  wz  are  the  components  of  the  maneuver  angular  rate  in  the  engine 
coordinate  system. 

x,  y,  z,  are  the  components  of  the  maneuver  linear  acceleration  in  the  engine 

coordinate  system. 


gx>  Sy>  Sz 


are  the  components  of  the  linear  accelerations  due  to  the  earth’s 
gravitational  field  in  the  engine  coordinate  system. 


Note  that: 

V Sx2  + 8y2  + Sz*  = 1 = earth  gravity 

The  Euler  angle  settings  i p,  6,  0 can  now  be  adjusted  to  take  the  earth’s  gravitational  field 
correctly  into  account.  As  suggested  in  the  original  TELS  study,  these  equations  could  be 
solved  by  an  iterative  computer  program.  Since  the  equations  are  highly  non-linear  they 
would  have  to  be  reduced  to  linear  form  by  expanding  each  function  into  a series  approxi 
mation.  Once  the  equations  were  in  linear  form  they  could  be  solved  by  matrix  methods. 

Including  gravity  in  the  simulation  of  the  flight  maneuver  will  also  change  the  location  of 
the  rotor  case  pinch  point.  The  components  of  the  displacement  vector  now  become: 

Dy  = KlHny-K2H(y+8y) 

Dz  = KlVnz-K2V(z+8z> 
and 


Once  again  we  see  that  if  gy  and  g^  the  components  of  the  gravitational  field,  are  small 
compared  to  y and  z,  the  maneuver  load,  then  the  location  of  the  pinch  point  9 will 
not  change  substantially  from  the  angle  previously  calculated  in  the  radiographic  require- 
ments study. 
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APPENDIX  D 

OFF-CENTRIFUGE  SOURCE  POSITIONING 

This  appendix  presents  the  derivation  of  the  equation  which  define  the  positioning  of  an 
off-centrifuge  source  relative  to  the  pinch  points  determined  in  Appendix  C. 

The  results  of  Appendix  C can  be  used  directly  to  determine  the  position  of  an  on-arm 
X-ray  source  since  the  position  of  the  source  relative  to  the  base  of  the  gimbal  can  be  seen  at 
a glance.  For  an  off-arm  X-ray  source  the  displacement  vector  can  be  used  to  define  a unit 
vector  in  space  which  must  lie  along  the  X-rav  path.  We  have  already  defined  the  rotor  dis- 
placement vector  to  be  D = Dxj  + DZT<  where  i,  j and  k are  unit  vectors  in  a coordinate  sys- 
tem (x,  y,  z)  fixed  to  the  engine  case.  An  angle  0 can  be  defined  to  locate  the  pinch  point 
in  the  y z plane  as  follows: 


Z 180° 


9 = tan"1 


The  location  of  the  pinch  point  at  a given  engine  radius  (r)  is  defined  by  a point  (yp,  zp)  in 
the  y z plane  where: 

yp  = r cos  0 

zp  = r sin  6 

If  we  now  define  the  displacement  vector  as  a product  of  its  magnitude  and  a unit  vector 


then  the  unit  vector q that  lies  along  the  X-ray  beam  is  represented  by: 
a A /yp  A . zp 

7}  = i x I _P  j + J;  kj  or-i  x^—  J + — kj 
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depending  on  which  side  of  the  engine  the  X-ray  source  is  to  be  positioned. 

• ft  = LP  £ - !5  f or  — h.  it  + !e 

r r r r 

The  unit  vectors  j" and  k can  be  expressed  in  terms  of  another  set  of  unit  vectors  which  lie  in 
a coordinate  system  fixed  to  the  centrifuge  arm  and  moving  with  it. 


j^=  (—sin  0 cos  0+  cos  0(sin  0)1  + (cos  0 cos  0 + sin  0 sin  8 sin  0)  J 
+ (cos  8 sin  0)  K 

^ ^ 
k = (sin  0 sin  0 + cos  0 sin  8 cos  0)  I + (-cos  0 sin  0 + sin  0 sin  8 cos  0)  J 

A 

+ (cos  8 cos  0)  K 

Choosing  an  arbitrary  side  of  the  engine  to  place  the  X-ray  source,  the  unit  vector  lying 
parallel  to  the  X-ray  beam  become: 

rj  = [(sin  0 sin  0 + cos  0 sin  8 cos  0)t+  (-cos  0 sin  0 + sin  0 sin  8 co's0)  J + (cos0 
r 

cos  0)  K] 

— P [ (-sin  0 cos  0 + cos  0 sin  8 sin  0)  I + (cos  0 cos  0 + sin  0 sin  8 sin  0)  (cos  8 
r 

sin  0)  K] 

Where  8,  0 and  0 are  the  pitch,  roll  and  yaw  angles  respectively. 

At  this  point  we  will  establish  a coordinate  system  for  the  off-arm  X-ray  source.  Imagining 
that  at  an  instant  in  time,  we  stop  the  rotation  of  the  centrifuge.  At  this  instant  we  will  pulse 
the  X-ray  beam  and  make  an  exposure.  Let  us  now  establish  the  origin  for  a coordinate 
system  (XH  Zj_|)  fixed  to  the  centrifuge  arm. 
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The  origin  of  this  coordinate  system  will  lie  at  the  center  of  the  line  drawn  between  the 
hinges  which  hold  the  turret  base  to  the  centrifuge  arm.  We  can  now  define  the  coordinate 
of  the  unit  vector  which  lies  along  the  X-ray  beam  in  terms  of  this  new  coordinate  system. 

We  now  have: 


y zn 

^Xu  = (sin  0 sin  0 + cos  0 sin  0 cos  0)  - _E  (-sin  0 cos  0 + cos  0 sin  0 sin  0) 
r r 

y zD 

i7YTT  = — (-cos  0 sin  0 + sin  0 sin  0 cos  0)  - (cos  0 cos  0 + sin  0 sin  0 sin  0) 
Hr  r 

y_  zn 

t?7  = — E (cos  0 cos  0)  — -I:  (cos  0 sin  0) 

Hr  r 


The  pinch  point  we  wish  to  radiograph  as  well  as  the  souce  position  can  be  represented  in 
this  new  coordinate  system.  The  figure  below  shows  the  center  of  the  line  between  the, 
hinges,  Point  H,  the  pinch  Point  P,  and  the  X-ray  target  S. 
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The  X-ray  target,  S,  is  displaced  a distance  TOD  from  the  Point  P,  which  is  to  be  radio- 
graphed. 

e 

When  the  coordinates  of  Point  P (Xp^,  Xp^,  have  been  defined,  the  coordinates  of 

the  X-ray  target  (source)  can  be  found  by  adding  the  components  of  the  vector,  TOD,  which 
we  shall  call  the  target  to  object  distance  vector,  to  the  coordinate  of  the  Point  P.  Thus: 

TODy  = |TOD|rj.t=  |T0D!x(t?xJ 
TODYl  = ITODI$.?=  1TODI  x (riy) 

TODZh  = ITOD1  n ■ 8=  ITODI  x (t?Zh) 
and  the  coordinate  of  the  X-ray  target  will  be: 

SXH  - xph  + todxh 

SY„  * VpH  + TODY„ 

% = zph  + TODzh 

In  the  original  TELS  report,  a zero  position  for  the  engine  mounted  on  the  centrifuge  is 
vertical  with  the  inlet  towards  the  ground.  If  we  located  the  point  to  be  radiographed  while 
the  engine  is  in  this  zero  position,  we  can  transform  the  coordinates  of  this  point  into  an 
off-centrifuge  coordinate  system  through  a series  of  three  transformations.  The  transforma- 
tions illustrated  in  the  figure  below  take  the  point  P at  any  engine  cross  section  through 
first  a roll  angle  a pitch  angle  (0),  and  finally  a yaw  angle  (t^)  from  the  original  zero 
position.  The  values  of  <t>,  0,  and  would  be  those  required  to  specify  the  flight  load  to  be 
simulated. 

The  locution  of  the  pinch  point  at  a given  engine  radius  (r)  and  cross-section  has  already 
been  shown  to  be  <yp.  Zp)  where: 

yp  = r cos  0 
Zp  = r sin  0 

and  0 is  measured  from  the  plane  containing  the  engine  x,  y axes.  Gockwisc  rotation  when 
the  engine  is  viewed  from  the  rear  is  considered  positive. 
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The  first  transformation  is  the  rotation  of  the  y,  z (an  engine  cross  section)  plane  about  the 
Xax  axis  at  the  axial  location  of  interest  on  the  engine  as  shown  below: 


We  now  locate  the  origin  of  an  Xc  h , Yc  h , Zc  h coordinate  system  at  the  center  of  roll 
and  pitch  rotation  on  the  gimbal  unit.  Wc  then  define  T to  be  the  distance  from  this  origin 
to  the  engine  cross-section  of  interest.  The  next  transformation  then  becomes  the  rotation 
of  the  XAX,  ZAX  plane  about  the  Yc  h axis  as  shown  below: 
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If  we  let  H„  and  Hv  define  the  distance  between  the  intersection  of  the  pitch  and  roll  axes 
and  the  hinge  centerline,  the  final  transformation  is  the  rotation  of  the  Xc  h , Yc  h plane 
about  the  Zjj  axis  as  shown  below: 


The  pinch  point  is  now  defined  in  a coordinate  system  with  origin  at  a point  directly  between 
the  hinges  that  hold  the  turret  base  to  the  centrifuge  arm  and  the  Zjj  axis  corresponds  to  the 
line  joining  the  two  hinges. 

Wc  can  now  locate  the  X-ray  target  in  an  off-centrifuge  coordinate  system.  The  position  of 
the  target  (SXiT,  SY  , S7  ) is: 

SXH  = XPH+|T0D|x(r?XH> 

SyH  = YpH+|fOD|x(r,YH) 

SZH  = ZPh+|TOD|x(7JZh) 

Where  |TOD|  is  the  magnitude  of  the  vector  drawn  from  the  X-ray  target  to  the  point  on  the 
engine  to  be  radiographed;  nx^,  ny^,  and  nz^  are  the  direction  cosines  of  the  X-ray  beam; 

and  (Xp  , YP  , ZP  ) defines  the  position  of  the  rotor-case  pinch  point  which  is  to  be 
rH  rH  H 
radiographed. 
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In  order  to  determine  the  permissible  dose,  levels,  and  concentrations  of  radiation  and  the 
acceptability  of  an  unshielded  accelerator  facility  at  AEDC  in  Tennessee,  the  appropriate  state, 
military,  and  federal  regulations  (Ref.  5,  6,  7 and  8)  are  referenced. 

Excerpts  from  Reference  5 that  are  applicable  to  the  proposed  facility. 

RHS  2.101.  Exposure  of  Individuals  in  Restricted  Areas 

A Except  as  provided  in  paragraph  B of  this  section,  no  licensee  or  registrant  shall  possess, 
use,  receive,  or  transfer  sources  of  radiation  in  such  a manner  as  to  cause  any  individual 
in  a restricted  area  to  receive  in  any  period  of  one  calendar  quarter  from  all  sources  of 
radiation  in  the  licensee’s  or  registrant’s  possession  a dose  of  radiation  in  excess  of  the 
limits  specified  in  the  following  table. 


REMS  per  Quarter 


1. 

Whole  body;  head  and  trunk;  active  blood-forming 
organs  lens  of  eyes;  or 

l-!4 

2. 

Hands  and  forearms;  feet  and  ankles 

i8-y4 

3. 

Skin  of  whole  body 

7-1/2 

RHS  1.5 

Units  of  Radiation  Dose 

C For  the  purpose  of  these  regulations,  any  of  the  following  is  considered  to  be 

equivalent  to  a dose  of  one  rem. 

1 

2.  A dose  of  1 rad  due  to  X-,  gamma,  or  beta  radiation; 

3  

4  
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RHS  2. 1 05  Permissible  Levels  of  Radiation  From  External  Sources  in  Unrestricted  Areas 

A.  Except  as  authorized  by  the  Department  pursuant  to  paragraph  B of  this  section,  no 
licensee  or  registrant  shall  possess,  use,  receive,  or  transfer  sources  of  radiation  in  such 
a manner  as  to  create  in  any  unrestricted  area  from  such  sources  of  radiation  in  his 
possession. 

1.  Radiation  levels  which,  if  an  individual  were  continuously  present  in  the  area, 
could  result  in  his  receiving  a dose  in  excess  of  2 millirems  in  any  1 hour,  or 

2.  Radiation  levels  which,  if  an  individual  were  continuously  present  in  the  area, 
could  result  in  his  receiving  a dose  in  excess  of  100  millirems  in  any  7 consecutive 
days. 

B.  Any  person  may  apply  to  the  Department  for  proposed  limits  upon  levels  of  radiation 
in  unrestricted  areas  in  excess  of  those  specified  in  paragraph  A of  this  Section  resulting 
from  the  applicant’s  possession  or  use  of  sources  of  radiation  . . . 

The  Department  will  approve  the  proposed  limits  if  the  applicant  demonstrates  to  the 
satisfaction  of  the  Department  that  the  proposed  limits  are  not  likely  to  cause  any 
individual  to  receive  a dose  to  the  whole  body  in  any  period  of  any  calendar  year  in 
excess  in  0.5  rent. 

From  Reference  8.  Attachment  D. 

3.  Shielding  - Accelerators  must  be  located  in  shielded  places  which  limit  radiation  levels 
at  the  control  panels  to  less  than  2 millirads  per  hour.  Accelerators  may  be  surrounded 
by  fences  or  revetments  which  pie  vent  personnel  entry  into  areas  where  radiation  levels 
exceed  2 millirads  per  hour,  or  equivalent  protection  may  be  provided  by  shielding. 

From  Reference  6,  Chapter  5,  Section  IX,  Radiation  Protection. 
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TABLE  XI 


RADIATION  PROTECTION  STANDARDS 
Occupational  Exposure  Condition  Dose  (rem) 


Whole  body,  head  and  trunk,  blood- 
forming  organs,  gonads,  lens  of  the 
eye 


Accumulated  dose  5(N-18):  N greater 

than  1 8 years 
13  weeks  3 


Skin  and  thyroid 


Year  30 

13  weeks  10 


Hands  and  forearms,  feet  Year 

and  ankles  13  weeks 

Population 

Individual  Year 

Average  30  years 


75 

25 


0.5  (whole  body) 
5 (gonads) 


9.77  Unshielded  Installations 

An  unshielded  installation  is  one  which,  due  to  operational  requirements,  cannot  be  provided 
with  the  inherent  degree  of  protection  specified  for  either  protective  or  enclosure  installa- 
tions. Such  installations  include  fenced  or  “roped-off”  areas  located  either  in  the  open  or 
inside  building;  such  as  hangar  bays.  An  installation  so  classified  SHALL  conform  with  all 
of  the  following  requirements. 

a)  The  source  and  all  objects  exposed  thereto  are  within  a conspicuously  posted  per- 
imeter that  limits  the  area  in  which  the  exposure  can  exceed  2 MR  in  any  one  hour 
or  100  MR  in  any  seven  consecutive  days.  The  perimeter  SHALL  be  posted  with 
a sufficient  number  of  AFTO  Forms  9,  “Caution  Radiation  Area”,  so  as  to  be 
conspicuous  from  any  direction  of  approach. 
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b)  If  the  perimeter  is  of  such  a size  or  is  so  arranged  that  the  operator  cannot  readily 
determine  whether  the  enclosure  is  unoccupied,  a sufficient  number  of  radiographers 
or  radiographic  assistants  SHALL  be  strategically  located  to  provide  adequate  sur- 
veillance over  the  entire  area.  The  personnel  SHALL  have  in  their  possession  an 
adequate  and  properly  calibrated,  operable  survey  meter.  This  requirement  may 
not  be  necessary  if  the  radiographic  procedures  are  to  be  accomplished  in  a 

fenced  area  access  to  which  is  controlled  by  the  operator. 

c)  Positive  means  for  preventing  access,  such  as  a locked  enclosure,  SHALL  be  pro- 
vided during  periods  of  unattended  radiation. 

d)  The  source  and  equipment  essential  to  the  use  of  the  source  shall  be  inaccessible 
to  unauthorized  use,  tampering  or  removal  when  not  in  use. 

e)  A qualified  radiographer  is  in  attendance  during  all  radiographic  procedures  or  the 
equipment  is  made  inaccessible. 

f)  If  the  installation  is  in  a remote  area  and  if  entry  into  the  enclosed  area  can  be 
absolutely  prevented  during  irradiation,  the  source  and  all  objects  exposed  thereto 
may  be  within  a conspicuously  posted  perimeter  that  limits  the  area  in  which  the 
exposure  can  exceed  100  MR  in  an  hour  provided. 

1.  The  perimeter  is  posted  with  a sufficient  number  of  AFTO  Forms  9E, 

“Caution  High  Radiation  Area”,  signs  so  as  to  be  conspicuous  from  any 
direction  of  approach. 

2.  The  requirements  of  paragraph  9-77b  is  met  when  applicable. 

3.  The  requirements  of  paragraph  9-7  7e  and  9-77g  can  be  met. 

g)  No  person,  either  within  a controlled  area  or  in  the  environs  of  the  installations, 
is  exposed  to  more  than  appropriate  basic  radiation  protection  standard. 

9-82  Unshielded  Installations 

A This  class  shall  be  selected  only  if  operational  requirements  prevent  the  use  of  either  of 
the  other  classes.  For  radiography,  its  use  SHOULD  be  limited  mainly  to  mobile  and 
portable  equipment  when  fixed  shielding  cannot  be  used.  Fluoroscopy  shall  be  done 
only  by  remote  observations,  such  as  by  closed  circuit  television. 

B.  The  operational  requirements  of  other  types  of  installations  may  necessitate  use  of  this 
class. 

C.  The  protection  of  personnel  and  public  depends  almost  entirely  on  strict  adherence  to 
safe  operating  procedures.  With  this  adherence,  unshielded  installations  may  provide 

a degree  of  protection  similar  to  the  other  classes. 


164 


From  Reference  7. 


AEDC-TR-77-55 


Average  Weekly  Dose 
rem 


Max.  13-Week  Max  Accumulated 
dose  — rem  dose  — rem 


Controlled  Areas 


Whole  Body,  Gonads,  Blood 
Forming  Organs,  Lens  of  Eyes 

0.1 

3 

Skin  of  Whole  Body 

— 

10 

30 

Hands  and  Forearms,  Head, 
Neck,  Fee  and  Ankles 

1.5 

25 

75 

Non-Controlled  Areas 

0.01 



0.5 

Controlled  Area:  A defined  area  in  which  the  exposure  of  persons  to  radiation  is  under  the 
supervision  of  a Radiation  Protection  Supervisor. 

Non-Controlled  Area:  Any  space  not  meeting  the  definition  of  controlled  area; 

These  regulations  indicate  that  the  suggested  approach  to  TELS  radiation  protection  is  valid 
and  acceptable  provided  that  the  dose  levels  specified  are  not  exceeded.  In  addition,  many 
radiographic  facilities  throughout  the  United  States  (e.g.,  Phermex,  Los  Alamos;  Lawrence 
Livermore  Labs,  etc.)  utilize  fences  and  distance  as  primary  means  of  providing  radiation 
protection. 

Utilizing  these  references  and  Reference  7 in  particular,  the  following  calculations  were  carried 
out  to  determine  the  distance  to  the  outer  fence  required  to  provide  the  necessary  radiation 
protection. 

Primary  Radiation 


The  weekly  exposure,  Eu,  from  the  useful  beam  at  the  point  of  interest,  which  is  at  a distance 
b from  the  source  is  related  to  the  exposure  rate  at  one  meter,  by  the  following  equation: 


(El) 


Where  t is  the  number  of  minutes  of  beam  On-time  per  week.  If  Eu  is  greater  than  the  per- 
missible weekly  exposure,  P,  a primary  barrier  of  sufficient  thickness,  to  give  a transmission 
factor  of  Bux,  must  be  inserted  into  the  beam  between  the  source  and  the  point  of  interest. 
Then, 
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P ®ux  ^U 
or 

Pb2 


Where,  W is  the  workload. 

However,  in  order  to  recognize  that  the  primary  barrier  might  be  irradiated  for  only  a fraction, 
U,  of  the  total  beam  On-time  and  that  the  anticipated  occupancy  of  the  point  of  interest  may 
be  a fraction,  T,  of  the  total  beam  On-time  of  the  equipment,  the  value  of  W in  the  denomin- 
ator of  Eq.  (E3)  must  be  modified  by  the  product  UT.  That  is 


U 

b2 


Pb^ 


W 


(E2) 


(E3) 


B 


Pb 

ux  WUT 


(E4) 


When  B = I no  shielding  is  required  to  provide  P for  given  W,  U.  T,  and  b. 
Alternately  Eq.  (E4)  can  be  solved  for  workload  W for  B = 1 : 


Pb2 

W = 

UT 


<E5) 


Equation  (E5 ) for  workload  does  not  take  into  account  attentuation  of  the  X-ray  as  it  passes 
through  the  engine  and  through  the  atmosphere. 

Attenuation  of  the  primary  beam  by  a scries  of  shields  is  developed  as  follows: 

Recall  Equation  (E 1) where  W = Eut  and  U,  T have  been  added.  We  have: 


WUT 


(E6) 


Let  Eu  be  attenuated  as  illustrated  in  Figure  E-l. 
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E 

E « 

u 

ul 



— *- 

Mb 


figure  E-l  Attenuation  of  Primary  Beam  By  a Series  of  Shields 


We  have: 

Eul  =EUK1EXP(-U,x1)  (E7) 

where  k = build-up  factor 


Eua  = EulKaEXP(-iuaxa) 

Substituting  Equation  (E7)  into  Equation  (E8): 

or  Eua  = EuK,KaEXP(-ir,x,)EXP(-iIaxa) 

Eua  = EuKjKaEXP  K/ijXj  + juaxa)]  (E9) 


Substituting  Equation  (E6)  in  Equation  (E9): 

WUTK  j Ka 

Eua  = ^ EXP  [-(Mix,  + Maxa)] 

b“ 

Let  Eua  = P and  solve  for  W: 

w=-^  “WW 

Let  Ma  be  the  attenuation  of  air  and  xa  = b the  distance  througli  air  to  the  outer  fence. 
Then: 


w = D^ic7  ejcpcp-.x,  +jrab) 


Note.  Ma  = Ma  (pressure,  humidity,  temperature,  etc.) 


(E10) 
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Calculate  W for  various  values  of  b. 

j I ~ 3 x 10'^  cm"*  (Ref- 9) 

JTj  = 0.29  cm"1  (Steel) 

U = T = 1 

xj  = 7.62  cm  (steel) 

Kj  = Build-Up  Factor  = 1.8  (steel) 

Ka  = Build-Up  Factor  = 2.5  (air) 

P = 0.0 1 rad  (in  any  7 consecutive  days) 

Table  E-l  illustrates  the  results  of  calculations  based  on  Equation  (E10)  and  the  above  values 
of  the  U,  T,  jia,  mi,  xj  for  the  various  values  of  b.  The  workload  in  minutes  and  hours  was 
based  on  a 3000  rad/minute  output  at  one  meter  from  the  source. 


TABLE  E-1 

PRIMARY  RADIATION  WORKLOAD 


W@  lm 


b,  Meters 

rads/wk. 

Minutes  @ 3000/min. 

Hrs. 

100 

273.4 

0.091 

0.002 

200 

1.476.1 

0.492 

0.008 

300 

4,483.3 

1.494 

0.025 

400 

10,758.8 

3.586 

0.060 

500 

22,692.0 

7.564 

0.126 

600 

44,108.7 

14.203 

0.245 

700 

81,041.2 

27.014 

0.450 

800 

142,882.2 

47.627 

0.794 

900 

244,102.1 

81.367 

1.356 

1000 

406.794.3 

135.598 

2.260 

Radiation  Leakage 

The  protective  source  housing  and  therapeutic-type  protective  tube  housing  for  X-ray  therapy 
equipment  operating  at  500KV  or  above,  have  in  their  design  a limitation  on  the  amount  of 
leakage  radiation  (0. 1 percent  of  the  useful  beam  dose  rate,  Eu,  at  one  meter  from  the  source). 
Assuming  that  this  requirement  is  met  in  the  TELS  source,  the  weekly  leakage  exposure,  E^, 
at  the  point  of  interest  which  is  at  a distance  b from  the  source  of  radiation,  would  be. 


0.001  Eut 


(Ell) 
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Where  t is  the  number  of  minutes  of  beam  on-time  per  week.  Since  Eut  - WUT  in  R/week 
at  one  meter  Equation  El  1 can  be  written: 


EL  = 


WUT 


X 10"3 


(E12) 


Let  E^  = P and  solve  for  W 


Ptj 

W = X 10J 

UT 


(E13) 


The  leakage  radiation  is  also  attentuated  by  air,  therefore  we  can  write: 


W = [ 


Pb2 

l^UT 


X 103]  EXP(#Iab) 


(EI4) 


Let  U - T - 1,  P - 0.01  rads.  /ia  = 3 x 10'^  cm"*  Ka  = 2.5  and  calculate  W for  leakage.  The 
results  are  shown  in  Table  E-2. 


TABLE  E-2 

LEAKAGE  RADIATION  WORKLOAD 

b Meters  W@  1 m,  rads/wk 


100 

5.399  x 104 

200 

2.915  x 105 

300 

8.854  x 105 

400 

2.125  x 106 

500 

4.482  x 106 

600 

8.711  x 106 

700 

1.600  x 107 

800 

2.822  x 107 

900 

4.821  x 107 

1000 

8.034  x 107 

Scattered  Radiation 

• 

Radiation  scattered  from  an  irradiated  object  has  a much  lower  exposure  rate.  Eg,  than  that 
of  the  incident  radiation,  Eu,  and  usually  is  of  a lower  energy.  The  ratio,  i J/Q,  of  the  scattered 
to  incident  exposure  is  a function  of  energy  and  scattering  angle.  The  numerical  values  of  a 
given  in  Table  B-2,  Reference  7,  are  for  a field  area,  F,  of  400  cm2  at  the  scatterer  surface. 
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Since  the  exposure  rate  Es,  of  scattered  radiation,  measured  at  one  meter  from  the  scatter  is 
proportional  to  F; 


Es  = *o  Eu 


400 


(E15) 


Tit  exposure  from  the  scatterer,  Es,  at  the  point  of  interest,  which  is  at  a distance  of  b from 
the  scatter,  is  related  to  the  scatter  exposure  rate  at  one  meter,  Es,  by  the  following  relation: 


F. 


s 


(El  6) 


Substituting  for  Eg: 

_^oEut  F 
Es  ” b2  400 


(E17) 


Since  Eu  is  given  in  terms  of  the  dose  rate  at  one  meter  from  the  source.  Equation  El  7 
must  be  multiplied  by  the. term  (lmeter/dsca)2  in  the  event  the  scatterer  is  located  at  a 
distance  (dsca)  from  the  source.  This  gives 


^oEu^ 
b2  (else a)" 


F 

400 


(E18) 


Recalling  F.ut  = WUT  Equation  (56)  can  be  written  as: 


J'oWUT  f 

S b2  (dsca)2 


Solving  for  W,  and  letting  Es  = P. 


(El  9) 


pu2  (dsca)2  400 

W = — (E20) 

»^0UTF 
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The  scatter  radiation  is  also  attenuated  by  passage  through  air.  Therefore  W is  given  by: 

^2 


pu2  (dsca)z  400 

W = EXP  (/Lb 

^nUTF  Ka  a 


(E21) 


Selecting  the  maximum  value  of  a from  Table  B-2,  Reference  7,  = 9 x 10'3,  let  U = T = 1 , 

Mg  = 3 x 10‘^  cm'^,  K2  = 2.5,  and  P = 0.01  R,  dsca  = 3 meter  and  F = 2580.64  cm^,  and 
calculate  W as  a function  of  b.  The  results  are  given  in  Table  E-3. 

TABLE  E-3 

1 

SCATTERED  RADIATION  WORKLOAD 


b Meters 


W @ 1m  rads/wk. 


100 

8.369  x 103 

200 

4.519  x 104 

300 

1.372  x 105 

400 

3.294  x 105 

500 

6.947  x 10^ 

600 

1.350  x 106 

700 

2.481  x 106 

800 

4.374  x 106 

900 

7.473  x 106 

1000 

1.245  x 107 

Scatter  of  Gammas 

To  confirm  that  scatter  data  in  Reference  7 was  appropriate  for  TELS  calculation,  values  of 
the  ratio  of  scatter  to  incident  radiation  was  calculated  using  equations  from  Ref.  9.  These 
calculations  are  presented  in  the  following. 

When  a photon  of  energy  Ej  undergoes  Compton  scattering,  the  energy  E2  of  the  scattered 
photon  obeys  the  relationship. 


c = 


E2 

e7 


1 

1 + aQ  (1  - cos  9) 


(E22) 


where  aQ  = Ej/0.51 

With  E j in  MeV,  and  6 is  the  scattering  angle. 
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For  scattering  through  an  angle  0,  the  differential  cross  section  is: 

= (£-£ 2sin2  0+P)  (E23) 

d n 2 

Where  do  is  the  differential  or  partial  microscopic  cross-section  for  Klein-Nishina  scattering. 
r0  = e^/mc~  is  the  classical  electron  radius. 

For  a thick  absorber  (--  < < < thickness)  the  following  equation  defines  the  ratio  of  the 
scatter  to  incident  radiation,  and  scatter  less  than  90°  need  not  be  considered. 


I _ 6.03  x 1023  p ZC do_ 

Jo  AX22  [2 1 + Z2(cos01/cos02)I  dn  ' 


(E24) 


= density 
= Atomic  number 

= Atomic  weight  1 

= Area  of  scatter  ~ 

= Distance  from  slab  to  observer 
= Differential  cross-section 
= Microscopic  cross-section  of  slab  for  incidence  beam,  reciprocal  length 
= Microscopic  cross  section  of  slab  for  incidence  beam,  reciprocal  length 


Ratio  of  scatter  to 
incident  radiation. 


For  normal  incidence,  0 j =0°,  and 
cos  0 i = 1 


6.03  x 1023pZC 
Ax22  [ 2 j + Z2/cos  02] 


Then 


o 


do 

dn 


(E25) 
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I 

In  order  to  compare  equation  E25  with  the  results  in  Reference  7,  we  calculated  

for  titanium  and  steel.  *0 

Titanium,  6 MeV  incident  photons  and  135°  scatter: 

pi  = .04,02  = 45° 

E1 

E2  = 0.24  MeV 

p = 4.54  gm  cm'3 
Z =22 
A = 47,9 
Z-)  = 0.31  cm'1 

?,]  = 0.129  cm"1 
C = 400  cm  ^ 
x2  = 100  cm 

I (6.023  x 1023)  (4.54)  (22)  (400) 

— = — x 0.18  x 10— 

Io  (100)2  (47.9)  (0.129  + .31/.71) 

1 

— = 0.1599  x IO-3®  135° 

Io 

From  Reference  7 '^o  = 0.4  x 10-3  @ 135° 

For  steel 

1 3 

— = 0.2159  x IO-3 

lo 

This  model  assumes  no  transmission  of  radiation  through  scatterer  and  does  not  hold  for 
02  > 90°,  and  gives  a scatter  ratio  smaller  than  Reference  7. 

For  a scatterer  whose  thickness  is  small  compared  to  the  mean  free  path  of  the  gamma 
radiation,  absorption  of  incident  or  scattered  radiation  can  be  neglected.  Under  these  condi- 
tions, the  scatterer  simply  becomes  a uniformly  distributed  source  of  gamma  radiation  of 
energy  dependent  upon  the  scattering  angle  and  the  energy  of  the  primary  radiation. 

I 6.03  x IO23  mZ 

Io  x2  A (E26) 

2 
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Where 


m 

Z 

A 

do/dfi 

x2 


mass 

atomic  number 
atomic  weight 
differential  cross-section 
distance  to  observer 


For  steel  and  135°  scatter. 

1 (28)(6.023  x 1023)  (1.75  x 105)  (.18  x 10-26) 

lo  (100)2  (58.71) 


— = 9.048  x 10-3 

lo 

Recall,  from  Reference  7: 

j,  = 0.4  x 10-2  at  scatter  angle  of  135° 

yo 

This  model  does  not  take  into  account  any  self-absorption  of  the  scatter  and  results  in  a 
value  higher  than  Reference  7. 

It  is  felt  that  the  scatter  values  for,  $0,  in  Reference  Tare  appropriate  for  the  TELS  calcu- 
lations. 

Since  the  ratio  of  the  scattered  to  incident  radiation  is  a function  of  scatter  angle,  we  should 
evaluate  the  workload  as  a function  of  scatter  angle  as  well  as  the  distance  b.  Using  the 
same  parameters  as  those  used  to  calculate  Table  E-3  except  holding  b fixed  at  300  meters 
and  letting  the  ratio  of  the  incident  to  scatter  radiation  vary  with  angle,  we  get  the  results 
shown  in  Table  E-4. 


TABLE  E-4 

SCATTERED  RADIATION  WORKLOAD 

Scatter  Angle 
15° 

30° 

45° 

60° 

90° 

135° 

We  would  want  the  source  pointed  away  from  that  direction  that  would  likely  be  occupied 
to  provide  maximum  W for  static  radiography.  This  would  reduce  the  size  of  the  mobile 
shielding  for  the  primary  beam  as  well  as  decrease  scatter  radiation  toward  the  occupied 
areas. 


Wf“  1 m rads/wk 
1.372  x 105 
1.765  x 105 
6.862  x 10s 
1.123  x !06 
2.059  x 106 
3.088  x 106 
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The  scatter  workload  given  in  Table  E-3  are  for  a static  source,  and  the  highest  value  of  \pQ. 
If  the  centrifuge  was  operating  then  the  scatter  workload  would  be  given  as  a weighted  av- 
erage over  all  angles. 


W 


rot 


o,  a2  “i 

= Wai  + — Wo (9  + • • • + Wo(:  + • • • 

360°  360°  360°  (E27) 


Where 

Wrot*  = scatter  workload  for  centrifuge  rotation. 

Waj  = scatter  workload  over  included  angle  a,. 

£*i  = included  angle  over  which  scatter  is  calculated. 

For  example,  we  use  Table  E4  and  assume  Woq  = W calculated  for  30°  and  is  good  for 
angles  between  +15°  and  +30°  and  —15°  and  —30°. 

The  c*]  = 30° 

and  a | 

= 0.083 

360° 

Waj  = 1.794  xlO5 


Using  Table  E4  we  can  write 

Wrot  = 0.083  (1.372  x 105  + 1.765  x 10s  +6.862  x 10s  + 11.23  x 10s) 
+0.167  (20.59  x 105) 

+0.500  (30.88  x 105) 


Wrot  = 2.064  x 10^  rads/wk  @ one  meter 

We  can  see  that  Wrot  at  300  meters  is  much  larger  than  W calculated  in  Table  E3  at  300 
meters. 


&'  300  meters  and  L'  = T = 1,  we  have, 
WrQt  = 2.064  x 106 

wTable  E3  = 1-372  x 105  ,^0  = 9 x 10'3 


When  the  centrifuge  is  rotating  the  contribution  of  the  scatter  to  the  total  dose  at  the  outer 
fence  would  be  smaller  than  considered  in  Table  E3. 
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, t f nce  should  be  1 /4  or  less.  When  the  centrifuge  is  rotating  U for  the  pnmary 

- «- 1— — <■*•»•  •»  36»:-  ^ a ra8x,mum 
beam  angle  of  8°  (50.4  cm  diameter  field  at  3.6  meters  from  the  source). 


For  leakage,  U = 1 all  the  time. 

For  scatter,  U = 1 all  the  time. 

Tables  E-l  through  E-3  should  be  revised  to  take  these  more  realistic  values  of  U and  T into 
account.  This  new  data  is  presented  in  Table  E-5. 


TABLE  E-5 

PRIMARY,  LEAKAGE,  SCATTER  WORKLOAD 


b meters 

W(Primary) 

100 

4.971  x 104 

200 

2.689  x 105 

300 

8.151  x 105 

400 

1,956 x 106 

500 

4.126  x 106 

600 

8.020  x 106 

700 

1.473  x 107  ‘ 

800 

2.598  x 107 

900 

4.438  x 107 

1000 

7.396 x 107 

Rads/week  at  1 meter 


W(  Leakage) 

W(Scatter) 

2.160  x 105 

3.348  x 104 

1.166  x 106 

1.808  x 105 

3.542  x 106 

5.490  x 105 

8.499  x 106 

1.317  x 106 

1.793  x 107 

2.779  x 106 

3.485  x 107 

5.401  x 106 

6.402  x 107 

9.924  x 106 

1.129  x 108 

1.750  x 107 

1.928  x 108 

2.989  x 107 

3.214  x 108 

4.981  x 107 

Wrot  (Scatter) 


8.256  x 106 
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The  minimum  workload  is  given  by  the  primary  beam.  We  are  interested  in  what  the  con- 
tributions to  the  total  dose  the  scatter  and  leakage  radiation  are  for  a workload  defined  by 
the  primary  beam  calculations.  Let  Wp,  WL,  and  Ws  be  the  workloads  calculated  for  the 
primary  beam,  leakage,  and  scatter  radiation  respectively.  Then  for  a workload  Wp,  the 


total  dose  at  the  outer  fence  will  be  given  by: 

ws 

ws 

Total  Dose  = 0.01  + 0.01 

+ 0.01 

wL 

WP 

= ooi/1  +_ws 

+ wA 

l ^ 

Wp  J 

Using  Table  E-5  we  obtain  the  total  dose  for  workload  Wp  at  various  b.  The  results  are 
given  in  Table  E-6. 


TABLE  E-6 

TOTAL  DOSE  AT  OUTER  FENCE 


b Meters 

Total  Dose  (rads) 

@ 1 m rads/wk. 
Workload  W (primary) 

100 

0.018 

3.348  x 104 

200 

0.018 

1.808  x 105 

300 

0.018 

5.490  x 105 

400 

0.018 

1.317  x 106 

500 

0.018 

2.779  x 106  ' 

600 

0.018 

5.401  x 106 

700 

0.018 

9.924  x 106 

800 

0.018 

1.750  x 107. 

900 

0.018 

2.989  x 107 

1000 

0.018 

4.981  x 107 
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The  total  dose  at  300  meters  is  greater  than  the  0.01  rads  for  an  uncontrolled  area,  therefore, 
the  workload  must  be  restricted.  Since  the  contribution  from  the  primary  beam  is  about  20 
times  that  for  leakage  and  23  times  that  for  scatter  a good  estimate  of  workload  can  be  ob- 
tained as  follows: 

ws  0.018 

W = 0.010 

W = 0.010  w 

0.018  s (E-29) 

= 0 010  (5.49  x 10s) 

0.018 

W = 3.002  x 10^  rads/wk.  at  1 meter 

Given  a source  with  an  output  of  3000  rads/minute  at  1 meter  this  would  permit  a beam 

on  time  of  789.6  minutes/wk.  or  13.16  hrs/wk  with  the  outer  fence  at  300  meters.  Average 
beam  on  time  at  P&WA’s  engine  radiography  facility  has  been  approximately  25  hrs/year. 

Equation  (29)  was  applied  to  the  remaining  data  in  Table  E-6  and  the  resulting  workloads 
as  a function  of  distance,  b,  is  given  in  Tabic  E-7. 

TABLE  E-7 

WORKLOAD  AT  VARIOUS  DISTANCES 


b Meters 

Rads/wk  (“'■  1 m 

hrs  (®  3000  rads./min 

100 

1.860  x 104 

0.103 

200 

1.004  x 105 

0.558 

300 

3.002  x 10s 

1.694 

400 

7.317  x 105 

4.065 

500 

1.544  x 106 

8.577 

600 

3.001  x I06 

16.670 

700 

5.513  x 106 

30.630 

800 

9.722  x 106 

54.01 

900 

1.661  x 107 

92.25 

1000 

2.767  x I07 

153.7 
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The  calculation  of  the  workload  for  various  distances  to  the  outer  fence  presented  in  Table 
E-7  are  approximations  based  on  values  of  build-up  factors  and  absorption  coefficients  that 
are  assumed  to  adequately  describe  the  attenuation  of  the  X-radiation  from  the  source.  In 
reality,  the  source  spectrum  is  a continuum.  The  variation  of  X-ray  intensity  with  energy 
for  various  electron  beam  energies  is  shown  in  Figure  21.  To  account  for  this  variation,  a 
more  extensive  calculation  of  the  workload  at  300  meters  was  done  taking  into  consideration 
the  variation  of  intensity,  absorption  coefficient,  and  build-up  factor  with  energy.  An  electron 
beam  energy  of  10  MeV  was  chosen  for  the  source,  and  the  10  MeV  curve  from  Figure  21  was 
used  to  determine  the  contribution  to  the  total  output  at  particular  energy  intervals.  Values 
for  the  absorption  coefficients  and  build-up  factors  at  various  energies  were  obtained  from 
Reference  1 2.  The  procedure  used  to  calculate  the  workload  is  as  follows: 

The  10  MeV  energy  range  was  broken  into  nine  energy  intervals  of  1.1  MeV.  The  contribu- 
tion to  the  total  intensity  of  each  interval  was  determined  from  the  10  MeV  curve  in  Figure 
21 . These  values  are  given  in  Table  E-8 


TABLE  E-8 

SPECTRAL  CONTRIBUTION  TO  INTENSITY 
FOR  10  MeV  BREMSSTRAHLUNG 


Interval  Central 
Energy,  MeV 

0.55 

1.65 

2.75 

3.85 

4.95 

6.05 

7.15 

8.25 

9.35 


Percent  of  Total 
Intensity 

21.7 

17.6 
15.2 
12.9 

10.7 

9.3 
7.0 

4.3 
0.7 


Equation  (E-10)  was  used  to  calculate  the  workload  in  each  interval  required  to  produce  the 
maximum  permissible  dose  of  0.0 1 rad  per  week  for  the  outer  fence  at  300  meters.  The 
appropriate  values  of  build-up  factor  and  absorption  coefficient  of  steel  and  air  were  used  for 
each  interval.  The  results  are  presented  in  Table  E-9: 
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TABLE  E-9 


SPECTRAL  WORKLOAD  REQUIRED  TO  PRODUCE  AN  EXPOSURE  OF 
0.01  RAD/WEEK  FOR  10  MeV  ELECTRON  BEAM  AND  OUTER  FENCE  AT 

300  METERS 


Interval  Central 

Workload  Rads/Wk. 

Energy,  MeV 

<&  1 Meter 

0.55 

34,174 

1.65 

10,570 

2.75 

7,942 

3.85 

6,918 

4.95 

6,483 

6.05 

6.459 

7.15  . 

6,644 

8.25 

6,578 

9.35 

6,741 

The  smallest  workload  in  Table  E-9  is  for  the  6.05  MeV  interval.  From  Table  E-8  we  know 
that  to  achieve  this  workload  at  the  6.05  MeV  interval,  we  would  have  to  operate  to  a signi- 
ficantly larger  total  workload.  That  workload  is  calculated  using  the  following  equation: 

6459  Rad/wk 

...  _ = 69452  rad/wk  = one  meter 

WT  “ 0.093 

Where  0.093  comes  from  Table  E-8  and  6459  rads/wk  comes  from  Table  E-9.  Since  this 
value  of  total  workload  gives  a dose  at  300  meters  of  0.01  rads  for  the  6.05  MeV  interval,  it 
will  be  too  large  when  the  contributions  of  the  other  intervals  are  added  to  it.  The  total  dose, 
pp,  is  given  by  the  following  equation. 

L,Wt  L2Wt  LjWt 

+— — — + — - 1 


Wj  is  the  total  workload 

Wj  is  the  workload  in  the  energy  interval  i 

Lj  is  the  fraction  of  the  total  intensity  contributed  by  the  energy  interval  i. 

At  this  point,  an  iterative  technique  was  employed  to  determine  the  workload,  Wp,  required 
to  give  the  total  dose,  Pp,  equal  to  the  maximum  permissible  dose.  The  initial  calculated 
value  of  Wp  was  used  as  a start  point.  It  was  determined  that  a workload  of  9000  rad/wk  at 
one  meter  produced  a calculated  Pp  of  0.010  rads.  This  is  about  twice  as  large  as  the  value 
given  for  300  meters  in  Table  E-l.  It  is  felt  that  this  technique  of  calculation  is  more  accurate 
then  that  used  for  Table  E-l  and  that  the  results  generated  from  Table  E-l  are  very  conservative. 


PT  - 

Where 
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The  leakage  workload  was  not  re-evaluated  because  the  workload  based  on  leakage  was  6.45 
times  the  scatter  workload  and,  therefore,  a small  contribution  to  the  total  dose. 

The  scatter  contribution  at  300  meters  was  re-evaluated  taking  into  account  the  variation  in 
energy  with  angle  and  its  effect  on  the  absorption  coefficient  and  build-up  factor.  The  results 
are  shown  in  Table  E-10. 


TABLE  E-10 

X-RAY  SCATTER  WORKLOAD  AS  A 
FUNCTION  OF  SCATTER  ANGLE 


Scatter  Angle 
Deg. 


Workload  Rads/Wk 
@ 1 meter 


15 

2.64  x 105 

30 

3.63  x 105 

45 

9.87  x 105 

60 

3.13  x 106 

90 

1.05  x 107 

135 

3.66  x 107 

The  values  for  scatter  workload  at  300  meters  given  in  Table  E-10  are  approximately  2 times 
greater  than  those  given  in  Table  E-4.  Again  the  rougher  approximation  gave  a more  conser- 
vative value  for  workload. 

The  value  of  the  weighted  average  scatter  workload  is  found  in  the  same  manner  as  before 
using  Equation  (E-27).  This  gives  a value: 

Wrot  = 2.045  x 107  rad/wk.  at  one  meter 

This  is  roughly  ten  times  the  value  previously  calculated  for  Wrot. 

Using  the  same  technique  employed  earlier  to  calculate  the  workload,  we  calculated  a work- 
load based  on  this  more  exact  computation  of  scatter  and  primary.  The  values  of  primary 
beam  workload  was  adjusted  for  U = 0.022  and  T = 0.25.  Scatter  and  leakage  workloads  were 
adjusted  for  U = 1 and  T = 0.25.  This  is  given  in  Table  E-l  1 . 

TABLE  E-11 

PRIMARY,  LEAKAGE,  SCATTER  RADIATION 
WORKLOAD  FOR  10  MeV  AND  300  METERS 
(rads/wk  @ 1 meter) 

Wp  WL  Ws  Wrot 

1.636  x 106  3.542  x 106  1.056  x 106  8.180xl07 
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A workload  of  5.40  x 105  rads/wk  at  one  meter  is  given  based  on  Ws  in  Table  E-l  1 . This 
translates  to  3.00  hours  per  week  for  a 3000  rad/min  at  one  meter  output. 

A workload  based  on  Wrot  in  Table  E-l  1 is  1.104  x 106  rads/wk  at  one  meter.  This  translates 
to  6.13  hours  per  week  for  trie  same  source. 

The  workload  based  on  Ws  would  be  utilized  for  exposures  with  the  centrifuge  static  and  the 
workload  based  on  Wrot  would  be  appropriate  for  exposures  when  the  centrifuge  is  in  opera- 
tion. 


In  actual  practice  the  X-ray  beam  will  be  directed  into  the  ground  a great  deal  of  the  time 
An  additional  safety  margin  can  be  obtained  by  restricting  the  center  of  the  X-ray  beams  to 
angles  8°  below  the  horizontal. 

The  total  workload  calculated  for  distances,  b,  is  for  operation  of  the  source  with  the  centn- 
fuse  in  motion  and  7.62  cm  of  steel  in  the  primary  beam.  With  the  test  engine  in  place  additional 
attenuation  will  take  place  and  the  total  permissible  workload  will  be  greater  than  calculated. 


Static  Centrifuge 

With  the  X-ray  source  static  and  the  arrangement  shown  in  Figure  38.  we  can  calculate  the 
additional  shielding  required  in  the  primary  beam  to  permit  the  same  workload  3x10  to 
be  maintained  as  in  the  operational  case. 

Recalling  Equation  E-10,  expanding  to  include  a third  shield  and  letting  U = 1.  T = 1/4,  W = 
3x10^  rads/wk.  at  1 meter,  we  can  calculate  the  additional  thickness  of  lead  required. 

Pb2  _ 

W=.,-nTi TIT  EXP(p,  x1+M2x2  + #iab) 
u *KlK2Ka 


solve  for  x2 

exp  (#;-»  x2)  = 


W UTK,K2Ka 

IV 

I UTKW 


EXP  l -(Mi  xj  +Mab)l 


X2"T, 


(Ml  *1  +Mab)l 


X-)  = 


1 3 x 10s  (1.8)  (2.5)  (1.6)  io.29  (7.62)  + 3 x 10  5 (3  x 104)  l 1 


0.502 


4(0.01X300) 


x-i  = 6.55  cm 
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Therefore  6.55  cm  of  lead  is  required  to  maintain  the  3 x 10^  rad/wk.  workload  calculated 
for  a permissible  dose  of  0.01  rads/wk.  at  the  outer  fence  located  300  meters  from  the  center 
of  rotation  of  the  centrifuge.  The  area  and  therefore  the  total  weight  of  lead  required  de- 
pends upon  the  distance  of  the  shield  from  the  source,  and  the  primary  beam  angle.  Assuming 
a beam  angle  of  8°  and  a distance  of  762  cm  we  have  a beam  radius  given  by: 

x = 762  tan  8 
2 


= 53.284  cm 

Area  = wx2  = 8919.64  cm^ 
Volume  = 5.84  x 10^  cubic  cm. 


Weight  = 


= 6.631  x 10^  gm 


= 6.631  xlO2  kg 


For  a workload  of  3 x 10^  rad/wk  at  1 meter  and  the  static  .centrifuge  situation,  the  dose  at 
the  outer  fence  300  meters  from  the  center  of  rotation  of  the  centrifuge  will  be  from  Table  E-4 
and  Equation  (E-28). 


Wr 


Dose  = 0.01 


W. 


s 6 


Ws 

W, 


Where 

Ws0  = Workload  at  angle  0 from  Table  E-4  and  corrected  for  T = 0.25 


Scatter  Angle  Dose  rads 


15° 

30° 

45° 

60° 

90° 

135° 


0.006 

0.005 

0.002 

0.002 

0.001 

0.001 
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For  the  specified  conditions  no  problem  exists  due  to  scatter  or  leakage  radiation  in  the  static 
centrifuge  condition.  The  shielding  required  for  personnel  within  the  control  room  depends 
upon  the  distance  of  the  control  room  from  the  X-ray  source,  its  geometry  and  whether  it  is 
on  the  surface  or  underground.  We  will  assume  that  the  control  room  is  about  37  meters 
from  the  center  of  rotation  of  the  centrifuge  and  underground.  This  situation  is  illustrated 
in  Figure  E-2.  A worst  case  would  be  with  the  centrifuge  static  and  the  beam  aligned  as 
shown.  In  this  case  U = T = 1 . 


X-RAY  SOURCE 


Figure  E-2  Relationship  >f  Control  Room  to  X-ray  Source 


The  workload  at  1 meter  after  traversing  7.62  cm  of  steel  becomes: 
Ws  = WK  EXP  (— Mj  xl  ) 

= 3 x 105  (1.8)  EXP  [-(0.29)  7.62] 

= 5.925  x 104.  Rads/wk  @ 1 meter 

Recalling  Equation  E-4  we  have 
Bux  = Pb2/WUT 

Substituting  appropriate  values  gives 
0,01  C2 

Bux  " 5.925  x 104 

NowC  — 27  meters,  and  is  defined  in  Figure  E-2 
Bux  = 1.23  x 10'4 
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Referring  to  Reference  7,  we  see  that  for  this  value  of  Bux  we  require  about  1S2  cm  of 
concrete.  The  fact  that  the  X-ray  intersects  the  concrete  at  an  angle  has  not  been  considered 
in  these  calculations.  If  it  were,  (the  angle  of  incident  considered,  26°,)  the  ceiling  thickness 
would  be  approximately  67  cm  thick  and  the  wall  toward  the  centrifuge  would  be  approxi- 
mately 137  cm. 

When  we  take  into  account  the  rotation  of  the  centrifuge,  U = 0.022,  and  Ws  becomes: 

Ws  = 1.304  x 103 
and 


Bux  = 5.593  x 10’3 

This  gives  a thickness  of  concrete  required  for  a dose  of  0.01  rad/wk  of  89  cm. 

Taking  into  account  the  angle  of  incident  of  the  primary  beam  we  obtain  a ceiling  thickness 
of  39  cm  and  a front  wall  thickness  of  80  cm.  Attenuation  of  the  soil  covering  the  control 
room  would  reduce  the  concrete  thickness  requirements  but  the  amount  would  depend  upon 
the  depth  of  the  control  room  and  this  has  not  been  considered. 

A suggested  approach  to  construction  is  to  utilize  the  values  of  concrete  thickness  calculated 
for  U = 1,  T = 1 and  no  angle  of  incident  correction.  This  would  give  1 52  cm  of  concrete  in 
the  ceiling  and  front  wall,  use  half  this  thickness  in  the  end  walls  and  whatever  is  structurally 
required  in  the  wall  away  from  the  X-ray  source.  The  entire  structure  should  be  about  2 meters 
below  ground  level.  These  calculation  should  be  confirmed  by  a qualified  Health  Physicist 
prior  to  construction. 

Among  the  failure  modes  that  might  occur  that  would  cause  radiation  levels  higher  than 
those  expected  under  normal  operation  are:  (1 ) engine  detachment  from  the  centrifuge 
during  testing;  (2)  local  shielding  at  the  detector  not  installed  or  failure  of  shielding  during 
testing;  (3)  local  shielding  for  static  radiography  not  in  place;  (4)  X-ray  beam  not  aligned 
with  the  local  shielding  during  static  radiography;  and  (5)  failure  of  safety  circuits. 

There  are  two  major  ways  in  which  engine  detachment  could  occur  and  cause  higher  than 
normal  radiation,  the  engine  breaking  loose  or  exploding.  In  either  case  the  radiation  shield- 
ing attached  to  the  positioning  system  would  have  to  be  broken  or  moved  or  the  X-ray 
source  repositioned,  so  that  the  primary  beam  was  not  directed  at  the  shielding  before  the 
dose  rate  could  be  exceeded  at  the  fence  or  in  the  control  room.  A combination  of  micro- 
switches and  pressure  transducers  could  be  included  in  the  safety  interlock  circuits  that 
would  sense  this  type  of  failure  and  shut  the  source  down.  However,  the  easiest  approach 
would  be  to  manually  shut  down  the  X-ray  source  in  the  event  it  was  still  operating. 

The  local  shielding  at  the  detector,  as  previously  mentioned,  should  be  made  a permanent 
part  of  the  detector  positioning  system.  When  the  detector  is  positioned  in  the  beam,  the 
shielding  will  be  positioned  in  the  beam.  Without  synchronous  operation  of  the  detector 
and  source,  the  radiographer  would  have  to  insure  that  the  two  are  always  properly  aligned. 
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For  radiography  with  the  centrifuge  static,  the  primary  barrier  mounted  on  the  mobile 
service  module  should  be  positioned  away  from  the  nearest  occupied  area  and  the  X-ray 
source  and  centrifuge  moved  so  that  the  primary  beam  is  directed  toward  the  mobile  shield. 
Since  all  static  radiography  could  be  done  with  the  engine  in  a horizontal  position  normal 
to  the  centrifuge,  a set  of  two  limit  switches  in  the  safety  circuit  could  be  utilized  to  insure 
that  the  beam  and  shield  were  properly  aligned.  One  limit  switch  to  sense  the  correct  cen- 
trifuge angular  position  and  one  to  sense  the  shield  position.  An  angular  rate  meter  pre- 
viously  discussed  is  required  to  insure  that  the  source  cannot  be  activated  when  the  centri- 
fuge is  not  aligned  toward  the  shield  unless  the  centrifuge  is  rotating. 


The  failure  of  the  safety  circuits  can  be  minimized  by  redundancy  if  the  cost  is  not  prohibitive. 
However,  no  reasonable  failsafe  system  is  obvious.  Operator  surveillance  appears  the  most 
feasible  approach  to  preventing  excessive  dose  from  circuit  failure. 

With  proper  design  of  safety  interlocks  and  emergency  off  circuits,  none  of  the  failure  modes 
considered  would  be  likely  to  create  a hazardous  condition  at  the  outer  fence  300  meters  from 
the  centrifuge  for  the  workload  calculated. 

Impact  of  Radiation  on  Wildlife 

There  arc  three  easily  defined  areas  associated  with  the  facility  as  defined  by  Figure  37:  The 
area  near  the  centrifuge  and  within  the  inner  fence,  the  area  between  the  inner  fence  and 
outer  fence,  and  the  area  beyond  the  outer  fence.  Regardless  of  the  distance  to  the  outer 
fence,  if  the  appropriate  workload  is  maintained,  the  radiation  levels  are  low  enough  to  be 
of  no  consequence  to  personnel  or  wildlife.  The  area  within  the  inner  fence  will  normally 
realize  the  highest  radiation  because  of  the  close  proximity  to  the  X-ray  source.  This  area 
should  be  kept  as  small  as  possible  and  clear  of  natural  cover  so  that  the  area  can  be  adequately 
secured  prior  to  the  generation  of  X-rays.  Under  these  conditions  the  area  will  not  be  con- 
ducive to  wildlife.  Specifically  when  the  centrifuge  and/or  engine  are  in  operation  sufficient 
noise  will  be  generated  to  discourage  occupation  of  the  area  by  wildlife. 

The  area  between  the  inner  and  outer  fences  will  be  the  likely  habitate  of  wildlife.  The  oc- 
cupancy factor  (T)  of  this  urea  for  wildlife  would  be  difficult  to  determine.  Assuming  0.25 
as  for  previous  calculations  and  the  workload  for  an  outer  fence  radius  of  300  meters  the 
average  dose  in  any  7 consecutive  days  would  be  roughly  0.5  rads. 

Reference  10  indicates  that  in  guinea  pigs,  mice  and  rabbits  exposed  to  1 .1  and  0.1 1 rads  per 
8 hr.  day  no  significant  change  in  mean  survival  time  was  found  from  that  of  nonirradiated  con- 
trol groups.  Total  exposure  accumulated  during  the  experiments  were  varied  but  averaged 
1000  rads.  The  0.5  rad/wk.  nominal  dose  in  the  area  between  the  inner  and  outer  fences 
should  cause  no  significant  damage  to  animals  of  this  type.  Total  yearly  dose  in  this  same 
area  (assuming  maximum  permitted  workload)  would  be  approximately  2b  rads.  This  low 
level  delivered  at  the  rate  of  0.5  rads  per  week  to  an  animal  of  this  type  or  an  animal  the  size 
of  a deer  appears  to  present  no  problem.  In  fact  dose  levels  of  this  magnitude  are  commonly 
encountered  in  medical  applications  involving  humans. 
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Operating  and  Safety  Procedures 

I 

Detailed  written  operating  and  safety  procedures  are  required  for  a radiographic  testing 
facility.  These  procedures  should  include  descriptions  of  the  hazards  encountered  in  oper- 
ating the  equipment,  procedures  to  be  followed  in  case  of  emergencies,  safety  procedures, 
safety  inspections,  etc.  Guidelines  are  established  in  Reference  5 and  6 for  these  procedures. 
Specific  procedures  depend  upon  the  construction  details  of  the  facility,  the  facility  radia- 
tion survey  and  the  safety  interlock  system  and  should  be  written  after  the  design  of  the 
system  is  firm. 
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APPENDIX  F 

TELS  LOADS  ON  THE  LINEAR  ACCELERATOR 

In  the  design  of  X-ray  equipment  for  the  on-arm  concept,  as  much  of  the  equipment  as  pos- 
sible should  be  placed  off  the  arm  or  at  the  center  of  rotation.  This  will  accomplish  two 
things.  It  will  reduce  the  forces  acting  on  the  power  supply  and  cooling  pumps  as  well  as 
reduce  the  amount  of  weight  which  must  be  supported  by  the  hinge-gimbal  positioner. 

One  of  the  concepts  being  considered  would  have  the  various  components  of  the  convention- 
al X-ray  unit  situated  on  the  hinge-gimbal  positioner.  This  would  require  that  the  equipment 
sustain  the  same  loads  being  exerted  on  the  engine  with  no  resultant  deflection  in  any  sys- 
tem component.  The  most  critical  components  when  positioned  in  this  manner  are  the 
waveguide,  accelerator,  and  R-F  oscillator.  The  positioning  flexibility  required  of  the 
radiographic  system  is  developed  in  Appendix  C. 

Although  no  accelerator  design  has  been  formulated  it  is  most  likely  that  the  accelerator  will 
be  approximately  0.7  meters  long  with  a circular  cross-section  7.62  cm  in  diameter.  The 
accelerator  cylinder  will  have  to  be  attached  to  the  X-ray  support  frame  securely  in  order 
to  prevent  deflection  during  the  various  hinge-gimbal  orientations.  The  loading  on  the 
accelerator  will  not  be  uniform  because  of  the  linear  acceleration  gradients  present  at  dif- 
ferent centrifuge  radii. 

There  are  two  components  of  the  centrifugal  force  induced  by  the  centrifuge  that  will  con- 
tribute to  the  stress  distribution  of  the  accelerator  structure.  Tensile  forces  acting  along  the 
central  axis  of  the  accelerator  will  create  axial  stresses.  The  diameter  of  the  accelerator  is. 
small,  relative  to  the  portion  of  the  centrifuge  arm,  which  the  accelerator  might  span.  This 
means  that  the  linear  acceleration  gradient  across  any  cross-section  of  the  accelerator  unit 
will  be  negligible.  If  there  is  no  variation  in  the  linear  acceleration  then  the  axial  stress  dis- 
tribution will  be  uniform  and  no  bending  moments  will  result.  On  the  other  hand,  the  com- 
ponent of  the  centrifugal  force  which  is  perpendicular  to  the  central  axis  of  the  accelerator 
will  result  in  a bending  moment  when  we  correctly  account  for  the  support  reactions. 


A complete  stress  analysis  to  determine  the  extent  to  which  the  cylindrical  accelerator  struc- 
ture will  deflect  can  be  quite  complicated.  Rather  than  perform  a complete  analysis,  we  will 
determine  whether  or  not  major  problems  in  a support  system  can  be  expected.  In  some 
X-ray  source  positions  a considerable  side  load  will  be  exerted  on  the  accelerator  while  in 
others  a combination  of  side  and  compressive  loads  will  act  on  the  accelerator.  The  accelera- 
tor will  also  be  evacuated  so  it  will  be  subjected  to  an  external  pressure  loading  due  to  the 
atmosphere.  This  will  effect  the  cylinder’s  behavior  when  considering  its  resistance  to  buck- 
ling loads  created  by  the  axial  loading  which  occurs  in  some  source  positions. 
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We  can  first  consider  the  side  load  exerted  on  the  cylinder.  Letting  0 be  the  angle  the  accel- 
erator central  axis  makes  with  the  vertical,  the  centrifugal  force  has  two  components.  One 
component  lies  perpendicular  to  the  central  axis  and  the  other  lies  along  the  central  axis  as 
shown  below: 


✓ 

✓ 

S 


f is  the  distance  variable  along  the  accelerator  and  Z(f ) is  the  centrifugal  acceleration  in  g’s 
at  the  given  point  along  the  accelerator.  The  side  loads  are  due  to  the  acceleration  component 
Z(£)  cos  P and  the  axial  loads  are  due  to  Z(f)  sin  |3. 

We  now  define  the  mass  distribution  of  the  accelerator  as  mass  per  unit  length.  The  side  load 
is  then  a body  force  which  is  expressed  by  : 

W' 

w = — Z(f ) cos  p 

Lg 

Where  w is  the  side  load  in  lbs.  per  unit  length  along  the  accelerator.  The  axial  loading  is 
similarly  defined  as: 

W' 

..  p = — Z(f)sin|l 
Lg 

Where  W'  = weight  of  accelerator 
L = length  of  accelerator 

The  centrifugal  acceleration  exerted  by  the  centrifuge  is  defined  by: 

Z(f)  = fi2  R(f) 
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Where  R (f)  is  the  radius  at  any  point  along  the  accelerator  defined  by: 

R !Wc,)i;+iWr 

\ L sin  0 / 

and,  therefore,  the  centrifugal  acceleration  per  unit  length  of  the  accelerator  structure 
becomes: 

an  - a1  |(Rin"e,~R<,"1?)l't  Router 
[\  Lsinp  / 

Where  Rjnner  and  Router  are  as  shown  in  the  Previous  diagram. 

The  worst  position  for  the  accelerator  with  regard  to  axial  loading  is  when  it  is  parallel  to  the 
centrifuge  radius  arm  as  shown  below: 


This  corresponds  to  a value  of  90°  for  the  angle  (3.  Due  to  the  acceleration  gradient  along  the 
centrifuge  radius  line,  the  axial  loading  of  the  accelerator  in  this  position  will  be  a linear  func- 
tion. We  can  assume  a worst  case  by  equating  this  distributed  axial  load  to  a concentrated  com- 
pressive load  equal  to  the  weight  of  the  accelerator  when  exposed  to  the  centrifugal  force  at 
the  maximum  radius.  Three  possible  accelerator  materials  were  considered;  steel,  aluminum, 
and  copper.  Their  material  properties  are  shown  below: 


MATERIAL  PROPERTIES 


MODULUS  OF  ELASTICITY 

DENSITY 

YIELD  STRENGTH 

(newtont/cm2) 

3 

(gm/cm  ) 

(newtoni/cm2) 

Steel 

2.00  X107 

7.8339 

2.60  x 104 

Aluminum 

7.24  X 106 

2.699 

3.45  x 104 

Copper 

1.10  xIO7 

8.968 

2.76  xIO4 

The  section  properties  for  a cylindrical  accelerator  structure  7.62  cm  in  diameter,  76.2  cm 
long  with  0.635  cm  sidewalls  are  shown  below: 

0 = — (Ro4  — r;4  ) = 85.75  cm4 

' 4 

Area  = tt  (Ro2  - r42  ) = 13.94  cm2 

3 

Volume  = Area  x L = 1062  cm 
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The  accelerator  can  be  considered  a very  long  monocoque  cylinder.  The  term  monocoque 
cylinder  means  a thin  walled  cylinder  without  longitudinal  skin  stiffeners  or  transverse  inter- 
mediate frames  attached  to  the  cylinder  skin.  If  the  monocoque  cylinder  is  long,  then  such 
cylinders  buckle  by  overall  column  instability  or  act  as  a Euler  type  column. 

We  proceed  with  a buckling  analysis  of  the  Euler  column  shown  below: 


which  approximates  the  fixed  end  supports  necessary  for  the  accelerator.  The  results  are 
shown  below: 


pcrit  <kg) 

WEIGHT  AT  15  G'S 

Steel 

1.188  xIO6 

124.74 

Aluminum 

4.305  x 10s 

42.98 

Capper 

6.532  x 10s 

142.84 

These  results  show  that  the  axial  loading  exerted  by  the  centrifuge  on  the  accelerator  will  not 
be  enough  to  cause  any  buckling  deflections.  Comparing  the  critical  loads  (pcrjt)  to  be 
apparent  increased  weight  of  the  accelerator  we  see  that  loads  exerted  on  the  accelerator  are 
far  from  those  necessary  for  buckling  to  occur. ' 


The  accelerator  also  contains  several  bulkheads  which  separate  the  unit  into  several  cavities. 
When  the  accelerator  is  parallel  to  the  centrifuge  radius  then  these  circular  plates  will  be  sub- 
ject to  a uniform  distributed  load.  This  load  is  due  to  the  centrifugal  force  acting  on  the  plane 
itself.  In  reality  the  plate  is  a double  concave  body  with  a hole  in  the  center.  As  a worst 
approximation,  we  will  consider  the  plate  to  be  of  a uniform  thickness.  The  thickness  chosen 
will  be  the  minimum  thickness  of  the  concave  plate  and  thus  the  deflection  produced  will  be 
the  maximum  possible.  This  approximation  is  shown  below: 


✓ ✓/  //  //  // 
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t = 0.635  cm 
r = 0.635  cm 


r 


R = 3.175  cm 

The  equation  for  the  maximum  deflection  of  a fixed  edge  plate  is: 
w,R4 

ymax.  " 0-1^6  — ^ 

Where  cu  is  the  weight  per  unit  surface  area  of  the  plate.  If  p is  the  density  of  the  material 
then  oj1  = ptz"  where  *z*  is  thelinear  acceleration  imposed  on  the  accelerator  by  the  centrifuge. 

We  can  evaluate  the  deflection  for  several  proposed  materials. 


w. 

^max 

1 

O 

(mm) 

{newton  /cm  ) 

Steel 

0.731 

2.54  x 10'5 

Aluminum 

0.252 

2.428  x 10'5 

Copper 

0.838 

5.304  x 10'5 

The  results  show  that  the  deflection  of  this  bulkhead  is  small  enough  to  be  considered 
negligible. 

For  small  angles  of  (3  the  accelerator  structure  will  be  subject  to  a side  load.  This  load  will  be 
a near  constant  distributed  load.  It  is  felt  that  in  the  final  design  of  the  on-arm  source  posi- 
tioner the  accelerator  will  have  to  be  secured  well,  especially  at  either  end,  in  order  to  mini- 
mize the  lateral  deflections.  An  estimate  of  the  deflection  of  the  cylinder  can  be  made  by 
assuming  a uniform  load  due  to  the  maximum  centrifugal  acceleration.  A diagram  of  the 
worst  loading  for  the  accelerator  is  shown  below: 
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The  maximum  side  load  is  represented  by  the  following  expression: 
cu  = p A z 
Where: 

p = density  of  the  accelerator  material. 

A = Accelerator  cross-sectional  area. 

. • "z  = linear  acceleration  exerted  on  the  accelerator  by  the  centrifuge  in  g’s. 

As  previously  determined  A = 1 3.935cm3 . The  design  linear  acceleration  limit  of  the  centrifuge 
is  15  g’s.  Therefore,  the  side  load  becomes. 

<o  = p(l3.935)(l 5)  = 209.025  p 

The  maximum  deflection  of  the  accelerator  can  now  be  estimated  for  three  different  mater- 
ials. 


to 

Vmax 

(newton/cm) 

(mm) 

Steel 

16.06 

0.0082 

Aluminum 

5.532 

0.0078 

Copper 

18.384 

0.0071 

The  above  analysis  indicates  that  if  the  ends  of  accelerator  arc  secured  so  as  to  allow  the  mini- 
mum amount  of  motion  then  the  deflection,  due  to  lateral  loading,  is  less  than  0.0254mm. 

LINEAR  ACCELERATOR  END  SUPPORTS 

Additional  support  would  be  necessary  to  minimize  lateral  deflections  of  the  end  supports 
which  would  hold  the  accelerator  to  the  X-ray  support  frame.  Such  support  could  be  pro- 
vided by  a flat  plate  to  which  the  end  supports  are  attached.  In  addition  an  extra  support 
could  be  added  to  brace  the  center  of  the  accelerator  structure.  This  is  shown  below: 


ACCELERATOR' 
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The  support  plate  will  also  be  subjected  to  the  same  centrifugal  forces  as  the  accelerator 
structure.  In  sizing  this  plate  a trade-off  between  the  inertial  loading  due  to  the  plate  thick- 
ness and  the  effect  of  the  thickness  on  the  stiffness  of  the  plate  must  be  considered. 

A worst  case  can  be  considered  for  the  support  plate  when  all  four  sides  are  simply  supported 
and  not  fixed.  Side  support  could  be  provided  by  “I”  beams  that  are  affixed  to  each  * . t 
long  ends  of  the  plate.  The  support  plate  is  assumed  being  76.2mm  long  and  12.7mm  wide. 
The  objective  is  to  find  the  smallest  thickness  which  results  in  light  weight  and  is  accompa- 
nied by  an  acceptably  small  plate  deflection  for  the  accelerator  end  supports. 


For  a plate  simply  supported  on  all  edges  and  under  a uniform  load  to  in  newtons/cm J , the 
maximum  deflection  which  occurs  at  the  center  of  the  plate  is  found  to  be: 

awb4 
ymax.  = E*ta 


Where : 

a = 0.1421  for  a plate  with  aspect  ratio  greater  than  5. 
b = width  of  short  side  of  plate, 
t = plate  thickness. 

The  worst  inertial  load  is  produced  in  the  1 5g  field  where  the  distributed  load  on  the  plate 
will  be: 


w = pt (15) 

ptb4 

' ymax  = 0.1421  — =0.1421 


P(15)b4 

E4t2 


For  Steel : 

E*  = 2.00  x 107  newton/cm2 

p = 7.833  gm/cm3 

The  maximum  deflection  will  depend  upon  the  plate  thickness.  For  a 0.64cm  thick  plate  the 
deflection  would  be  0.005mm. 

The  deflection  for  a 0.64cm  steel  plate  is  small  enough  so  that  it  would  be  adequate.  Another 
support  system  could  be  substituted  for  the  plate  as  long  as  its  structural  rigidity  is  equivalent 
to  7.62cm  x 1 2.7cm  x 0.64cm  steel  plate.  For  example,  a steel  honeycomb  structure  could 
be  substituted  for  the  steel  plate.  This  would  save  weight  as  well  as  reduce  the  load  on  the 
X-ray  positioner. 


J 
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UPPER  CASE  LETTER  SYMBOLS 
atomic  weight 

chemical  formula  for  a compound  (eg.  HnO) 

IB  I 

magnetic  induction 
radiation  transmission  factor 
constant 

photographic  density 

rotor  displacement  vector 

component  of  D along  y-axis 

component  of  D along  z-axis 

rotor  deflection  vector  due  to  gyroscopic  moment 

rotor  deflection  vector  due  to  linear  acceleration 

total  electron  energy  loss  gradient 

electron  energy 

a plane  normal  to  the  electric  field  vector 

x-ray  exposure 

electric  field 

modulus  of  elasticity 

weekly  leakage  radiation  exposure 

weekly  radiation  exposure 

exposure  rate 

energy  of  incident  electron 
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E2 

F 

G 

CD 

H Plane 

ha 

(Ha)x 

(HA)y 

(ha)Z 

1 

A 

I 

lo 

7 

'70 

•d 

*s 

A 

J 

h 

K. 

A 

K. 

K1H 

KIV 


energy  of  incident  photon 
energy  of  scattered  photon 
force 
length 

Slope  of  x-ray  film  sensiometric  curve 
a plane  normal  to  the  magnetic  intensity  vector 

angular  momentum  of  the  turbine  engine  rotor  in  the  xyz  coordinate  system 

the  component  of  HA  along  the  x-axis 

the  component  of  H A along  the  y-axis 

the  component  of  HA  along  the  z-axis 

transmitted  x-ray  intensity 

unit  vector  along  the  x-axis 

incident  x-ray  intensity 

transmitted  x-ray  intensity  at  frequency  7 

incident  x-ray  intensity  at  frequency  7 

image  carrying  x-ray  intensity 

scatter  x-ray  intensity 

unit  vector  along  Y-axis 

Bessel  function  of  first  order 

build-up  factor 

unit  vector  along  Z-axis 

horizontal  deflection  of  the  engine  rotor  due  to  a one  radian/second 
angular  velocity 

vertical  deflection  of  the  engine  rotor  due  to  a one  radian/second 
angular  velocity. 


\ 
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K2H 

K2V 

L 

M 

«A 

MTF 

MTFsys 

^^compi 

Mx 

My 

Mz 

N 

No 

P 

R 

R1 

R2 

Rinner 

Router 

R(f) 

T 

TEio 


horizontal  deflection  of  the  engine  rotor  due  to  a one  g linear  acceleration 
vertical  deflection  of  the  engine  rotor  due  to  a one  g linear  acceleration 
length 

molecular  weight  of  compound 

the  total  gyroscopic  moment  of  forces  about  the  turbine  engine  center 
of  mass 

modulation  transform  function 

system  modulation  transfer  function 

modulation  transform  function  for  component  i 

the  component  of  M ^ along  the  x-axis 

the  component  of  M^  along  the  y-axis 

the  component  of  along  the  z-axis 

number  of  x-ray  quanta  transmitted 

number  of  incident  x-ray  quanta 

permissible  weekly  exposure 

electron  range 

outer  radius  of  a cylinder 

inner  radius  of  a cylinder 

inner  radius 

outer  radius 

radius  as  a function  of  f 

the  fraction  of  total  x-ray  beam  on-time  that  a point  of  interest  is 
occupied 

dominant  transverse  electric  mode 
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TOD 

T0 

Z 


U 


u 

Ut 

Ux 

Uy 

Uo 

Uf 

ug 

V 

w 


w' 


WP 

WL 


x-ray  source  to  engine  distance  vector 
x-ray  transmittance 
atomic  number 

x-ray  transmittance  at  frequency  7 

the  fraction  of  total  x-ray  beam  on-time  that  a radiation  shield  is 
irradiated 

velocity 

velocity 

component  of  velocity  in  x-direction 

component  of  velocity  in  the  y-direction 

initial  speed 

x-ray  film  unsharpness 

geometric  unsharpness 

electric  potential 

radiation  workload 

weight  of  accelerator 

primary  radiation  workload 

leakage  radiation  workload 

scatter  radiation  workload 

scattered  workload  during  centrifuge  rotation 

scatter  workload  over  the  included  angle  aj 


198 


AEDC -TR-77-55 


LOWER  CASE  LETTER  SYMBOLS 


a 

radius  of  x-ray  source 

i 

a 

radius  of  gyration 

b 

length 

c 

speed  of  light  . 

d 

length 

e 

electron  charge 

f 

spatial  frequency 

g 

acceleration  due  to  gravity 

g]  <x.y) 

a function  of  x,y 

g2  y) 

a function  of  x,y 

h 

Planck’s  constant 

l'o 

constant 

It  (x->-£.  y?-rj)  two-dimensional  impulse  function 

h (xt-J) 

onc-dimensiona!  impulse  function 

i 

x/T 

A 

i 

unit  vector  along  the  x-axis 

A 

j 

unit  vector  along  the  y-axis 

k 

constant 

A 

k 

unit  vector  along  the  z-axis 

l 

constant 

ni 

mass 

P 

axial  load 
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S 

t 


W 

X 

Ax 

x« 

y 

yp 

zp 


the  axial  load  for  Euler  column  buckling 
radius 

classical  electron  radius 

length 

time 

radial  load 

thickness 

thickness 

thickness  of  material  a 
length 

coordinate  of  a “pinch  point”  in  engine  coordinate  system 
coordinate  of  a “pinch  point”  in  engine  coordinate  system 
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a 

ao 

“i 

0 

e 

r 

i? 

A 

V 

GJ 

0 

MCy) 

M 

h 

7 

70 

a 

p 

i 

0 

0(7) 

0 

00 


GREEK  SYMBOLS 

ratio  of  object  to  film  distance  and  source  to  object  distance 
Ej/0.51.  Ej  in  MeV 

the  included  angle  over  which  the  radiation  workload  due  to  scatter 
is  calculated 

angle 

U 2 -'h 
[1  -(-)  1 
c 

length 

dummy  variable 

a unit  vector  lying  along  the  x-ray  beam  centerline 

force  per  unit  length 

angle 

absorption  coefficient 

absorption  coefficient  at  frequency  7 

average  absorption  coefficient 

absorption  coefficient  for  steel 

frequency 

cut-off  frequency 

dummy  variable 

density 

microscopic  cross-section 
angle 

spectral  distribution  of  x-ray  intensity 
angle 

ratio  of  scatter  exposure  to  incident  exposure 
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CO 

fo^r  per  unit  length 

<oB 

gyration  frequency 

to 

1 

force  per  unit  area 

wrotor 

engine  rotor  angular  velocity  vector 

‘‘’rotor 

|0Jrotorl 

angular  velocity  vector  relative  to  coordinate  system  XYZ 

£2x 

component  of  £2  along  the  x-axis 

S2y 

component  of  £2  along  the  y-axis 

£27- 

component  of  £2  along  the  z-axis 

dcr 

differential  cross  section 

d£2 

SCRIPT 

9 

moment  of  inertia 

£ 

ratio  of  scattered  photon  energy  to  incident  photon  energy 

9w 

moment  of  inertia 

9yy 

moment  of  inertia 

%, 

moment  of  inertia 

9xy 

moment  of  inertia 

9 x. 

moment  of  inertia 

moment  of  inertia 

ABBRHVIATLD  SYMBOLS 

cm 

centimeters 

gm 

grams 

McV 

million  electron  volts 

mm 

millimeters 

sue 

seconds 
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